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SAFETY SUMMARY 

The following text contains a two-part summary of general safety precautions that must be observed 
during all phases of operation, service, and repair of this instrument. 



OPERATIONS SAFETY SUMMARY 



The general safety information In this part of the summary is for both operating 
and servicing personnel. Specific warnings and cautions may be found 
throughout the manual where they apply, but may not appear In this summary. 



TERMS 

In This Manual: 

WARNING statements identify conditions or practices that could result in personal injury or loss of 
life. 

CAUTION statements identify conditions or practices that could result in damage to the equipment 
or other property. 

As Marked on Equipment: 

CAUTION indicates a personal injury hazard not immediately accessible as one reads the marking, 
or a hazard to property including the equipment itself. 

DANGER indicates a personal injury hazard immediately accessible as one reads the markings. 



SYMBOLS 

In This Manual: 

^^T his symbol indicates where applicable cautionary or other information is to be found. 

As Marked on Equipment: 

^ DANGER— High Voltage. 

Protective ground (earth) terminal. 



A 



ATTENTION— refer to manual. 



Grounding the Power Module 

This instrument is grounded through the grounding conductor of the power module. To avoid electrical 
shock, plug the power module cord Into a properly wired receptacle before connecting to the instrument 
input or output terminals. 

Do not use the power cord grounding conductor as the only grounding connection between two or more 
devices. To avoid electrical shock, connect the grounding terminals together with separate conductors. 
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Use the Proper Power Cord 

Use only the power cord and connector specified for the power module. Use only a power cord that is in 
good condition. 

For detailed information on power cords and connectors, see the power module manual. 

Refer cord and connector changes to qualified service personnel. 

Use the Proper Fuse 

To avoid fire hazard, use only thefuse specified In the parts list for your instrument, and which isidentical 
in type, voltage rating, and current rating. 

Refer fuse replacement to qualified service personnel. 



Do Not Operate in Explosive Atmospheres 

To avoid explosion, donotoperatethisinstrument in an atmosphere of explosive gases unless it has been 
specifically certified for such operation. 



Do Not Remove Covers or Panels 

To avoid personal injury, do not remove the instrument covers or panels. Do not operate the instrument 
without the covers and panels properly installed. 



Do Not Operate Without Covers 

To avoid personal injury, do not operate this instrument without covers or panels installed. Do not apply 
power to the instrument via a plug-in extender. 



SERVICING SAFETY SUMMARY 

FOR QUALIFIED SERVICE PERSONNEL ONLY 

Refer also to the preceding Operators Safety Summary. 

Do Not Service Alone 

Do not perform internal service or adjustment of this Instrument unless another person capable of 
rendering first aid and resuscitation is present. 



Use Care When Servicing With Power On 

Dangerous voltages exist at several points in this instrument. To avoid personal injury, do not touch 
exposed connections and components while power is on. 

Disconnect power before removing protective panels, soldering, or replacing components. 



Power Source 

The power module is intended to operate from a power source that will not apply more than 250 volts 
between the supply conductors or between either supply conductor and ground. A protective ground 
connection by way of the grounding conductor in the power cord is essential 
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Section 1— SG $04 



OPERATING INSTRUCTIONS 



Description 

The SG 504 provides a constant-amplitude sine wave 
over a frequency range from 245 MHz to 1050 MHz. 
Amplitude-reference sine waves of .05 MHz or 6.0 MHz 
(selected by Internal switch) are provided. The output 
head has an output impedance of 50 ohms. The peak-to- 
peak voltage from the output head is adjusted by a 
calibrated five-turn potentiometer. The SG 504 Leveled 
Sine Wave Generator is designed for use in the TM 500 
series power modules. 



Align the SG 504 chassis with the upper and lower 
guides of the selected compartment. Push the module in 
and press firmly to seat the circuit board in the inter- 
connecting jack. 



To remove the SG 504. pull onthe release latch located 
in the lower left corner, until the interconnecting jack 
disengages and the SG 504 will slide out. 



The front-panel FREQUENCY MONITOR OUT con- 
nector provides at least a 0.3 V peak-to-peak signal at the 
selected output frequency (245 to 1050 MHz) for monitor- 
ing or external triggering. There is also a provision for 
frequency modulating the 245 to 1050 MHz output signal. 
When lit, the UNLEVELEO light indicates a mismatched 
load or when the OUTPUT AMPLITUDE front-panel 
control should be turned counterclockwise. When the 
output head is disconnected from the front panel, the 
UNLEVELED light is also illuminated. 



Rear interface connections are provided for the FM 
INPUT, FREQUENCY MONITOR OUT. and amplitude 
control. If the rear interface is used, these front panel 
features must be disconnected. They cannot both be used 
at once. For further information about the interface 
assignments, see Section 4, Maintenance and Interfacing 
Information, of this manual. 



Installation and Removal 




Turn the power module off before inserting the plug- 
in and before connecting the output head to the 
SG 504 front-panet connectors; otherwise, damage 
may occur to the plug-in circuitry. It is also 
recommended that the power module be turned off 
before removing the SG 504. Refer to Fig. 1-1. If it 
becomes necessary to install the output head cables 
after the instrument has been turned on, make sure 
the four-pin connector is inserted first. Then, con- 
nect the bnc coaxial connector. Check to see that 
the plastic barriers on the interconnectfng /ack of the 
selected power module compartment match the cut- 
outs in the SG 504 circuit board edge connector. 



Controls and Connectors 

Refer to Fig. 1-2. Even though the SG 504 is fully 
calibrated and ready to use, the functions and actions of 
the controls and connectors should be reviewed before 
attempting to use the instrument. Pull the Power switch on 
the power module to apply power to the SG 504. The 
POWER indicator light indicates when power is applied to 
the SG 504. 



Except for very early models of the SG 504, the front 
panel bears the inscription: 

A 

This symbol is to direct the operator to read the operating 
instructions to avoid a hazardous situation. 




When using the crank on the FREQUSNCYMHz dial, 
observe the stop notations on the dial tape. To 
prevent possible internal damage or miscalibration, 
do not force the knob hard against the mechanical 
stops. 



OPERATING CONSIDERATIONS 

Overheating 

The SG 504 is designed to operate at an ambient 
temperature from 0”C to +50®C. However, when 
operating several power supplies in a multi-plug-in power 
module, especially at high line voltages, or when 
operating close to other heat-producing equipment. Inter- 
nal temperature may exceed safe limits and actuate a 
thermal cutout in the power module. Refer to the power 
module instruction manual for more complete Informa- 
tion. 
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Operating Instructions— SG 504 





If the SG 504 is left in a power on stale for long 
periods of time, turn the OUTPUT AMPLITUDE 
control to less than 3 volts output amplitude. In all 
cases, reduce the output amplitude to less than 3 
volts when the output head is untermlnated. This 
procedure prolongs instrument life. 



Output Loading 

The SG 504 is designed to operate imo a 50-ohm 
impedance. If the load is a much greater impedance than 
50-ohm, connect a feed-through termination to the output 
head and then make connection to the load. Refer to Fig. 
1-3(8) for reference 



NOTE 

When lit, the UNLEVELED light On the front panel 
indicates a mismatched load or when the OUTPUT 
AMPLITUDE control should Pe turned coun- 
terclockwise. When the output headisdisconnected 
from the front panel, the UNLEVELEO light is also 
illuminated. 



Connect the properly terminated output head to the 
device under test. If the front-panel UNLEVELED light 
comes on, turn the OUTPUT AMPLITUDE control 
counterclockwise until the light goes out. Output heads 
may be interchanged and will perform within 
specifications; however, optimum performance is ob- 
tained by not changing heads after calibration 



It IS important to minimize adapter and transmission 
line discontinuities and reflections. Adding coaxial cable 
between the output head and the load impairs the constant 
amplitude function, since transmission line insertion 
losses vary with frequency. 



If there is a dc voltage across the load, use a dc blocking 
capacitor between the output head and the load. A dc 
blocking capacitor, listed in the Accessories section of 
this manual, can be used for frequencies from 6 to 
1050 MHz. 



If signal amplitudes less than the minimum (0.5 V p-p) 
are desired, use appropriate attenuators connected 
between the output head and the device under test. 
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FREQUENCY MHz 

Callbraied tape dial 
indicates output fre- 
quency, In two ranges. 



COARSE Control 

Selects output frequency 
within the desired fre- 
quency range. 



POWER Indicator 

When IH, indicates power 
is applied. 



\ ■ • 

I.O.. 

. .'i '1 

FiKalK«aiiib.. 
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635 1 





COARSE 



IKF 

aoitMk 






•nm 



VOITS PEAK TOI 



FINE ^ 






RANGE HIGH 
’ Pushbutton 

Selects high output 
range. 



. RANGE LOW Pushbutton 
Selects low output range. 

• REF Pushbutton 

Selects reference fre- 
quency (determined by 
intern^ slide switch). 



. nNE Control 

Vernier adjustment lor 
output frequency. 



OUTPUT AMPUTUDE 
Control 

Calibrated dial indicstes 
peak to peak output 
voltage. 



iMSe^ztiev r-r 
j/M Odso-.sav t* 

^ UNl(VEliD,„««^ 

u. 

2 • 

moHNcr FM mpuT 

MtHtrTOR OUT sn FSIE CtMmL TO T 



UNLEVELED Indicator 

When IIL Indicates output 
amplitude Is unleveled. 



OUTPUT HEAD Connectors 

[ Control and Signal output 
’ connections for leveling 
head. 



FREQUENCY MONITOR * 
OUT Connector 

BNC output connector lor 
frequency monitoring or 
external triggering. 



/ W 



W 

tIDvkiAX 



Rrtease LATCH 
Pull to remove plug-ln. 



FM INPUT Connector 

BNC Input connector for 
modiSaling signal. 



Fig. t-2. SG 504 controls and connectors. 
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SG 504 
OUTPUT 
Head 




500 

Fe^hrough ‘ 
Termination ' 






R 3 1 MO 







R > 1 MO 



^ Equivaleni drcuil 
(B) Oscilloscope with high Input impedance 







Generator frequency is F and F„ Is ^irRC, 
the 3 dB cutoff frequency. When the output 
head is femiinated with a 50 0 feedthrough, 
the value of R Is 25 O. 



(C) Capacitive load where capacitance does not change with frequency. 
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NOTE 

Tektronix attenuators with -02 suffix are 
recommended. Other attenuators may be used: 
however, measurement accuracy may be com- 
promised. 



When operating the SG 504, aiways consider the total 
load impedance and its effect on the output ampiitude. 
The input capacitance of the equipment under test will 
affect the bandwidth. The equivalent circuit shown in Fig. 
1*3(C) is useful in estimating the amplitude changes 
caused by capacitive loads. Note that as system input 
capacitance increases, bandwidth decreases. 



tVARNIMG 



When the SG 504 is energized, hazardous voltages 
exist at some of the circuit board terminals. Before 
changing the reference frequency with the internal 
slide switch, be sure to disconnect the power to the 
SG 504. Refer to Fig. 3-1 for internal switch location. 



Bandpass Measurements 

To measure the bandpass of an oscilloscope or other 
device, connect the output head to the device. Select the 
reference frequency (0.05 MHz or 6.0 MHz), using the 
internal slide switch on the main board. Push the front 
panel REF pushbutton. Adjust the OUTPUT AMPLITUDE 



control for the desired amplitude. Now push either the 
HIGH or LOW RANGE pushbuttons and adjust the 
COARSE frequency control until the amplitude equals 
0.707 times the reference deflection. The frequency is now 
the 3d8 down frequency of the device under test. If 
bandpass measurements are made at different ambient 
temperatures, recheck the reference amplitude. 



When frequency accuracy better than 2% is required, 
connect a frequency counter to the FREQUENCY 
MONITOR OUT connector. The signal available at this 
connector is the same frequency as the output and its use 
does not load or affect the amplitude of the signal from the 
output head. However, the output head must remain 
connected to the load for this frequency measurement to 
be accurate. 



Frequency Modulated Output 

To frequency modulate the output, connect the 
modulating signal totheFM INPUT connector on thefront 
panel. Set thefront panel FREQUENCY MHz FINE control 
to zero. Set the OUTPUT AMPLITUDE control below 
approximately 3 V peak to peak. This is desirable because 
at higher levels the frequency may shift slightly with 
changes in the AMPLITUDE control settings. The FM 
INPUT and the FREQUENCY MHz FINE control drive the 
same summing point. Consequently, the maximum fre- 
quency deviation and — at a particular frequency, can be 
demonstrated by turning the FINE control fully cw and 
then fully ccwand noting the frequency change. The FINE 
control range is equivalent to approximately a ±9 V 
change at the FM INPUT. Do not use more than ±9 V at the 
FM INPUT. Linear deviation is assured below ±1 V input. 
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Section 2— SG S04 



SPECIFICATION AND PERFORMANCE 

CHECK 



SPECIFICATION 



Performance Conditions 

The electrical characteristics are valid only if the 
SQ 504 has been calibrated at an ambient temperature 
between +20° C and +30°C and Isoperatingat an ambient 
temperature between 0°C and +S0°C unless otherwise 
noted. 



Items listed in the Performance Requirements column 
of the Electrical Characteristics are verified by completing 
the Performance Check In this manual. Items listed in the 
Supplemental Information column are not verified in this 
manual: they are either explanatory notes or performance 
characteristics for which no limits are specified. 



Table 2-1 

ELECTRICAL CHARACTERISTICS 



Characteristics 


Performance Requirements 


Supplemental Information 


Frequency 

Range 


245 MHz to 1050 MHz in two ranges, 
plus 50 kHz to 6 MHz reference 
Frequency. 


50 kHz and 6 MHz reference frequency 
selected by internal slide switch. 


Accuracy 


±2% of dial indication. 




Amplitude Accuracy 


Within 3% of indicated amplitude 
at reference frequency. 




Amplitude Flatness 


Within 4% of the value at 50 kHz 
or 6 MHz reference frequency. 


Flatness is referenced to the NBS 
corrections of Tektronix standards. 
Uncertainties of the NBS are not 
included In this specification. 

This specification applies with 
output head between -15"C and 
+55°C ambient. 


Leveled Amplitude Range 


0.5 V to at least 4.0 V p-p 
0.5 V to 5.0 V p-p for loads with 
VSWR less than 1.2:1 from 0*C 
to +35" C. 




Harmonic Content 


Harmonic suppression relative to 
fundamental: 2 nd harmonic at least 
25 dB down; 3rd and all higher 
harmonics typically at least 
40 dB down. 




Frequency Monitor 
Output 


At least 0.3 V p-p Into 50 0 
load from 245 to 1050 MHz only. 




Residual Fm 




Typically less than 1 part per 
million. 
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Table 2-1 (cont) 




Characteristics 


Performance Requirements 


1 Supplemental Information 


Fm Input 
Deviation 




Deviation sensitivity: i-9 V 
produces from -0.05% to ±0.4% 
deviation of carrier, depending 
on output frequency 


Frequency Range 




Dc to 100 kHz. 


Input Resistance 




50 kO. 



Table 2-2 



ENVIRONMENTAL CHARACTERISTICS 



Characteristics 


Infonnatlon 


Temperature 

Operating 


0*0 to +50*0. 


Storage 


-40*0 to *75*0. 


Altitude 

Operating 


To 15,000 feet; maximum operating temperature decreased 
by 1*0/1,000 feet from 5,000 to 15,000 feet. 


Storage 


To 50,000 feet- 


Vibration 

Operating and Non-operating 


With the instrument complete and operating, vibration 
frequency swept from 10 to 55 to 10 Hz at 1 minute 
per sweep. Vibrate 15 minutes in each of the three 
major axes at 0.015 inch total displacement. Hold 
10 minutes at any major resonance, or if none, at 
55 Hz. Total time 75 minutes. 


Shock 

Operating and Non-operating 


30 g's, 1/2 sine, 11 ms duration. 2 shocks in each 



direction along 3 major axes, for a total of 18 
shocks. 



Table 2-3 

PHYSICAL CHARACTERISTICS 



Characteristics 


Information 


Overall Dimensions (measured at maximum points) 




Height 


5.0 inches 




12.7 centimeters 


Width 


2.6 inches 




6.6 centimeters 



Length 12.2 inches 



I 31.0 centimeters 

Net Weight (Instrument Only) I 2 pounds. 14 ounces 

1.3 kilograms 
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PERFORMANCE CHECK 



Introduction 

This procedure checks the electrical characteristics of 
the SG S04 that appear in the Specification portion of this 
section, if the instrument faiis to meet the requirements 
given in this performance check, the caiibration 
procedure should be performed. This procedure can also 
be used by an incoming inspection faciiity to determine 
acceptabiiity of performance. 



The eiectrical characteristics in this section are vaiid 
only if the SG 504 is calibrated at an ambient temperature 
of -20°C to +30*C and operated at an ambient 
temperature of 0°C to +50'C. Forced air circulation Is 
required for ambient temperature above +40°C. 



Tolerances that are specified in this performance check 
procedure apply to the instrument under test and do not 
include test equipment error. 



Test Equipmertt Required 

The following test equipment, or equivalent, is required 
to perform the performance check. Test equipment 
characteristics listed are the minimum required to verify 
the performance of the equipment under test. Substitute 
equipment must meet or exceed the stated requirements. 
All test equipment is assumed to be operating within 
tolerances. 



Special test devices are used where necessary to 
facilitate the procedure. Most of these are available from 
Tektronix. Inc. and can be ordered through your local 
Tektronix Field Office or representative. 



Table 2-4 

LIST OF TEST EQUIPMENT REQUIREMENTS 



Description 


Performance 

Requirements 


1 1 

Application 


Example 


Oscilloscope 


Bandwidth, dc to 100 MHz; 
minimum deflection factor, 
1 mV/div; sweep rate. 

10 ms/div to 50 ns/div; 
accuracy, within 3%. 


Used throughout proced- 
ure to provide display. 


TEKTRONIX 7S03, 7A13. 7B8D 
Oscilloscope System. 


Digital Voltmeter 


Range. 0 to SO V; accuracy, 
1 within 0.1%. 


Output voltage flatness 
check. 


TEKTRONIX DM 501 Digital 
Multimeter.' 


Power Module 


Three compartments or 
more. i 


All tests. 


1 TEKTRONIXTM503orTM504, 


Calibration Generator 


Amplitude calibration, 5 mV 
to 5 V; accuracy, ±0.25% 
into 1 MQ; output, square 
wave at approximately 1 kHz. 


Reference amplitude 
check. 


TEKTRONIX PG 506 Calibration 
Generator.* 


Spectrum Analyzer 


Range, 100 kHz to 2,5 GHz: 
calibrated levels in decade 
steps from • 30 to +20 dBm; 
impedance, 50 Q. 


Harmonic Suppression 
check. 


TEKTRONIX 7L12 Spectrum 
Analyzer. MOD 139U. 


Counter 


Maximum Frequency, 10 MHz; 
Period Avg mode capable to 
10’; output sensitivity. 5 V; 
display accuracy, 1 count in 
10’. 


Reference frequency 
accuracy check. 


TEKTRONIX DC 501 Digital 
Counter. 



'Requires TM 500-Serles Power Module. 
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Table 2*4 (cont) 



Description 


Performance 

Requirements 


Application 


Example 


Peak-to-Peak Detector 


Frequency range, 50 Hz to 
500 MHz; requires 1.2 V p-p 
Input voltage. 


Output voltage flatness 
check. 


Tektronix 067-0625-00 
Calibration Fixture. 


Power Meter 


Frequency range, 100 kHz to 
'2 GHz (depending on power 
'sensor): power range, 1 to 
100 mW; recorder output. 

1 kQ output impedance; in- 
strumentation uncertainty, 
±1% of full scale. 


Amplitude flatness check. 


Hewlett-Packard 435A. 


Power Sensor 


Frequency range. 10 MHz to 
2 GHz; power range. 1 to 
100 mW: impedance. 50 Ci. 


Amplitude flatness check. 


Hewlett-Packard 8481A. 


Termination, precision 


1 

Impedance, 50 Q; connectors, 
bnc; accuracy, ±0.1%. 


Amplitude and frequency 
accuracy checks. 


Tektronix Part No. 
011-0126-00. 


Coaxial cable 
(2 required) 


Impedance, 50 0; length. 42 
inches; connectors, bnc. 


Provides signal inter- 
connection. 


Tektronix Part No. 
012-0057-01. 


Attenuator, X2 
(2 required) 


Impedance, 50 0; connectors. 
50 0; accuracy. 2%. 


Output voltage flatness 
check. 


Tektronix Part No. 
011-0069-02. 


Attenuator, X10 
(2 required) 


Impedance. 50 0: connectors, 
bnc; accuracy. 2%. ' 


High and low frequency 
accuracy, monitor output 
amplitude check. 


Tektronix Part No. 
01 1-0059-02. 


Adapter 


GR to N female 


Output voltage flatness 
check. 1 


Tektronix Part No. 
017-0062-00. 


Adapter 


GR to bnc female. 


I Output voltage flatness 
check. 


Tektronix Part No. 
017-0063-00. 


Adapter 
(2 required) 


Bnc female to dual banana. 


Output voltage flatness 
check. 


Tektronix Part No. 
103-0090-00. 


Adapter , 

1 


Bnc male to N female. 

1 


Monitor output amplitude 
check. 

1 


Tektronix Part No. 
103-0058-00. 


Adapter 


Bnc lee. 


Reference amplitude and 
High— Low frequency 
accuracy check. 


Tektronix Part No. 
i 103-0030-00. 


Resistor 


2.4 MO, 1/2 W, 5%. 


Output voltage flatness 
check. 


Tektronix Part No. 
301-0245-00. 
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Preliminary Procedure 

1 . Ensure that all test equipment and the SG 504 under 
test are suitably adapted to the line voltage to be applied. 
Refer to the installation section of the power module 
manual. 



2. Ensure that all test equipment is suitably adapted to 
the applied line voltage. 



3. Connect the SG 504 Output Head to the two front- 
panel connectors labeled OUTPUT HEAD. Connect a 
precision 50-ohm feedthrough termination to the Output 
Head. 



4. Remove the left side cover of the SG 504, and set the 
internal slide switch. S190, to the 0.05 MHz position. See 
Fig. 3-1 for switch location. 



Differential Comparator 



Volts/Div 
Variable 
T Input 
- Input 

Bandwidth Limit 
Position 



.1 V 

Fully clockwise (cal) 

Ac 

Ac 

Full 

Centered 



Time Base Plug-In 



Time/Div 
Variable 
Triggering 
-r Slope 
Mode 
Coupling 
Source 
Position 

Display Mode 
Magnifier 



5 fiS 
(Cal in) 

Selected 
P-P auto 
Ac 

Internal 

Set so trace starts at 
left side of graticule. 
Main sweep 
XI 



5. Install the SG 504 into the power module, and If 
applicable, install the TM 500 series test equipment into 
the test equipment power module. 



Counter 



Display Time 
Measurement Interval 
Attenuation 
Display Time Control 



.1 sec 
X5 

Fully counterclockwise 



6. Connect the equipment under test and the test 
equipment to a suitable line voltage source. Turn ail 
equipment on and allow at least 20 minutes for the 
equipment to stabilize. 



PERFORMANCE CHECK PROCEDURE 



WARNING 



Throughout the following procedure, the operator Is 
directed to change the position of switch S190 
(reference frequency selector) while the SG 504 is 
energized. Useextremecare. for hazardous voltages 
exist at some of the circuit board terminals. 

Initial Control Settings 

Set the following controls during warm-up time: 
SG 504 



RANGE 

FREQUENCY MHz 
FINE 

OUTPUT AMPLITUDE 
(Internal slide switch) 



REF (pushbutton in) 
245 

0 (centered) 

0.5 

.05 MHz 



1. Check Output Of 0.05 MHzand6 MHzReference 
Frequency 

a. Connect the SG 504 Output Head, through a 50 O 
precision termination, to the + input of the differential 
comparator. 



b. Set the time-base triggering controls for a stable 
display. 



c. Check— the crt display for a sine-wave signal 
amplitude of 5.0 divisions with no visible distortion of the 
waveform. 



d. Set the SG 504 OUTPUT AMPLITUDE control to 
5.5. Set the differential comparator deflection factor for 
1 V/div. 



Oscilloscope 

e. Check— the crt display for a sine-wave signal 
Intensity. Focus Setforwell-deftnedtrace amplitude of 5.5 divisions, with no visible distortion of the 

and normal brightness waveform, and theSG 504UNLEVELED light remains off. 
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f. Set the SG 504 internal slide switch, S190, to the 
6 MHz position. See Fig. 3-1 for switch location. 



g. Set the time-base sweep rate to 50 ns/div; set the 
triggering controls for a stable disF^ay. 

h. Check— the crt display for a sine-wave signal 
amplitude of 5.5 divisions, with no visible distortion of the 
waveform, and the SG 504 UNLEVELED light remains off. 



I, SettheSG 5040UTPUTAMPLITUDEcontrolto0.5. 
Set the differential comparator deflection factor for 
. 1 V/div. 

j. Check— the crt display for a sine-wave signal 
amplitude of 5.0 divisions, with no visible distortion of the 
waveform. 

k. Disconnect the SG 504 Output Head from the 
differential comparator. 

2. Check Accuracy of O.OS MHz and 6 MHz 
Reference Frequency 

a. Connect the SG 504 Output Head, through a 50 Q 
precision termination, to the input of the counter. Adjust 
the SG 504 OUTPUT AMPLITUDE control to 1.0. 



b. Check— the frequency accuracy at 0.05 MHz is 
within ±2% (0.05 MHz, ±.001 MHz). 



c. Set the SG 504 internal slide switch, S190. to the 
6 MHz position. See Fig. 3-1 for switch location 



d. Check— the frequency accuracy at 6 MHz is within 
x2% (6 MHz. ±0.12 MHz). 

e. Disconnect the SG 504 Output Head from the 
counter. 

3. Check Accuracy of 0.05 MHz Reference 
Amplitude 

a. Set the time-base sweep rate to 200 /i/s/div. Set the 
SG 504 OUTPUT AMPLITUDE control to 5.0. 



b. Connect a 1 kHz, 5 volt square-wave signal from the 
calibration generator, through a bnc tee connector, to the 
+ input of the differential comparator, using a SO 0 cable. 
Connect a 50 D cable from the tee connector to the time- 
base unit external trigger input. 



c. Set the differential comparator deflection factor for 
100 mV/div; set BW switch to 5 MHz. 



d. Connect the SG 504 Output Head, through a 50 D 
precision termination, to the differential comparator 
input connector. 

e. Set the time-base triggering controls for a stable 
display: a crt display similar to Fig. 2-1 Is obtained. 




1632.07 



Fig. 2-1. Display Ol complex waveform (Idealized) with 5 volt 
relerence amplilude al 0.05 MHz. properly set. 



f. Check— that the corners of the idealized waveform 
are aligned as illustrated in Fig. 2-1, within one division. 
Disregard waveform tilt. 



g Set the SG 504 OUTPUT AMPLITUDE control to 
0 5. Set the calibration generator for a 0.5 volt, 1 kHz 
square-wave signal 



h. Set the differential comparator deflection factor for 
10 mV/div- 



i Check— that the waveform is similar as illustrated In 
Fig. 2-2 (within one vertical division). 



j. Disconnect all test equipment. 
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1632 os| 



Fig. 2-2. Display Of complex waveform (ideaiiied) with 0.5 volt 
reference amplitude of 0.05 MHz. properly set 



4. Check Harmonic Suppression and Leveling 

a. Set the Spectrum Analyzer controls as follows: 



Time/Div 


Spectrum 


Triggering 

Mode 


P-P auto 


Source 


Free run 


Slope 


- 


Video Filters 


30 kHz 


Freq Span/Div 


Max Span (250MHz/div) 


Resolution 


3 MHz 


Auto Phase 


In 


RFdB 


50 


Reference Level 


20 dBm 


Ref Var 


Cal 


Base Line Clipper 


Counterclockwise 


10 dB/Div 


Pushbutton in 


Frequency display 


Start 


Frequency MHz 


0100 


Fine 


Midrange 



b. Connect the SG 504 Output Head to the spectrum 
analyzer RF input connector. 



c. Set the SG 504 OUTPUT AMPLITUDE control to 
5.0. Push in the LOW RANGE pushbutton. 



d. Rotate the SG 504 COARSE control until the dial 
tape indicates 245 at the cursor line. Position the zero 
frequency marker to the left edge of the graticule with the 
spectrum analyzer position control. A display similar to 
Fig. 2-3 should be obtained. 



e. Position the fundamental vertically to the top 
graticule line with the spectrum analyzer position control. 
See Fig. 2-4 for reference. 



f. Rotate the SG 504 COARSE control fron 245 MHz to 
550 MHz slowly and check that the vertical distance 
(suppression) between the top of the second harmonic 
and fundamental is at least 2.5 divisions (25 dB); the tops 
of the third and remaining harmonics are separated at 
least 4.0 divisions (40 dB). See Fig. 2-4 for reference. 



NOTE 



The SG 504 UNLEVELED light must remain oil 
during all harmonic checks. 




Fig. 2-3. Display of 245 MHz signal and harmonics. 




Rg. 2-4. Typical display of 245 MHz signal with fundamental 
properly positioned. 



REVAJUL13S0 



2-7 





specification and Performance Check— SG S04 



g. Push in the SG 504 HIGH RANGE pushbutton. 
Rotate the COARSE control until the dial tape indicates 
495 at the cursor line. 



h. Check— rotate the SG 504 COARSE control from 
495 MHz to 1050 MHz and check that the vertical distance 
(suppression) between the top of the second harmonic 
and fundamental is at least 2.5 divisions (25 dB): the tops 
of the third and remaining harmonics are separated at 
least 4.0 divisions (40 dB). See Fig. 2-4 for reference. 



i. Repeat parts e through h of this step for the 1.0 
setting of the SG 504 OUTPUT AMPLITUDE control; set 
Reference Level to -rlO dBm and Ref dB to 40. The 
harmonic specification is the same as listed in part h of this 
step. 



j Repeat parts e through h of this step for the 0.5 volt 
setting of the SG 504 OUTPUT AMPLITUDE control: 
Reference Level is set toO dBm and RFdB is set to 30. The 
harmonic specification is the same as listed in part h of this 
step. 



k. Set the spectrum analyzer Reference Level to 
f20 dBm and the RF dB to 50. 



1. SettheSG 5040UTPUTAMPLITUDEcontrolto5.0; 
set the internal slide switch. S190, to the 6 MHz position. 
See Fig. 3-1 tor switch location. 



m. Set the spectrum analyzer Frequency Span/Div 
control to 2 MHz. and Resolution to .3 MHz; disconnect 
the Output Head from the spectrum analyzer input 
connector. 



n. Adjust the spectrum analyzer Frequency Coarse 
control to appoximately 0000 MHz; slowly adjust the 
Frequency Fine control to position the zero marker to the 
left side of the graticule. Reconnect the Output Head to the 
spectrum analyzer input connector. 

0 . Check— that the fundamental is vertically position- 
ed at the top of the graticule line. 



p. Check— that the vertical distance (suppression) 
between the top of the second harmonic and fundamental 
is at least 2.5 divisions (25 dB): the tops of the third and 
remaining harmonics are separated at least 4.0 divisions 
(40 dB). See Fig. 2-4 for reference. 



q. Repeat parts o and p of this step for the 0.5 volt 
setting of the SG 504 OUTPUT AMPLITUDE control; 
Reference Level is set to 0 dBm and RF dB is set to 30. 



r. Set the spectrum analyzer Reference Level to 
-20 dBm and the RF dB to 50. 



3. Set the SG 504 OUTPUT AMPLITUDE control to 
5.0; set the internal slide switch. S190. to the 0.05 MHz 
position. Disconnect the SG 504 Output Head from the 
spectrum analyzer input connector. See Fig. 3-1 (or switch 
location. 



t. Set the spectrum analyzer Frequency Span/Div 
control to 20 kHz and Resolution to 3 kHz. 

u. Push and release thespectrum analyzer Video Filter 
pushbutton. 

v. Adjust the spectrum analyzer Frequency Fine con- 
trol to position the zero marker to the left side of the 
graticule: reconnect the SG 504 Output Head to the 
spectrum analyzer input connector. 



w. Repeat parts o and p of this step for the 0.5 volt 
setting of the SG 504 OUTPUT AMPLITUDE control; 
Reference Level is set to 0 dBm and RF dB is set to 30. 



X. Set the spectrum analyzer Reference Level to 
-t-20 dBm and RF dB to 50. 



y. Disconnect the SG 504 Output Head from the 
spectrum analyzer input connector. 



5. Check Frequency Accuracy (Low and High 
Range) 

a. Connect a bnc tee connector to the RF input of the 
spectrum analyzer: connect a 50 O cable from the bnc tee 
to the spectrum analyzer cal out connector. 



b. Connect two X10 50 D attenuators in series, and 
connect the series-connected attenuators to the SO 504 
Output Head; connect the other end of the attenuator to 
the bnc tee connector. 



c. Push in the spectrum analyzer Frequency display 
Center pushbutton: set Frequency MHz to 250, using the 
coarse control. Set the Fine control to midrange. 
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d. Set the spectrum analyzer Frequency SparVDiv 
control to 1 MHz with a resolution of 30 kHz. SettheRFdB 
to 0 with a reference level of -30 dBm. 



e. Push in the SG 504 LOW RANGE pushbutton. 
Rotate the COARSE control until the dial tape indicates 
250 at the cursor line. 



f. SettheSG 5040UTPUTAMPUTUDEcontrolto4.0. 



NOTE 

This procedure uses the harmonics of the 50 MHz 
cel out signal to check the accuracyofthe frequency 
at six check points. Essentially the same procedure 
can be followed to check the accuracy of any other 
frequency on the low or high range, providing that 
the frequency checked is a harmonic of the 50 MHz 
cal out signal from the spectrum analyzer. Frequen- 
cies other than the six calibration check points must 
be within the 2% specifications. 



g. Adjust the spectrum analyzer Frequency Coarse 
control to horizontally center the 250 MHz signal on the 
graticule. Use Table 2-5 as reference for verification of the 
six frequency check points. 



NOTE 

The two markers may coincide during the tow 
frequency range setting. If so. verify the presence of 
the SG 504 frequency signal by slightly adjusting 
the SG 504 COARSE control. 



Table 2-5 



LOW AND HIGH RANGE FREQUENCY ACCURACY 



SG 504 Frequency | 
Dial Setting 


Allowable Deviation from 
Frequency Marker 


Low 

Range 


250 MHz 


±1.9 divisions (±1.9 MHz) 


450 MHz 


=3.4 divisions (±3.4 MHz) 


1 550 MHz 1 


±4.1 divisions (±4.1 MHz) 


High 

Range 


, 500 MHz 1 


±3.8 divisions (±3.6 MHz) 


750 MHz 


±5.6 divisions (±5.6 MHz) 


1050 MHz 


±7.9 divisions (±7.9 MHz) 



h. Disconnect all test equipment. 



i. Set the spectrum analyzer Reference Level control to 
- 20 dBm and the RF to 50. 



6. Check Flatness (Peak-to-Peak Amplitude 
Regulation) 

a. SettheSG 504controls as follows: REFpushbutton 
in, OUTPUT AMPLITUDE control to 0.5, FREQUENCY 
MHz setting to 245. and FINE control to 0 (centered). 



b. Connect a 2.4 megohm. 5% resistor across the 
digital voltmeter floating input terminals. Connect the 
SG 504 Output Head via bnc female-to-GR adapter to the 
Input of the peak-to-peak detector. Use two 50 O cables 
and two dual banana to bnc adapters to connect the 
output of the peak-to-peak detector to the floating input 
terminals on the digital voltmeter; maintain correct polari- 
ty. HI to + and LO to -. Set the digital voltmeter to the 20 
volts dc range. 



C. Slowly adjust the SG 504 OUTPUT AMPLITUDE 
control until the digital voltmeter reading indicates =.000. 
Output amplitude from the SG 504 should be about 1.2 
volts; this establishes a 0.0% reference setting at 
0.05 MHz. 



d. Set the SG 504 internal slide switch. S190. to the 
6 MHz position. See Fig. 3-1 for switch location. 



NOTE 

Do not disturb the approximate 1.2 volt setting of the 
SG 504 OUTPUT AMPLITUDE control, asset in pan 
c of this step; otherwise, an rncorrecf deviation 
reading will occur. 



e. Check— the flatness deviation from the 0.0% 
reference setting; the voltage reading of the digital 
voltmeter should not be greater than 0.5% (.001 volt output 
from the peak-to-peak detector is equivalent to 0.1%). 



f. Push in the SG 504 LOW RANGE pushbutton. Note 
and record the reading of the digital voltmeter for the 
flatness deviation at 245 MHz; for example. -0.2%. The 
total percentage deviation calculation must include the 
digital voltmeter reading and the calibration factor of the 
peak-to-peak detector. For example, a reading of —.002 
volt on the digital voltmeter Is equivalent to ^0.2% 
deviation. Applying a correction factor of -0.3% 
algebraically to the -0.2% value results in a total percen- 
tage deviation of —0.5%. Record the actual algebraic sum 
at this point; it will be used later in the procedure. 
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g. Retain the 2.4 megohm resistor connected across 
the digital voltmeter input terminals: disconnect the peak- 
to-peak detector and all cables. 



h. Set the power meter to the 10 mW range and 
calibration factor for 100. 



i. Connect a 50 G cable from the power meter recorder 
output (rear panel) via bnc female to dual-banana adapter 
to the floating input terminals of the digital voltmeter: 
maintain correct polarity, HI to + and LO to 



j. Connect the SG 504 Output Head via bnc female to 
GR adapter, to a GR-to-N female adapter to the input of 
the power sensor. 



n. Itemize the collected data from parts f through m of 
this step and perform the following calculations to com- 
pute the flatness deviation. For example; 

1. Flatness deviation at 245 MHz = —0.5% (part f) 

2. Reference number on digital voltmeter = -i-,324 
(part k) 

3. Maximum reading on digital voltmeter = -<-.330 
(part m) 

4. Minimum reading on digital voltmeter = -f.315 
(part m) 



Calculate the difference between the reference number 
obtained in part k of this step (+.324), and the maximum 
and minimum values obtained in part m of this step. The 
difference from the maximum number will be a positive 
value and the difference from the minimum number will be 
a negative value. For this example' 

(-I-.330) - (-I-.324) =-<-.006 



k. Check— that the digital voltmeter reading is 
between +.300 and +.425; for example, -r.324. Note and 
record the actual reading: it will be used later in the 
procedure. 



I. Slowly rotate the SG 504 COARSE control 
clockwise from 245 MHz to 550 MHz. as indicated on the 
dial tape; check for a maximum and minimum digital 
voltmeter reading while sweeping over the entire low 
frequency band Note and record the maximum and the 
minimum reading. 



(+.315) - (1.324) = -.009 



To convert the difference values into percentage, divide 
each result by the reference number; multiply by 100, and 
then divide by 2: 



+.006 

+.324 



X 100 = 



1 1.85 
2 



- 4 0.93% 



-.009 

+.324 



X 100 = 



-2.7B 

2 



-1.39% 



NOTE 

Consult the power sensor calibration chart to deter- 
mine calibration factor correction points for the 
power meter front-panel calibration factor setting. A 
99 or 99 calibration factor may be needed. 



m. Push in the SG 504 HIGH RANGE pushbutton; 
slowly rotate the SG 504 COARSE control 
counterclockwise from 495 MHz to 1050 MHz. as in- 
dicated on the dial tape. Check for a maximum and 
minimum digital voltmeter reading while sweeping over 
the entire high frequency band (observe the possible need 
for a power meter calibration factor setting to 99 or 98 at 
the proper frequency points). Note and record the most 
maximum and minimum reading obtained over the two 
bands (parts I or m of this step). For this example only, a 
maximum reading of — .330 and a minimum reading of 
-.315 



Algebraically add the flatness deviation at 245 MHz 
(part f of this step) to both percentage values: 

(+0.93%) I ( 0.5%) = 4 0.43% 

(-1.39%) + (-0.5%) = - 1.89% 



For this example of computing the flatness deviation, 
the +0.43% value represents the maximum deviation 
above the 0 05 MHz reference amplitude and the -1.89% 
value represents the maximum deviation below the 
0.05 MHz reference amplitude. Maximum flatness devia- 
tion from the 005 MHz reference amplitude should not 
exceed 3%. 



0 . Use two 50 n cables and two dual banana to bnc 
adapters to connect the output of the peak-to-peak 
detector to the floating input terminals of the digital 
voitmeter; maintain correct polarity. HI to - and LO to -. 
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p. To check flatness deviation at a higher output from 
theSG 504. insert two X2 attenuators between the SG 504 
Output Head and the peak-to*peak detector. 

q. Set the SG 504 Internal slide switch, S190, to the 
0.05 MHz position. Push in the SG 504 REF pushbutton. 
See Fig. 3-1 for switch location. 

r. Slowly adjust the SG 504 OUTPUT AMPLITUDE 
control until the digital voltmeter reading indicates ±.000. 
Output amplitude from the SG 504 should be about 4.8 
volts; this establishes a 0.0% reference setting at 
0.05 MHz. Set the internal slide switch. S190,tothe6 MHz 
position. See Fig. 3-1 for switch location. 

s. Check— the flatness deviation from the 0.0% 
reference setting; the voltage reading of the digital 
voltmeter should not begreaterthanO.5% (.001 volt output 
from the peak-to-peak detector is equivalent to 0.1%). 



NOTE 

Do not disturb the approximate 4.8 volt setting of the 
SG 504 OUTPUT AMPLITUDE control, asselinpart 
r of this Step; otherwise, an incorrect deviation 
reading will occur. 

t. Push in the SG 504 LOW RANGE pushbutton. Note 
and record the reading of the digital voltmeter for the 
flatness deviation at 245 MHz. (Refer to part f of this step 
for correction factor explanation.) 

u. Disconnect the peak-to-peak detector, two X2 
attenuators, and all cables. 

V. Change power meter to 100 mW range and repeat 
part h and I. 

w. Connect the SG 504 Output Head to the Input of the 
power sensor. 



X. Check -that the digital voltmeter reading is 
between +.485 and *.675. Note and record the actual 
reading: it will be used later In the procedure. 



y. Slowly rotate the SG 504 COARSE control 
clockwise from 245 MHz to 550 MHz, as indicated on the 
dial tape; check for a maximum and minimum digital 
voltmeter reading while sweeping over the entire low 
frequency band. Note and record the maximum and 
minimum reading. 

NOTE 

Consult the power sensor calibration chart to defer- 
mine calibration factor correction points for the 
power meter /ron(-par>e/ calibration factor setting. A 
99 or 98 calibration factor may be needed. 



z. Repeat part m of this step (disregard the example 
readings given, as new readings will be recorded. 



aa. Itemize the collected data from parts t through y of 
this step and perform the calculations as outlined in part n 
of this step. 



ab. Set the SG 504 controls as follows; OUTPUT 
AMPLITUDE to 0.5, LOW RANGE pushbutton in, FINE 
control to 0 (centered), and FREQUENCY MHz setting to 
245. 



ac. Disconnect the SG 504 Output Head from the 
power sensor. 



7. Check Amplitude of Frequency Monitor Output 

a. Connect a 50Q, X10 attenuator to the SG 504 
Output Head; connect a 50 O termination to the X10 
attenuator. 



b. Remove the adapters from the power sensor and 
connect a bnc male to N female adapter to the power 
sensor: connect the power sensor to the SG 504 FREQ 
MONITOR OUT connector. 



c. Set the power meter to the 3 mW range and 
calibration factor control to 100. 



d. Slowly rotate the SG 504 COARSE control 
clockwise from 245 MHz to 550 MHz on the low band, as 
indicated on the dial tape; then, switching to the high 
band, rotate the SG 504 COARSE control counter- 
clockwise from 1050 MHz to 495 MHz. while observing the 
power meter reading. The minimum reading on the power 
meter over the entire frequency band should not be less 
than 0.25 mW. 



e. SettheSG 5040UTPUTAMPLITUDEcontrolto1.0 
volt, 2.0 volts, and 3.5 volts. Repeat part d of this step for 
each of the output amplitude voltage settings. The power 
meter reading should not be less than 0.25 mW at each 
voltage setting. 



f. Disconnect all cables. 



This complete the Performance Check procedure of 
the SG 504 Leveled Sine Wave Generator. 
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Section 3-SG 504 

ADJUSTMENT 



Introduction 

This adjustment procedure is to be used to restore the 
SG 504 to original performance specifications. Adjust- 
ment need not be performed unless the instrument failsto 
meet the Performance Requirements of the Electrical 
Characteristics listed In the Specification section, or the 
Performance Check cannot be completed satisfactorily. 

Completion of all adjustment steps in this procedure 
ensures that the instrument will meet the performance 
requirements listed in Section 2 Specification and Perfor- 
mance Check. However, to fully ensure satisfactory 
performance. It Is recommended that the Performance 
Check be performed after any adjustment is made. 

Services Available 

Tektronix. Inc. provides complete instrument repair 
and adjustment at local Field Service Centers and at the 
Factory Service Center. Contact your local Tektronix Field 
Office or representative for further information. 



Test Equipment Required 

The test equipment listed In Table 3-1. or equivalent, is 
required for adjustment of the SG 504. Specifications 
given for the test equipment are the minimum necessary 
for accurate adjustment and measurement. All test equip- 
ment Is assumed to be correctly calibrated and operating 
within specification. 



If other test equipment is substituted, control settings 
or calibration setup may need to be altered to meet the 
requirements of the equipment used. 



A flexible plug-in extender, Tektronix Part No. 067- 
0645-02, is useful for troubleshooting or adjusting the 
SG 504; however, the complete Adjustment Procedure 
can be performed without use of the extender. 



Table 3-1 

LIST OF TEST EQUIPMENT REQUIREMENTS 



Description 


Performance 

Requirements 


Application 


I " 

Example 


Oscilloscope 


Bandwidth, dc to 100 MHz; 
minimum deflection factor, 
1 mV/div; sweep rate, 
to ms/div to 1 (la/d'w. 
accuracy, within 3%. 


Used throughout proced- ' 
ure to provide display. 


TEKTRONIX 7603. 7A13, 7B80 
Oscilloscope System. 


Digital Voltmeter 


Range, 0 to 50 V; accuracy, 
within 0.1%. 


Output voltage flatness 
check. 


TEKTRONIX DM 501 Digital 
Multimeter.' 


Power Module 


Three compartments or 
more. 


All tests. ' 


TEKTRONIX TM 503orTM 504. 


Calibration Generator 


Amplitude calibration. 5 mV 
to 5 V; accuracy, ±0.25% 

Into 1 MG; output, square 
wave at approximately 1 kHz. 


Amplitude Set check 


TEKTRONIX PG 506 Calibration 
Generator.* 


Spectrum Analyzer 


Range, 100 kHz to 300 MHz; 
calibrated levels in decade 
steps from -45 dB to -35 dB: 
Impedance, 50 G; accuracy, 
linear display, within 10%. 


\ Harmonic suppression 
check. 


TEKTRONIX 7L12 Spectrum 
Analyzer MOD 139U 



'Requires TM 500-Serles Power Module. 
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Tabte 3-1 (coni) 

UST OF TEST EQUIPMENT REQUIREMENTS 



OeteriDtlen 


1 

Performance 

Requirementa 


AppNcatlen 


Example 


Counter 


Maximum Frequency, 500 kHz; 
Period Avg mode capable to 
10^; output sensitivity, 5 V; 
display accuracy, 1 count in 
itf. 


Reference frequency ac- 
curacy check. 


TEKTRONIX DC 501 Digital 
Counter.* 


Peak-to-Peak Detector 


Frequency range, 50 Hz to 
500 MHz; requires 1.2 V p-p 
input voltage. 


Output voltage flatness 
check. 


T^tronix 067-0625-00 
Calibration Fixture. 


Power Meter 


Frequency range, 100 kHz to 
2 GHz (depending on power 
sensor); power range. 1 to 
. 100 mW; recorder output, 1 kC 
output impedance: Instrumen- 
tation uncertainty. ±1% of 
full scale. 


Amplitude flatness check. 

I 


Hewlett-Packard 435A. 


Power Sensor 


Frequency range. 10 MHz to 
2 GHz; power range. 1 to 
100 mW; Impedance, 50 Q. 


Amplitude flatness check. 


Hewlett-Packard 6461A. 


Termination, 

precision. 


Impedance. 50 Q; connectors 
bnc, accuracy, ± 0 . 1 %. 


Amplitude and frequency 
accuracy checks. 


Tektronix Part No. 
011-0129-00. 


Coaxial cable 
(2 required) 


Impedance. 50 O; length. 42 
inches; connectors, bnc. 

I 


Provides signal Inter- 
connection. 


Tektronix Part No. 
012-0057-01. 


Attenuator, X2 
(2 required) 


Impedance. 50 0; connectors 
50 Q; accuracy. 2%. 


Output voltage flatness 
check. 


Tektronix Part No. 
011-0069-02. 


Attenuator. XIO 
(2 required] 


Impedance. 50 0; connectors, 
bnc: accuracy, 2%. 


High and Low frequency 
accuracy, monitor output 
amplitude check. 


Tektronix Part No. 
011-0059-02. 


Adapter 


GR to N female. 


Output voltage flatness 
check. 


Tektronix Part No. 
017-0062-00. 


Adapter 


GR to bnc female. 

I 

I 

I 


Output voltage flatness 
check. 


Tektronix Part No 
: 017-0063-00. 


Adapter (2 required) 


I 

Bnc female to dual banana. 


Output voltage flatness 
check. 


' Tektronix Part No. 
103-0090-00. 


Adapter 


Bnc male to N female. 


Monitor output amplitude 
check. 


Tektronix Part No. 
103-0056-00. 


Adapter 

1 


Bnc tee. 


Reference amplitude and 
High— Low frequency 
accuracy check. 


Tektronix Part No. 
103-0030-00 
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Table a-1 (cont) 

UST OF TEST EQUIPMENT REQUIREMENTS 



Description 


Performance 

Requirements 


Application 


Example 


Resistor 


2.4 Mn. 1/2 W. 5%. 

I 


Output voltage flatness 
check. 


Tektronix Part No. 
301-0245-00. 


Resistor 


330 n. 1 W. 5%. ; 

1 1 
1 


Oscillator current limit 
check. 


Tektronix Part No. 
303-0331-00. 


Screwdriver 


Three-inch shaft. 3/32 inch 
bit. 


Used to adjust variable 
resistors. ' 


Xcelite R-3323. 


Alignment tool 


1 

1 Fits 5/64-inch (ID) hex 
cores. 


Used to adjust coils in 
harmonic suppression 
1 check and reference 
frequency. 


Tektronix Part No. 
003-0307-00 (handle) 
003-0310-00 (insert). 


Alignment tool 


Five-inch, for slotted cores. 


Used to adjust colls in 
harmonic suppression 
check. 


Tektronix Part No. 
003-0301-00. 



Preparation 

a. Remove the left side cover of the SG 504 to gain 
access to the component side of the circuit boards. Pull 
the rear end of the side cover outward from the side of the 
instrument (the cover snaps into priace). 



f. Connect all test equipment to a suitable line voltage 
source. 

g. Turn on all test equipment and allow at least 20 
minutes for the equipment to warm up and stabilize. 



b. Install the SG 504 into the left power module 
compartment, or if appropriate, connect the SG 504 to the 
power module by means of the flexible plug-in extender. 



c. Set the power module for the line voltage to be 
applied (see power module manual) and connect it to the 
variable autotransformen connect the autotransformer to 
the line voltage source. Be sure that the power switch is 
off. 



d. Connect the SG 504 Output Head to the two front- 
panel connectors labeled OUTPUT HEAD. Connect a 
precision 50 0 feedthrough termination to the Output 
Head. 



e. Install the TM 500-series equipment. Including the 
SG 504 into the power module. 



NOTE 

Throughout the following procedure, the operator is 
directed to change the position of switch SI90 
(reference frequency selector) while the SG 504 is 
energized. Use extreme care, for hazardous voltages 
exist at some of the circuit board terminals. 



Initial Control Settings 

Set the following controls during warm-up time; 



SG 504 



RANGE 

FREQUENCY MHz 
FINE 

OUTPUT AMPLITUDE 
Internal Slide Switch 



REF (pushbutton In) 
245 

0 (centered) 

.05 

.5 MHz 
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Counter 

Display Time 

Measurement Interval .1 sec 

Attenuation X5 

Display Time Control Fully counter- 

clockwise 



d. Adjust the autotransformer output voltage from the 
low limit to the high limit as indicated In Table 3-2. Meter 
reading should not vary more than ±20 mV lor each 10% 
line voltage change. Return the autotransformer to the 
nominal line voltage setting. 



e. Disconnect the digital voltmeter. 



Oscilloscope 

Intensity, Focus Set for well-defined 

trace and normal 
brightness. 

Differential Comparator 
.1 V 

Fully clockwise (cal) 
AC 
AC 
Fult 

Centered 



Volts/Div 

Variable 

+lnput 

-Input 

Bandwidth 

Position 



Time Base Plug-In 



Tlme/DIv 
Variable (Cal in) 
Triggering 
+Slope 
Mode 
Coupling 
Source 
Position 



Display Mode 
Magnifier 



5 ps 



Selected 
P-P auto 
AC 

Internal 

Set so trace starts 
at left side of 
graticule. 

Main sweep 
XI 



Table 3-2 

POWER MODULE UNIVERSAL TRANSFORMER 



Line 

Selector 

Block 

Position 


Regulating Ranges 


llO-Votts Nominal 


220-Volts Nominal 


L 


90 V ac to 110 V ac 


160 V ac to 220 V ac 


M 


99 V ac to 121 V ac 


198 V ac to 242 V ac 


H 


106 Vac to 132Vac| 


216 V ac to 264 V ac 


Line Fuse 
Data 


1.6 A slow-blow 


0.8 A slow-blow 



2. Check H-S Volt Supply 

a. Connect the digital voltmeter between the +5 V test 
point and Gnd test point on the Main circuit board. See 
Fig. 3-1 for voltage test point location. 



b. Check— for meter reading of +5. ±0.3 V. 



c. Disconnect the digital voltmeter. 



3. Check -14/-23 Volt Oscillator Supply 

a. Connect the digital voltmeter between the 
-14/-23 V (TP2) test point and Gnd test point on the Main 
circuit board. See Fig. 3-1 for voltage test point location. 

ADJUSTMENT PROCEDURE 

. . „ . . b. Push in the SG 504 LOW RANGE pushbutton. 

1. Adjust -18 Volt Power Supply 

a. Connect the digital voltmeter between the -18 V 

lestpointandGndtestpointontheMaincircuitboard.See c. Check— for meter reading of -14 V. ±0.4 V. 

Fig. 3-1 for voltage test point location. 



b. Check— for a meter reading of -18 volts, ±20 mV. 



d. Push in the SG 504 REF pushbutton. 



c. Adjust — 18 V adj. R590. for a meter reading of 18 
volts. See Fig. 3-1 for adjustment location. 



e. Disconnect the bnc cable of the Output Head from 
the SG 504 front-panel connector: connect a X10, 50 Q 
attenuator to this bnc connector. 
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f. Check the digital voltmeter reading (approximately 
-22.0 to -23.2 V); then record a value that is one volt lower 
than the actual reading. This recorded value will be used In 
Step 6 part k and Step 9 part n. 



g. Disconnect the X10, 50 Q attenuator from the 
SG 504 Iront-panel OUTPUT HEAD connector. 
Reconnect the bnc cable of the Output Head to this 
connector. 



h. Disconnect the digital voltmeter. 

4. Check Oscillator Supply Current Limit 

a. Connect the digital voltmeter across R615. See Fig. 
3-1 for location. 



b. Connect a 330 O. 1 W resistor between the 
-14/-23 V (TP2) testpointand Gndtest point on the Main 
circuit board. See Fig. 3-1 for location. 



c. Check the digital voltmeter reading (approximately 
-•-5.5 to -i-5.9 V):then recorda valuethatisO.4 Viewer than 
the actual reading. This recorded value will be used in Step 
8 part m and Step 9 part p. 



d. Disconnect the 330 O resistor and the digital 
voltmeter. 

5. Check Buffer Amplifier Bias Voltage 

a. Connect the digital voltmeter between Pin E test 
point and Gnd test point on the Main circuit board. See 
Fig. 3-1 for location. 

b. Check— for a meter reading of -12.0 Vto -12.9 V. 



c. Disconnect the digital voltmeter. 

6. Check Output of O.OS MHz and 6 MHz Reference 

a. Connect the SQ 504 Output Head, through a 50 0 
precision termination, to the minus (-} input of the 
differential comparator. 



b. Set the time-base triggering controls for a stable 
display. 

c. Check— the ert display for a sine-wave signal 
amplitude of 5.0 divisions, with no visible distortion of the 
waveform. 
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d. Set the SG 504 OUTPUT AMPLITUDE control to 
5.5. Set the differential comparator deflection factor for 
1 V/dIv, 



e. Check— the crt display for a sine-wave signal 
amplitude of 5.5 divisions. 



f. Set the SG 504 Interrtal slide switch, S190, to the 
6 MHz position. See Fig. 3-1 for switch location. 



h. Set the differential comparator deflection factor for 
10 mV/div. 



I. Set the time-base triggering controls for a stable 
display; a crt display similar to Fig. 3-3 is obtained. 



j. Adjust— .5 V P-P Ampl, R270, so the corners of the 
Idealized waveform are aligned as illustrated in Fig. 3-3. 
See Fig. 3-1 for adjustment location. 



g. Set the time-base sweep rate to SO ns/div; set the 
triggering controls for a stable display. 



h. Check— the crt display for a sine-wave signal 
amplitude of 5.5 divisions, with no visible distortion of the 
waveform, and the SG 504 UNLEVELED light remains off. 



i. SettheSG 5040UTPUTAMPLITUDEcontrolto0.5. 
Set the differential comparator deflection factor for 
0.1 V/div. 



j. Check— the crt display for a sine-wave signal 
amplitude of 5.0 divisions, with no visible distortion of the 
waveform. 

7. Adjust Reference Amplitude at 0.05 MHz 

a. Set the time-base sweep rate to 200 //s/div. Set the 
SG 504 OUTPUT AMPLITUDE control to 5.0. 



b. Connectat kHz,5voltsquare-wavesignalfromthe 
calibration generator, through a bnc tee connector, to the 
+ input of the differential comparator, using a 50 Q cable. 
Connect a 50 D cable from the tee connector to the time- 
base unit external trigger input. 



c. Setthedifferentialcomparator5Wswitchto5 MHz. 



d. Set the time-base triggering controls for a stable 
display: a crt display similar to Fig. 3-2 is obtained. 



e. Adjust— 5 V P-P Ampl. R280, so the corners Of the 
idealized waveform are aligned as illustrated in Fig. 3-2. 
See Fig. 3-1 for adjustment location. 



f. SettheSG 5040UTPUTAMPLITUDEcontrolto0.5. 

g. Set the calibration generator for a 0.5 volt. 1 kHz 
square-wave signal. 



k. Interaction— repeat parts a through j of this step 
until best accuracy (corner alignment) is obtained at the 
0.5 and 5.0 settings of the SG 504 OUTPUT AMPLITUDE 
control. 




1632-07 



Fig. 3-2. Dliplay of complex waveform (idealized) with 5 voll 
reference amplitude at 0.05 MHz. property set. 




Fig. 3-3. Display ot complex waveform (idealized) with 0.5 voll 
reference amplitude at 0.05 MHz. properly set. 
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6. Adjust Low Range Harmonic Suppression and 
Leveling 

a. Set the Spectrum Analyzer controls as follows: 



Time/Oiv 

Triggering 


Spectrum 


Mode 


P-P auto 


Source 


Free run 


Slope 


-1- 


Video Filters 


30 kHz 


Freq Span/Div 


Max Span 
(250 MHz/div) 


Resolution 
Auto Phase In 


3 MHz 


RFdB 


50 


Reference Level 


20 dBm 


Ref Var 


Cal 


Base Line Clipper 


Counterclockwise 


10 dB/Div 


Pushbutton in 


Frequency display 


Start 


Frequency MHz 


0100 


Fi ne 


Midrange 



b. Connect the SG 504 Output Head to the spectrum 
analyzer RF input connector. 



C, Set the SQ 504 OUTPUT AMPLITUDE control to 
5.5. Push In the LOW RANGE pushbutton. 



d. Rotate the SQ 504 COARSE control until the dial 
tape indicates 245 at the cursor line. 



e. Position the zero frequency marker to the left edge 
of the graticule with the spectrum analyzer position 
control. A display similar to Fig. 3-4 should be obtained. 



f. Position the fundamental vertically to the top 
graticule line with the spectrum analyzer position control. 
See Fig. 3-5 for reference. 



g. Connect the digital voltmeter between R558 test 
point (top of resistor) and Gnd test point on the Main 
circuit board. See Fig. 3-1 for test point location. 



h. Adjust— Low Buffer Current. R542, for a meter 
reading of -15.9 V. 



Adjustment— SG 504 




ng. 3-4. Display ol 100 MHz signal and harmonics. 




Hg. 3-S. Display Of 100 MHz signal with fundamental property 
positioned. 



j. Rotate the SG 504 COARSE control from 245 MHz 
to 550 MHz. 



k. Adjust- Low Band, C125. for a minimum voltage 
reading on the digital voltmeter. (The minimum voltage 
point— greater than 14 volts, but less than recorded value 
in Step 3 part f— is very sensitive to the adjustment of 
C125.] See Fig. 3-6 for adjustment location. 



i. Disconnect the positive lead of the digital voltmeter 

form R558 lest point and connect it to -14/-23 V (TP2) I. Disconnect the digital voltmeter and reconnect it 
test point. See Fig. 3-1 for test point location. across R615. See 3-1 for location. 
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Fig. 3-6. Location of low band and Mgh band adjuslmanlt on flF 
circuit board. 

m. Check— slowly rotate the SG 504 COARSE control 
from 550 MHz to 245 MHz and check that meter reading 
remains at least 0.5 volt tower than recorded value in Step 
4 part c. 



n. Check— slowly rotate the SG 504 COARSE control 
from 245 MHz to 550 MHz and check that the vertical 
distance (suppression) between the top of the second 
harmonic and fundamental Is at least 2 7 divisions (27 dB): 
the tops of the third and remaining harmonics are 
separated at least 4.2 divisions (42 dB). See Fig. 3-5 for 
reference. 



o. Repeat part m of this step while observing the 
SG 504 UNLEVELED light; it must remain off for all 
frequencies of the SG 504 LOW RANGE setting. If the light 
comes on near the upper end of the LOW RANGE setting, 
a very slight readjustment of C125 should turn it off. If a 
readjustment is made, recheck the harmonic suppression 
(part m of this step). 

NOTE 

The adjtjsiment of C12S affects those frequencies 
above the middle of the SG 504 LOW RANGE. If the 
SG 504 UNLEVELED light comes on tor frequencies 
on the lower half of the SG 504 LOW RANGE, or 
excessive harmonics are noted, a maintenance 
problem is indicated. 



9. Adjust High Range Harmonic Suppression and 
Leveling 

a. Set the spectrum analyzer controls as outlined in 
Step 6 part a. 



b Check— the SG 504 OUTPUT AMPLITUDE control 
to 5 5. Push in the HIGH RANGE pushbutton. 



c. Rotate the SG 504 COARSE control until the dial 
tape indicates 495 at the cursor line. 



d. Position the zero frequency marker to the left edge 
of the graticule with the spectrum analyzer position 
control. A display similar to Fig. 3-4 should be obtained 



e. Position the fundamental vertically to the top 
graticule line with the spectrum analyzer position control. 
See Fig. 3-5 for reference. 



f. Connect the digital voltmeter between R518 test 
point (top of resistor) and Qnd test point on the Main 
circuit board. See Fig. 3-1 for test point location. 



g. Adjust— High Buffer Current. R502, for a meter 
reading of —15.9 V. 



h. Check— slowly rotate the SG 504 COARSE control 
from 495 MHz to 1050 MHz and check that the vertical 
distance (suppression) between the top of the second 
harmonic and fundamental display Is at least 2.7 divisions 
(27 dB); the tops of the third and remaining harmonics are 
separated at least 4.2 divisions (42 dB). See Fig. 3-5 for 
reference. 



i. Repeat parthofthisstepwhileobservingtheSG 504 
UNLEVELED light: it must remain off for all frequencies of 
the SG 504 HIGH RANGE setting. Proceed with parts j 
through q If the SG 504 UNLEVELEO light turns on only 
near the upper end of the SG 504 HIGH RANGE setting. 

NOTE 

The adjustment of C7S affects those frequencies 
above the middle of the SG 504 HIGH RANGE. If the 
SG 504 UNLEVELED light comeson tor frequencies 
on the lower half of the SG 504 HIGH RANGE, a 
mainfenance problem is indicated. 

j. Remove the shield cover from the rf board. High 
Band adjustment C75 is located near Q70 and is a slug- 
tuned capacitor See Fig. 3-6 for reference. 



k. Disconnect the positive lead of the digital voltmeter 
from R518 test point and connect it to -14/-23 V (TP2) 
test point. See Fig. 3-1 for test point location. 



I. Set the SG 504 COARSE control to 1 050 MHz. If the 
SG 504 UNLEVELED light is not on. adjust High Band. 
C75. clockwise until the light just turns on. then turn C7S 
counterclockwise until the light turns off. 
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m. Slowly rotate the SG 504 COARSE control from 
1050 MHz and observe if the SG 504 UNLEVELED light 
turns on. If the light Is lit, readjust High Band, C75, 
counterclockwise until the light just turns off. Rotate the 
COARSE control towards 1000 MHz; adjust C75 
counterclockwise if light turns on. Adjust C7S an ad- 
ditional one-third turn counterclockwise beyond the last 
adjustment. 



n. Slowly rotate the SG 504 COARSE control between 
1000 MHz and 1050 MHz and note the digital voltmeter 
reading remains at least 1 volt lowerthan recorded voltage 
of Step 3 part f . If the maximum voltage exceeds that value, 
slightly readjust High Band adjustment C7S, 
counterclockwise for that value. 



0 . Disconnect the digital voltmeter and reconnect it 
across R615. See Fig. 3-1 for location. 



p. Check— slowly rotate the SG 504 COARSE control 
from 1050 MHz to 495 MHz, and check that the meter 
reading remains 0.5 volt lower than recorded value in Step 
4 part c. 

q. Disconnect the digital voltmeter. Replace the rf 
shield cover, and repeat parts h and i of this step. 



10. Check Harmonic Suppression at 0.5 Volt and 1 
Volt (Low and High Range) 

a. Set the SG 504 OUTPUT AMPLITUDE control to 
0.5. 



b. Set the spectrum analyzer RF dB to 30 and 
Reference Level to 0 dBm. 



c. Push in the SG 504 LOW RANGE pushbutton. 
Check that the fundamental is vertically positioned at the 
top of the graticule line. See Fig. 3-5 for reference. 



d. Check— slowly rotate the SG 504 COARSE control 
from 245 MHz to 550 MHz and check that the vertical 
distance (suppression) between the top of the second 
harmonic and fundamental is at least 2.7 divisions (27 dB); 
the tops of the third and remaining harmonics are 
separated at least 4.0 divisions (40 dB). See Fig. 3-5 for 
reference. 



B. Set the SG 504 OUTPUT AMPLITUDE control to 
1.0. Set the spectrum analyzer RF dB to 40 and Reference 
Level to 10 dBm. 



f. Repeat parts c and d of this step. 



g. Push in the SG 504 HIGH RANGE pushbutton. 



h. Repeat parts a through f of this step for the HIGH 
RANGE position. 



i. Set the spectrum analyzer Reference Level to 
+20 dBm and RF dB to 50. 

11. Adjust 6 MHz and Check O.OS MHz Reference 
Frequency Accuracy 

a. Connect the SG 504 Output Head, through a 50 D 
precision termination, to the input of the counter. Adjust 
the SG 504 OUTPUT AMPLITUDE control to 1.0. 



b. Set the SG 504 internal slide switch. S190, to the 
6 MHz position. See Fig. 3-1 for switch location. Push in 
the SG 504 REF pushbutton. 



c. Check— the frequency accuracy at 6 MHz is 6.00, 
±0.06 MHz. as displayed on the counter. 



d. Adjust— T200 (6 MHz), for a counter display of 6.00. 
(The proper position of thetuning slug should be nearthe 
bottom of the coll.) See Fig. 3-1 for adjustment location. 



e. Set the internal slide switch. S190, to the 0.05 MHz 
position. See Fig. 3-1 for switch location. 



f. Check— the frequency accuracy at O.OS MHz is 
within ±2% (0.05 MHz. ±.001 MHz) 



12. Check Harmonic Suppression of the Reference 

a. Set the SG 504 OUTPUT AMPLITUDE control to 
5.5; set the internal slide switch. S190, to the 6 MHz 
position. See Fig. 3-1 for switch location. 



b. Set the spectrum analyzer Frequency Span/DIv 
control to 2 MHz. and Resolution to 0.3 MHz; disconnect 
the Output Head from the spectrum analyzer input 
connector. 



c. Adjust the spectrum analyzer Frequency Coarse 
control to approximately 0000 MHz; slowly adjust the 
Frequency Fine control to position the zero marker to the 
left side of thegraticule. Reconnect the Output Head to the 
spectrum analyzer input connector. 
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d. Check that the fundamental is vertically positioned 
at the top of the graticule line. 



e. Check— that the vertical distance (suppression) 
between the top of the second harmonic and fundamental 
is at least 3.3 divisions (33 dB): the tops of the third and 
remaining harmonics are separated at least 4.2 divisions 
(42 dB). See Fig. 3-5 for reference. 



f. Repeat parts d and e of this step for the 0.5 volt 
setting of the SG 504 OUTPUT AMPLITUDE control; 
Reference Level is set to 0 dBm and RF dB is set to 30. 



g. Set the spectrum analyzer Reference Level to 
+20 dBm and the RF dB to 50. 



h. Set the SG 504 OUTPUT AMPLITUDE control to 
5.0; set the internal slide switch. SIM, to the 0.05 MHz 
position. Disconnect the SG 504 Output Head from the 
spectrum analyzer input connector. See Fig. 3-1 for switch 
location. 

I. Set the spectrum analyzer Frequency Span/Div 
control to 20 kHz and Resolution to 3 kHz. 

j. Push and release the spectrum analyzer Video Filter 
pushbutton. 

k. Adjust the spectrum analyzer Frequency Fine con- 
trol to position the zero marker to the left side of the 
graticule: reconnect the SG 504 Output Head to the 
spectrum analyzer input connector. 

l. Check that the fundamental is vertically positioned 
at the top of the graticule line. 

m. Check— that the vertical distance (suppression) 
between the top of the second harmonic and fundamental 
is at least 3.3 divisions (33 dB); the tops of the third and 
remaining harmonics are separated at least 4.2 divisions 
(42 dB). See Fig. 3-5 for reference. 

n. Repeat parts I and m of this step fortheS volt setting 
of the SG 504 OUTPUT AMPLITUDE control; Reference 
Level is set to 0 dBm and RF dB is set to 30. 

o. Set the spectrum analyzer Reference Level to 
-i-20 dBm and RF dB to 50. 

p. Disconnect the SG 504 Output Head from the 
spectrum analyzer input connector. 



13. Check Frequency Accuracy (Low and High 
Range) 

a. Connect a bnc lee connector to the RF input of the 
spectrum analyzer: connect a 50 0 cable from the bnc tee 
to the spectrum analyzer cal out connector. 



b. Connect the two 50 O attenuators in series, and 
connect the series-connected attenuators to the SG 504 
Output Head; connect the other end of the attenuator to 
the bnc tee connector. 



c. Push in the spectrum analyzer Frequency display 
Center pushbutton; set Frequency MHz to 450. using the 
Coarse control. Set the Fine control to midrange. 



d. Set the spectrum analyzer Frequency Span/Div 
control to 1 MHz with a resolution of 30 kHz. Check that 
the 30 kHz video filter is removed (pushbutton out). Set 
the RF dB to 0 with a reference level of —30 dBm. 



e. Push in the SG 504 LOW RANGE pushbutton. 
Rotate the COARSE control until the dial tape indicates 
450 at the cursor line. 



f. SettheSG 5040UTPUTAMPLITUDEcortrolto4.0. 



g. Adjust the spectrum analyzer Frequency Coarse 
control to horizontally center the 450 MHz marker on the 
graticule. 



h. Check— that the4S0 MHz signal from theSG S04is 
within 0.5% (±2.25 MHz, or ±2.25 divisions). 

NOTE 

The Iwo markers may coincide during the low 
frequency range setting. If so. verify the presence of 
the SG 504 frequency signal by slightly adiusting 
the SG 504 COARSE conlrol. 



i. Set spectrum analyzer Frequency MHz to 750. using 
the Coarse control; horizontally center the 750 MHz 
marker on the graticule. 



j. Push in the SQ 504 HIGH RANGE pushbutton. 
Rotate the COARSE control until the dial tape indicates 
750 at the cursor line. 



k. Check— that the 750 MHz signal from the SQ 504 is 
within 0.5% (±3.75 MHz, or ±3.75 divisions). 

NOTE 

The 450 MHz frequency Isihemechanical alignment 
check point for theSG 504 LOW RANGE setting and 
750 MHz frequency is the mechanical alignment 
check point for the SG 504 HIGH RANGE setting. 
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I. Use the spectrum analyzer in essentially the same 
manner to check the frequency accuracy at the specified 
check points. All four frequencies must be within 0.5% of 
their indicated values on the dial tape toassurean over-all 
accuracy of 2%. Use Table 3-3 as reference for verification 
of the four frequency check points. 



Table 3-3 



LOW AND HIGH RANGE FREQUENCY ACCURACY 



SG 504 Frequency 
Dial Setting 


Allowable Deviation 
from Frequency 
Marker 


Low 


250 MHz 


±1.25 div (±1.25 MHz) 


Range 


550 MHz 


±2.75 div (±2.75 MHz) 


High 


500 MHz 


±2.50 div (±2. 50 MHz) 


Range 1 


1050 MHz 1 


±5.25 div (±5.25 MHz) 



m. Disconnect the SG 504 Output Head from the 
spectrum analyzer and proceed to Step 16 (Flatness 
Check) if all six frequency check points are within their 
specified limits. 



14. Low Range Frequency Adjustment 
NOTE 

Perform the 450 MHz (Low Rartge) and 750 MHz 
(High Range) mechanical alignment check point 
procedure only If the SG 504 does not meet the 
frequency accuracy specifications as outlined in 
Step 13. 



a. Repeat parts a through g of Step 13. Be certain that 
the SG 504 FINE control is set to 0 (centered). 



b. To mechanically align the low range tuning section 
to the 450 MHz alignment point of the dial tape, loosen the 
two hex-type set screws located on the rear portion of the 
gear spur. Refer to Fig. 3-7 for reference. 



c. Grasp the flexible coupler linking the two tuning 
sections, and turn the coupler very slowly until the 
450 MHz signal from the SG 504 is aligned with the 
450 MHz marker. Rotate the SG 504 COARSE control 
slowly to set the 450 MHz dial tape mark under the cursor 
tine. 




PadPer 
LOW RANGE 



Flexible Coupler 



Redder 
HIGH RANGE 
5/64 HEX 



Trimmer 
LOW RANGE 



HIGH 

RANGE 

Tuning Section 



LOW 

RANGE 

Tuning Section 



Low Range Shaft 
Coupler Screwt 



Gear Spur 
with Hex-type 
set screwt 



Trimmer 



High Range 



HIGH RANGE Shaft Coupler Screws 



Rg. S-7. Location of trimmer and padder adjustments on oscillalor assembly. 
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d. Tighten the hex-type set screws one at a time while 
making certain that the SQ 504 450 MHz signal and the 
spectrum analyzer 450 MHz marker coincide. Rotate the 
S6 504 COARSE control slightly clockwise and 
counterclockwise to verify coincidence. 



e. When mechanical alignment has been achieved, 
recheck the low range frequency accuracy as outlined in 
Step 13 part I. using Table 3-3 as reference. 



f. If frequency accuracy cannot be obtained as outlin- 
ed in pari e of this step, proceed with the calibration of the 
Low range tuning section. 



g. Set the SG 504 dial tape to 550; set the spectrum 
analyzer Frequency MHz to 550, using theCoarsecontrol. 
Horizontally center the 550 MHz marker on the graticule. 



h. Adjust— low range trimmer, until the SQ 504 550 
MHz signal and the spectrum analyzer 550 MHz marker 
coincide. See Fig. 3-7 for adjustment location. 



i Set the SG 504 dial tape to 250; set the spectrum 
analyzer Frequency MHz to 250, using theCoarsecontrol. 
Horizontally center the 250 MHz marker on the graticule. 



]. Adjust— lowrangepadder,untiltheSG 504250MHz 
signal and the spectrum analyzer 250 MHz marker coin- 
cide. See Fig. 3-7 for adjustment location. 



k. Recheck all three frequency ranges (450 MHz. 
550 MHz, and 250 MHz) for 0.5% accuracy limits. 



15. High Range Frequency Adjustment 
NOTE 

The LOW Range tuning section must be In 
mechanical and electrical alignment before any 
frequency ad/'usfmenfs are made to the High Range 
tuning section. Refer to Step 14. 



a. Push in the SG 504 HIGH RANGE pushbutton. 
Rotate the COARSE control until the dial tape indicates 
750 at the cursor line. 



b. Check that the SG 504 OUTPUT AMPLITUDE con- 
trol is set to 4.0, and the FINE control isset to 0 (centered). 



c. Adjust the spectrum analyzer Frequency Coarse 
control to horizontally center the 750 MHz marker on the 
graticule. 



d. Rotate the SG 504 COARSE control until the 
750 MHz Signal is aligned with the spectrum analyzer 
750 MHz marker. 



e. To mechanically align the high range tuning section 
to the 750 MHz alignment point of the dial tape, loosen the 
two high range shaft coupler screws located on the rear 
portion of the flexible coupler. Refer to Fig. 3-7 for 
reference Do not loosen the low range shaft coupler 
screws. 



f. Hold the high range shaft with a thin-blade screw- 
driver, or grip the shaft with long-nose pliers (sides must 
be ground flat to fit between the case and the flexible 
coupler). Rotate the SQ 504 COARSE control slowly toset 
the 750 MHz dial tape marker under the cursor line. 



g. Tighten the high range shaft coupler screws, mak- 
ing certain the SG 504 750 MHz signal and the spectrum 
analyzer 750 MHz marker coincide. Rotate the SG 504 
COARSE control slightly clockwise and counterclockwise 
to verify coincidence. (Tighten theflexible coupler screws 
just enough to hold the shaft firmly. Excessive torque wilt 
strip the threads and may damage the shaft). 



h. When mechanical alignment has been achieved, 
recheck the high range frequency accuracy as outlined in 
Step 13 part I, using Table 3-3 as reference. 



i. If frequency accuracy cannot be obtained as outlin- 
ed in part h of this step, proceed with the calibration of the 
high range tuning section. 



j. Set the SG 504 dial tape to 1050; set the spectrum 
analyzer Frequency MHz to 1050. using the Coarse 
control. Horizontally center the 1050 MHz marker on the 
graticule. 



k. Adjust— high range trimmer, until the SG 504 1050 
MHz signal and the spectrum analyzer 1050 marker 
coincide. See Fig. 3-7 for adjustment location. 



I. Set the SG 504 dial tape to 500; set the spectrum 
analyzer Frequency MHz to 500, using the Coarse control. 
Horizontally center the 500 MHz marker on the graticule. 




Adjusiment— SG 504 



m. Adjust— high range padder, until the SG 504 
500 MHz signal and the spectrum analyzer 500 MHz 
marker coincide. See Fig. 3*7 for adjustment location. 



NOTE 

The padder ad/'usfmen( screw will cause (he os- 
cillator to stop if advanced too lar clockwise. To 
check proper setting, turn padder 112 turn clockwise 
beyond optimum adjustment point, then return 
padder tocorrectsetting. ThaosciHalor must remain 
active during this check. 



n. Recheck all three frequency ranges (750 MHz. 
1050 MHz, and 500 MHz) for 0.5% accuracy limits. 



0 . Disconnect the SG 504 Output Head and all test 
equipment from the spectrum analyzer. 



16. Check Flatness (Peak-to-Peak Amplitude 
Regulation) 

a. Set the SG 504 controls as follow: REF pushbutton 
in, OUTPUT AMPLITUDE control to 0.5, FREQUENCY 
MHz setting to 245. and FINE control to 0 (centered). 



b. Connect a 2.4 megohm, 5% resistor across the 
digital voltmeter floating input terminals. Connect the 
SG 504 Output Head via bncfemale-to-QR adapter to the 
Input of the peak-to-peak detector. Use two 50 Q cables 
and two dual banana to bnc adapters to connect the 
output of the peak-to-peak detector to the floating input 
terminals on the digital voltmeter: maintain correct polari- 
ty, HI to + and LO to -. Set the digital voltmeter to the 20 
volts dc range. 



c. Slowly adjust the SG 504 OUTPUT AMPLITUDE 
control until the digital voltmeter reading indicates ±.000. 
Output amplitude from the SG 504 should be about 1.2 
volts; this establishes a 0.0% reference setting at 
0.05 MHz. 



d. Set the SG 504 Internal slide switch, S190. to the 
6 MHz position. See Fig. 3-1 for switch location. 



NOTE 

Do not disturb the approximate 1.2 volt setting of the 
SO 504 OUTPUT AMPLITUDE control, asset in part 
c of this step; otherwise, an incorrect deviation 
reading will occur. 



e. Check— the flatness deviation from the 0.0% 
reference setting; the voltage reading of the digital 
voltmeter should not be greater than 0.5% (.001 volt output 
from the peak-to-peak detector is equivalent to 0.1%). 



f. Push in the SG 504 LOW RANGE pushbutton. Note 
and record the reading of the digital voltmeter for the 
flatness deviation at 245 MHz: for example. -0.2%. The 
total percentage deviation calculation must include the 
digital voltmeter reading and the calibration factor of the 
peak-to-peak detector. For example, a reading of -.002 
volt on the digital voltmeter is equivalent to -0.2% 
deviation. Applying a correction factor of -0.3% 
algebraically to the -0.2% value, results In a total percen- 
tage deviation of -0.5%. Record the actual algebraic sum 
at this point; it will be used later in the procedure. 



g. Retain the 2.4 megohm resistor connected across 
the digital voltmeter input terminals; disconnect the peak- 
to-peak detector and all cables. 



h. Set the power meter to the 10 mW range and 
calibration factor for 100. 



I. Connect a 50 Q cable from the power meter recorder 
output (rear panel) via bnc female to dual -banana adapter 
to the floating input terminals of the digital voltmeter: 
maintain correct polarity, HI to + and LO to -. 



j. Connect the SG 504 Output Head via bnc female to 
GR adapter, to a GR-to-N female adapter to the input of 
the power sensor. 



k. Check— that thedigital volmeter reading is between 
+.300 and -.425; for example, +.324. Note and record the 
actual reading: it will be used later in the procedure. 



I. Slowly rotate the SG 504 COARSE control 
clockwise from 245 MHz to 550 MHz, as indicated on the 
dial tape; check for a maximum and minimum digital 
voltmeter reading while sweeping over the entire low 
frequency band. Note and record the maximum and the 
minimum reading. 



NOTE 

Consult the power sensor calibration chart to deter- 
mine the calibration factor correction points for the 
power meter front-panel calibration factor setting. A 
99 or 98 calibration factor may be needed. 
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m. Push in the SG 504 HIGH RANGE pushbutton; 
slowly rotate the SG 504 COARSE control 
counterclockwise from 495 MHz to 1050 MHz. as in- 
dicated on the dial tape. Check for a maximum and 
minimum digital voltmeter reading while sweeping over 
the entire high frequency band (observe possible need for 
a power meter calibration factor setting to 99 or 98 at the 
proper frequency points). Note and record the most 
maximum and minimum reading obtained over the two 
bands (parts I or m of this step). For this example only, a 
maximum reading of -I-.330 and a minimum reading of 
+.315. 



n. Itemize the collected data from parts f through m of 
this step and perform the following calculations to com- 
pute the flatness deviation. For example: 

1. Flatness deviation at 245 MHz - -0.5% (part f). 

2. Reference number on digital voltmeter = +.324 
(part k). 

3. Maximum reading on digital voltmeter = +.330 
(part m). 

4. Minimum reading on digital voltmeter = +.315 
(pan m). 



Calculate the difference between the reference number 
obtained in part k of this step (+.324). and the maximum 
and minimum values obtained in part m of this step. The 
differences from the maximum number will be a positive 
value and the difference from the minimum number will be 
a negative value. For this example: 

(+.330) - (+.324) = +.006 
(+.315) - (+.324) = -.009 



T 0 convert the difference values into percentage, divide 
each result by the reference number: multiply by 100, and 
then divide by 2: 



+.006 

+.324 



X 



100 = 



+ 1.65 
2 



= +0.93% 



-.009 

+.324 



X 




-1.39% 



Aigebraically add the flatness deviation at 245 MHz 
(part f of this step) to both percentage values: 

(+0.93%) + (-0.5%) = +0.43% 

(-1.39%) + (-0.5%) = -1.89% 



For this example of computing the flatness deviation, 
the +0.43% value represents the maximum deviation 
above the 0.05 MHz reference amplitude and the -1.89% 
value represents the maximum deviation below the 
0.05 MHz reference amplitude. Maximum flatness devia- 
tion from the 0.05 MHz reference amplitude should not 
exceed 3%. 



0 . Use two 50 O cables and two dual banana to bnc 
adapters to connect the output of the peak-to-peak 
detector to the floating input terminals of the digital 
voltmeter: maintain correct polarity, HI to + and LOto-. 



p. To check flatness deviation at a higher output from 
theSG 504, insert two X2 attenuators between the SG 504 
Output Head and the peak-to-peak detector. 



q. Set the SG 504 internal slide switch. S190, to the 
0.05 MHz position. Push in the SG 504 REF pushbutton. 
See Fig. 3-1 for switch location. 



r. Slowly adjust the SG 504 OUTPUT AMPLITUDE 
control until the digital voltmeter reading Indicates ±.000. 
Output amplitude from the SG 504 should be about 4.8 
volts; this establishes a 0.0% reference setting at 
0.05 MHz. Set the internal slide switch, S190, to the 6 MHz 
position. See Fig. 3-1 for switch location. 



s. Check— the flatness deviation from the 0.0% 
reference setting; the voltage reading of the digital 
voltmeter should not be greater than 0.5% (.001 volt output 
from the peak-to-peak detector is equivalent to 0 . 1 %). 



NOTE 

Do not disturb the approximate 4.6 volt setting of the 
SG 504 OUTPUT AMPLITUDE control, as set in part 
r of this step: otherwise, an incorrect deviation 
reading will occur. 



t. Push in the SG 504 LOW RANGE pushbutton. Note 
and record the reading of the digital voltmeter for the 
flatness deviation at 245 MHz. (Refer to part f of this step 
for correction factor explanation.) 

u. Disconnect the peak-to-peak detector, two X2 
attenuators, and all cables. 

v. Change power meter to 10 mW and repeat step h. 



w. ConnecttheSG 504OutputHeadtotheinputofthe 
power sensor 
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X. Check— that the digital voltmeter reading Is 
between +.485 and t.675. Note and record the actual 
reading; it will be used later in the procedure. 

y. Slowly rotate the SG 504 COARSE control 
clockwise from 245 MHz to 550 MHz, as indicated on the 
dial tape; check tor a maximum and minimum digital 
voltmeter reading while sweeping over the entire low 
frequency band. Note and record the maximum and 
minimum reading. 



NOTE 

Consult the power sensor calibration chart to deter- 
mine calibration lactor correction points lor the 
power meter front-panel calibration factor setting. A 
99 or 98 calibration factor may be needed. 



z. Repeat part m of this step (disregard the example 
readings given, as new readings will be recorded). 



aa Itemize the collected data from parts t through y of 
this step and perform the calculations as outlined in part n 
of this step. 



ab. Set the SG 504 controls as follows: OUTPUT 
AMPLITUDE to 0.5. LOW RANGE pushbutton In, FINE 
control to 0 (centered), and FREQUENCY MHz setting to 
245. 



ac. Disconnect the SG 504 Output Head from the 
power sensor. 



17. Check Amplitude of Frequency Monitor Output 

a. Connect a 50 0. X10 attenuator to the SG 504 
Output Head: connect a 50 O termination to the X10 
attenuator. 



b. Remove the adapters from the power sensor and 
connect a bnc male to N female adapter to the power 
sensor, connect the power sensor to the SG 504 FREQ 
MONITOR OUT connector. 



c. Set the power meter to the 3 mW range and 
calibration factor control to 100. 



d. Slowly rotate the SG 504 COARSE control 
clockwise from 245 MHz to 550 MHz on the low band, as 
indicated on the dial tape; then, switching to the high 
band, rotate the SG 504 COARSE control 
counterclockwise from 1050 MHz to 495 MHz. while 
observing the power meter reading. The minimum reading 
on the power meter over the entire frequency band should 
not be less than 0.25 mW. 



e. SettheSG 5040UTPUTAMPLITUDEcontrolto1.0 
volt, 2.0 volts, and 3.5 volts. Repeat part d of this step for 
each of the output amplitude voltage settings. The power 
meter reading should not be less than 0. 25_mW at each 
voltage setting. 



f. Disconnect all cables. 



This completes the Adjustment procedure of the 
SG 504 Leveled Sine Wave Generator. 
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MAINTENANCE AND INTERFACING 

INFORMATION 



Preventive Maintenance 

There are no special preventive maintenance 
procedures that apply to the SG 504. Refer to the power 
module Instruction manual for general preventive 
maintenance procedures and instructions. 



Corrective Maintenance 

Refer to the power module instruction manual for 
general corrective maintenance procedures and instruc- 
tions. 



System Maintenance 

System maintenance procedures are provided in the 
power module manual; i.e., preventive maintenance, 
troubleshooting aids, parts removal and replacement 
procedures, parts ordering information, etc. 



Oscillator Performance (LOW or HIGH RANGE) 

To determine if an oscillator section is functioning 
properly, perform the following procedure. Remove the 
coaxial cable from the oscillator section and connect a 
Selectro-to-bnc adapter cable, listed in the Accessories 
section of this manual, to the oscillator section under test. 
Connect a 1 0X attenuator to the bnc end of the cable and 
connect the attenuator to the input of the power sen- 
sor/power meter system. Unsolderthe voltage connection 
(labeled Oscillator Supply) from the oscillator section 
under test. Apply an external -22 V supply between the 
oscillator voltage Input and ground. Be certain of the 
voltage polarity before making connection; a positive 
voltage with respect to ground at this point may damage 
the oscillator section. 



The power output from an oscillator section under test 
must fall within the followir>g milliwatt range for the 
frequencies listed. 



Table 4-1 

POWER LIMITS FOR OSCILLATOR 



SG 504 

Frequency Range 


Dial Setting 


Power Limits 


LOW RANGE | 


245 MHz 


30 mW - 65 mW 


LOW RANGE 


550 MHz 


45 mW - too mW 


HIGH RANGE 


495 MHz 


45 mW - 75 mW 


HIGH RANGE 


1050 MHz 


120 mW - 175 mW 



The oscillator section(s) are not customer serviceable. 
If an oscillator section is not functioning properly, send 
the entire instrument to the nearest Tektronix Service 
Center. Do not sent any oscillator section for repair 
without the instrument. 



Servicing and Replacing Output Buffer AmpUfiers 
WARNING I 



The ceramic portions of 070 and Q120 contain 
BERYLLIUM OXIDE as a major ingredient. 
Beryllium Oxide heat sinks are safe under most 
conditions. The only hazard is that atoxic effect may 
occur if Beryllium Oxide fumes or fine particles are 
inhaled. Grinding, crushing, or heating above 
1800°F can produce fumes or fine particles. Avoid 
such action and subsequent inhalation to assure the 
absence of any hazard. No hazard is present in 
normal instrument operation or maintenance. 
Disposal of transistors cor?fa/n/ng Beryllium Oxide 
should be handled In such a manner to ensure that 
no future hazard will exist. 



Due to high-frequency loading effects when 
troubleshooting the circuits ofO70 or 0120with the power 
on, do not place a probe directly to the base of either 
transistor. If it becomes necessary to measure the base- 
emitter (bias) voltage of Q70 or Q120, place the proper 
probe at the junction of L52-R54 or at the junction of L1 02- 
R104 and the other probe on the emitter. The normal 
operating bias for either transistor is between 0.7 V and 
0.85 V at the low end of the LOW or HIGH RANGE of the 
SG 504. 
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To replace Q70 or Q120, first remove the four connec- 
tors to the r1 board. Remove the cover of the rf board by 
removing the eight screws holding it In place. Next, 
removetherf board by removing the four screws holdirrg it 
to the main circuit board and lift the rf board out. Remove 
the nut holding the defective transistor to the heat sink. 
Unsolder the leads of the defective transistor and remove 
the transistor. Pay particular attention to the spring 
washer between the heat sink and the rf board; the spring 
washer must be in place when the transistor is re-insiaJled. 
The spring washer should stay in place. If it becomes 
dislocated do not loosen the nuts holding the heat sink to 
the board; use another means to center the spri ng washer 
before replacing Q70orO120. Useasolderwick instead of 
a suction device to unsolder the transistor leads. 



To re-i nstall Q70 or 01 20, trim the leads to their proper 
lengths and insert the transistor through the hoiestn therf 
board, the spring washer, and the heat sink. Be certain that 
the collector lead is properly oriented ar»d maintains its 
orientation while tightening the nut on the transistor stud. 
Be certain to replace the flat washer between the stud nut 
and the heat sink. Torque the nut holding the transistor to 
the heat sink to six inch-pounds. Solder the transistor 
leads in place. 



In order to avoid grounding the collector tabs of 0520 
or 0560. do not reapply power to the instrument until the 
High Range coaxial cable is reconnected. 



Replacement of 0520 or 0560 

If it becomes necessary to replace either of these 
transistors, note the orientation of the bevel on the 
transistor case. The emitter terminal of 0520 and 0560 is 
on the beveled side of the case. Proper orientation of 0520 
and 0560 is shown on the Parts Location Grid and by a dot 
on the circuit board which indicates the emitter connec- 
tion. The metal tabs are connected to the collector 
terminal. 



Dial Tape Mechanism 

NOTE 

In order to /ac///fafe re-calibration of the oscillator 
sections when it becomes necessary to repair the 
dial tape mechanism, it is suggested that the os- 
cillator be tuned for a 450 MHz ourpuf signal before 
removing the oscillator sections. 



The oscillator sections must be removed to repair or 
replace the dial tape or its associated mechanism. To 
remove the oscillator sections, first remove the rf board 
according to the instructions under the heading Servicing 
and Replacing Output Buffer Amplifiers. Unsolder thefour 



connections to the Low and High Range sections 
(Oscillator Supply. Oscillator Varactor). Remove the front 
panel COARSE knob plusthenutand washer holding the 
bushing to the front panel. Remove the five screws holding 
the oscillator sections to the main circuit board and slide 
both sections backwards until the oscillator shaft clears 
the front panel. 



To remove the dial tape from its mounting, remove the 
two retaining rings, the two flat washers, and the tape 
retaining plate. Carefully remove the dial tape with its 
rollers. Do not bend or distort the Teflon washers under 
the tape rollers 



A new dial tape comes with one roller (similar to a 
typewriter ribbon). To replace a new dial tape, start the 
new tape on the roller that was in the original assembly 
and unroll the tape until the 450 MHz calibration mark is 
centered between the two rollers. Slightly turn the os- 
cillator shaft so that the four set screws attaching the gear 
to the oscillator shaft are accessible through the lower left 
quadrant of the assembly. Place the dial tape rollers over 
the support posts so that the teeth in the tape are engaged 
with the gear. Be certain that the two Teflon washers are 
between the rollers artd the mounting; a bent or distorted 
Teflon washer may bind the tape. Replace the tape 
retaining plate, flat washers, and retaining rings in that 
order. Apply Lubriplate to the total length of the top edge 
of the new tape. 



After replacing the dial tape, the oscillator sections, the 
control knob, and the rf board refer to the appropriate 
steps In the Adjustments Procedure for detailed informa- 
tion that describes howto calibrate the oscillator sections 
to the tape dial readings. 

Checking the Output Head 

If the SG 504 is not operating properly, and calibration 
does not correct the problem, then an Output Head 
malfunction is the likely cause and should be checked for 
a possible defect. 



Turn off the power and check that the five dc control 
connections between the harmonica connector (P265) 
located on the main circuit board, and the front-panel 
connector (J260) are properly made. Inspect the pins in 
J260 and P260 to verify that no pin is bent or broken. Also, 
check the internal wiring on P260 to verily that wires are 
not broken, frayed, or shorted together. 

Perform the following check steps to determine if 
possible defects exist in the Output Head. If any of the 
readings are significantly different than those listed In the 
check steps, a defect in the Output Head can be assumed. 
If that is determined, return it to the nearest Tektronix 
Field Service Center, as it is not customer repairable. 
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Before usirjg an ohmmeter, determine the polarity of 
the test leads. Identify or labei the + and — voltage 
leads. This is especially important when testing 
circuits that contain diodes. When testing diodes 
with an ohmmeter do not use an ohmmeter scale 
where the voltage between the test leads exceeds 
the diode break-down rating or causes excessive 
forward current to flow through the diode(s). For the 
SG 504 Output Head the open-circuit voltage 
between the ohmmeter test leads should not exceed 
26 volts and the maximum short-circuit current 
should not exceed 20 mA.A TEKTRONIXDM 501 or 
DM 502 meets these requirements. 



Disconnect the harmonica connector (P265) from the 
main circuit board, and disconnect the coaxial (signal) 
cable from the front-panel connector. Remove all ter- 
minations from the Output Head and proceed with the 
checks as follows: 

1. Resistance between coaxial cable input and head 
output should be between 49.3 D and 51.3 O. 



2. Resistance between the input of the coaxial cable 
and ground should be between 1.3 kO and 1.8 kO. 



3. Resistance between pin 2 of P265 and ground 
should indicate an open circuit. 



4. Resistance between pin 3 of P265 and ground 
should indicate an open circuit. 



5. Connect + voltage lead of ohmmeter to pin 2 of 
P265. Resistance between pin 2 of P265 and coaxial cable 
input should indicate an open circuit. 



6. Resistance between pin 1 of P265 and ground 
should indicate between 0.9 kQ and 1.1 kD. 



7. Ground pin 1 of P265 and connect the - voltage lead 
of the ohmmeter to pin 4. Using the 2 kO scale on the 
TEKTRONIX DM 501 or DM 502, the resistance between 
pin 4 of P265 and ground should Indicate between 0.9 kD 
and 1.7 kO. (Value in ohms is valid only for 1 mA of 
measurement current.) 



8. Connect + voltage lead of ohmmeter to pin 2 of 
P265. Using the 2 kfi scale on the TEKTRONIX DM 501 or 
DM 502, the resistance between pins 2 and 3 of P265 
should indicate between 0.9 kO and 1.2 kO. (Value in 
ohms is valid only for 1 mA of measurement current.) 



9. Connect voltage lead of ohmmeter to pin 4 of 
P265- Resistance between pin 4 of P265 and ground 
should Indicate an open circuit. 



10. Connect + voltage lead of ohmmeter to pin 4 of 
P265. Resistance between pins 3 and 4 of P265 should 
Indicate an open circuit. 

11. Connect + voltage lead of ohmmeter to pin 4 of 
P265. Resistance between pins 1 and 4 of P265 should 
indicate an open circuit. 

12. Connect + voltage lead of ohmmeter to pin 3 of 
P265. Resistance between pins 2 and 3 of P26S should 
indicate an open circuit. If a diode checker or transistor 
curve trace Is available, a reverse breakdown of 26 V or 
greater at 0.5 pA should be measured. Do not exceed 
0.5 pA of current for the reverse breakdown test. 



13. Apply an external 10 volts (peak-to-peak). 50 kHz 
sine wave to the Input of the coaxial cable. Adc voltage of 
approximately 9.3 volts should be Indicated between pins 
2 and 3 of P2^ (pin 3 positive with respect to pin 2). 



Checking Power Supply Ripple 

To check the ripple on the following power supplies, 
differential measurements must be made. This requires an 
oscilloscope with a differential amplifier unit. Power 
supply ripple checks are to be made only on the Low or 
High Range of the SG 504. Attach one differential 
amplifier probe to the test point labeled power supply gnd 
and make differential measurements to check for the 
following limits: 

1. — 18Voltsupply;equaltoorlessthan1 mV.peak-to- 
peak. 



2. +5.2 Volt supply: equal to or less than 3 mV, peak- 
to-peak. 



3. -14/-23 Volt Oscillator Supply: equal to or less 
than 2 mV. peak-to-peak. 



Troubleshooting 

Use the Performance Check, Adjustment Procedure, 
and Circuit Description as aids to locate trouble in the 
event of equipment failure. The test equipment listed in the 
Performance Check and Adjustment Procedure will prove 
useful In troubleshooting the SG 504. 
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Functions Available at Rear Connector 

A slot between pins 23 and 24 on the rear connector 
identifies the SG 504 as a member of the signal source 
family. Insert a barrier in the corresponding position of the 
power module jack to prevent other than signal source 
plug-ins from being used in that compartment. This 
protects the plug-in should specialized connections be 
made to that compartment. Consult the Building A System 
section of the power module manual for further informa- 
tion. 



Signal outputs, or specialized connections, may be 
made to the rear interface connectors as shown in Fig. 4-1. 
The instrument is not wired with these connections. The 
following connections apply to the SG 504. 

Frequency Monitor Output. To use this feature, pull the 
end of the blue coaxial cable from the rear of the front- 
panel FREQ MON OUT connector. Connect the free end 
of the cable to the connector marked Freq Mon, located at 
the rear Interface connector. Refer to Fig. 3-1 for location. 



FM Input. To use this feature, pull the end of the 
red/white coaxial cable from the rear of thefront-panel FM 
INPUT connector. Connect the free end of the cable to the 
connector marked Ext Fm, located at the rear interface 
connector. Refer to Fig. 3-1 for location. 



Remote Amplitude Control. This feature allows exter- 
nal amplitude control of the output signal through the rear 
Interface connector. To use this feature, make the follow- 
ing changes, using Fig. 3-1 as reference: Unsolder and lift 
the upper end of the link jumper. W265. from the circuit 
board. Place one end of a wl re into the vacant circuit board 
hole, and solder the wire end; place the opposite end of the 



wire Into the top hole of a double-hole-pair, marked 
Remote, located at the rear Interface connector. Solder 
the wire end. Finally, connect a 51 kfi 1/4 W. 5% resistor 
between the bottom hole of the pair and the hole below the 
word Remote. Solder the resistor to the circuit board. 

The voltage range at pin 218 for full amplitude control 
of the output signal is-1 V to -11 V maximum. The -1 V 
provides minimum output amplitude while -11 V provides 
maximum output amplitude. Do not exceed -11 V. 

REPACKAGING FOR SHIPMENT 

If the SG 504 is to be shipped to a Tektronix Service 
Center for service or repair, disconnect the Output Head 
cables from the front-panel connectors before packaging 
the Instrument and Output Head. Attach a tag showing: 
owner (with address) and the name of an individual at your 
firm that can be contacted. Include complete instrument 
serial number and a description of the service required. 



Save and re-use the package in which your instrument 
was shipped. If the original packaging is unfit for use or 
not available, repackage the instrument as follows: 

Surround the instrument with polyethylene sheeting to 
protect the finish of the instrument. Obtain a carton of 
corrugated cardboard of the correct carton strength 
and having inside dimensions of nolessthan six inches 
more than the instrument dimensions. Cushion the 
Instrument by tightly packing three Inches of dunnage 
or urethane foam between carton and Instrument, on all 
sides. Seal carton with shipping tape or Industrial 
stapler. 



The carton test strength for your instrument is 200 
pounds. 
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•8 
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•7 


7* 
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4' 
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3 
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•2 


B 
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*1 


1* 
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A 





Rear view of plug*ln 



Aasfgnmentslisled for pins 1A-13A and 1B*13B are available In all 
power modules; howeveronlythose pins marked with anasterisk 
(*) are used by tfw SG 504. 

1632-18 



Fig. 4*1. Input/Oulput assignments lor plug-in rear interface connector contacts. 
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Section 5— SG 504 



CIRCUIT DESCRIPTION 



Introduction 

This section of the manual contains a description of the 
circuitry used in the SG 504 Leveled Sine Wave Generator. 
Individual descriptions are separated into the following 
parts: Amplitude Reference Oscillator and Buffer 
Amplifier. Frequency Modulating Circuitry, Low Band 
Oscillator and Buffer. High Band Oscillator and Buffer, 
Shunt-Series PIN Diode Current Shapers. Leveling Out- 
put Head and Amplifier. Unleveied Lamp Drivers, -18 V 
Supply, Buffer Current Supply. Over-Voltage Protection, 
-14/-23V Oscillator Supply, and -^5V Supply. The 
circuit titles correspond to those listed in the Block 
Diagram. The numbered diamond by each title refers to 
the corresponding circuit diagram in the Diagrams section 
of this manual. 



General 

The SG 504 consists of a .05 MHz or 6 MHz Hartley 
amplitude reference oscillator, two transistorized cavity 
oscillators, and the necessary buffer amplifiers. Constant 
amplitude output from the generator is controlled by a 
variable power supply and low and high band PIN diode 
attenuators. The leveling amplifier drives both the os- 
cillator supply and PIN diode current shaping amplifiers, 
and is driven by the peak-to-peak detector in the output 
head. Also included are the FM circuitry and the necessary 
power supplies. 



Amplitude Reference Oscillator 
and Buffer Amplifier 

The reference output frequency of .05 MHz or 6 MHz is 
generated by Q190 operating as a Hartley oscillator. The 
tank circuit for the .05 MHz reference signal is composed 
of T205. C205 and C207, and for the 6 MHz reference 
signal. T200 and C200. The tank circuits are switched by 
an internal slide switch (S190) fortherefererencefrequen- 
cy desired. Oscillator feedback is taken from the first tap 
on either coil (Pin 3 on T200 or Pin 2 on T205) through 
R196 and C195. The signal to buffer amplifier transistor 
0220 is also taken from thisfirst tapthroughC220. Diodes 
VR230, CR230, CR232. and VR232 serve as output voltage 
limiting diodes. Transistor 021 5 is a current switch for the 
output buffer amplifier (0220). When the REF button on 
the front panel is pushed, a negative voltage from the 
oscillator power supply is applied to the emitter of 0190. 
This voltage energizes the oscillator. The oscillator ob- 
tains collector voltage from the +5 V supply through the 
emitter-base junction of 0215 and R212. This action 
causes 0215 to conduct, supplying current to the buffer 
amplifier transistor (0220). When the reference oscillator 
is inoperative, no current flows through the base-emitter 



junction of 0215, thus removing current from 0220. The 
output amplitude of the reference oscillator is controlled 
by varying the emitter voltage supplied to 0190 from the 
oscillator power supply. The oscillator power supply is 
driven by the leveling amplifier (U295). The output from 
the reference oscillator is applied through L178 to the 
output head. 

Frequency Modulating Circuitry 

This circuitry consists of operational amplifier U25 
which is driven by two basic inputs: the FINE control. R15, 
or an externally applied signal to the FM INPUT on the 
front panel. The output voltage from the operational 
amplifier varies the frequency of the high and low varactor 
controlled oscillators over a narrow range. If the FINE 
control is moved in the cw direction, pin 2 of U25 moves 
slightly positive with respect to pin 3. This causes pin 6 to 
go negative. This increasesthe amount of back bias on the 
varactor diodes, reducing their capacitance. This action 
raises the output frequency. The oppositeis true when the 
FINE control is moved in the ccw direction. 



The modulating signal is also connected to pin 2 of 
operational amplifier U25 through R12. When the 
modulating signal goes in the positive direction, the 
output of the operational amplifier goes negative. In- 
creasing the back bias on the varactor diodes. The output 
frequency increases in proportion to the amplitude of the 
modulating signal. The output voltage at pin 6 of U25 
varies from about -3 V to about -21 V. When the FINE 
control is centered, the output voltage at pin 6 is about 
-12 V. Supply voltagetoU2S is regulated by VR25. Diodes 
CR30 and VR30 provide protection for excessive negative 
voltage at the modulating input. Protection for excessive 
positive voltage at the modulating input is accomplished 
by limiting the negative supply voltage for U25 to about 
25 V. 

Low Band OscMiator and Buffer 

When the LOW button is pressed, voltage is applied 
from the oscillator voltage supply to the low band 
transistorized cavity oscillator. The output from the os- 
cillator is applied (through C97 and C99 and their 
associated components serving as a matching network) to 
the base of low band buffer transistor Q1 20. As the Input 
impedance of the buffer transistor is less than 50 O. a 
matching network is required to match the output of the 
cavity (which is about 50 D) to the buffer transistor. The 
-12 V bias supply is isolated from the output signal 
through L102, C102. and C104. The emitter is ac grounded 
viaClIO. C112, C114, and Cl I6and isolated via LI OSfrom 
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the emitter power supply. The output from the buffer is 
taken from the collector of Q120, then fed through a low- 
pass filter to the 50 O PIN diode attenuator. (L125, L126, 
and L1 28, along with their associated capacitors, form the 
low pass filter and matching network.) Collector dc 
current for Q120 flows to ground through L130, acting as a 
rf choke. The frequency monitor output is taken from the 
PIN diode attenuator input. 



The signal now flows through low band series PIN 
diode CR130. As described later under the heading PIN 
diode current shaper, increasing the dc current flow 
through CR130 reduces the attenuation through the 
diode. Rf chokes L135 and L130 provide the dc path. High 
band series PIN diode CR80 (for the non-operating 
oscillator) has no dc current flowing, therefore isolating 
that buffer. The output signal flows in a 50 O environment, 
past shunt PIN diodes CR1SS, CR158, and CR160 to the 
output head. Shunt PIN diode control voltage Is applied to 
the three shunt diodes via L150. Capacitors C147 and 
C150 Isolate the shunt diode control voltage from the 
output and the series diodes Low band capacitor C125 
allows proper adjustment of the oscillator at the 550 MHz 
frequency point. 

High Band Oscillator and Buffer 

This circuitry is similar to the Low Band Oscillator and 
Buffer. The oscillator Is also a transistorizedcavity with an 
output impedance of approximately 50 0. The output 
signal from the cavity flows through a network that 
matches the lower impedance at the input of 070. the 
buffer amplifier. This network is composed of C47, C49, 
CSO, L45, L46. and R45. Toroid L52 serves to isolate the 
transistor bias supply from the signal; L56 isolates the 
emitter current supply from any signal appearing on the 
emitter of the buffer transistor. The various capacitors 
connected from the emitter of 070 to ground ensure that 
the emitter of 070 remains at ac ground for all frequencies 
involved. Output from 070 is taken from the collector and 
fed through alow pass filter to high band series PIN diode 
CR80. This network also matches the output impedance of 
070 to the 50 O PIN diodeattenuatorinput. The high band 
signal is fed to the output head through CR80 and past the 
shunt PIN diodes. High band capacitor C75 allows proper 
adjustment of the oscillator at the 1050 MHz frequency 
point. 



Shunt-Series PIN Diode Current Shapers 

The output from leveling amplifier U295 pin 6 is applied 
to the + input (pin 3) of U335A. and the - input (pin 6) of 
U335B. Operational amplifier U335A drives the current- 
shaping transistors forthe shunt PIN diodes; LI335B drives 
the series PIN diode current-shaping transistors. PIN 
diodes CR80 and CR130 are In series with the output 
signal, while PIN diodes CR1 55, CR158. and CR160 shunt 
the output signal to ground. 



if the output signal increases dueto decreased loading, 
pin 2 of U295 goes positive, upsetting the balance in the 
feedback loop. Pin6of U295goes negative, causing pin 3 
of U33SA and pin 6 of U3356 to aiso go negative. Pin 1 of 
U335A goes negative, increasing current flow in tran- 
sistors 0360. 0395, and 0405. This action Increases 
current flow through 0410 and 0415; consequently the 
shunt PIN diodes. Increased current through the shunt 
PIN diodes reduces the output signal amplitude and 
restores signal balance. Pin 7 of U335B moves in the 
positive direction, reducing current flow in 0345 and 
0355. This action cuts back on current flow in 0365 and 
0370. therefore decreasing current in the series PIN 
diodes. In summary, the output signal is reduced. 



The current shapers are designed so the input im- 
pedance of the series and shunt combination ap- 
proximates 50 O for all attenuation ratios. Resistors R416, 
R420. and R422 set the bias current to the series PIN 
diodes in the attenuators, so that the attenuator input 
Impedance remains approximately 50 0 at maximum 
attenuation. 

Leveling Output Head and Amplifier 

Operational amplifier U295 serves as the leveling 
amplifier. The voltage at the + terminal, pin 3 (about 
-0.8 V) is set by current flowing from the -16 V supply 
through R266 and a diode-resistor network in the output 
head to ground. This output head diode-resistor circuit 
provides temperature compensation. The voltage 
difference between the peak-to-peak detector circuit In 
the head and the voltage level set by R275 (the OUTPUT 
AMPLITUDE VOLTS control), drives pin 2 of U29S with 
respect to pin 3. The OUTPUT AMPLITUDE VOLTS 
control sets a dereference voltage, while theactual output 
signal amplitude sets the comparison voltage. Under 
leveled operating conditions, the voltage at pins 2 and 3 of 
U29S match. When the OUTPUT AMPLITUDE VOLTS 
control is moved to Increase the output amplitude, pin 2 of 
U295 goes negative, causing pin 6 to move in the positive 
direction. This action increases output from the oscillator 
or reduces PIN diode attenuation until thedcvoltagefrom 
the peak-to-peak detector again establishes equilibrium at 
the input of U295. The leveled operating range of voltage 
on pin 6 of U295 varies from about -13 V to 0 V. 

Unleveled Lamp Drivers 

When pin 6 goes more positive than about 0.6 V, 
steering diode CR316 turns 0315 on and illuminates the 
UNLEVELED light. This indicates that the maximum 
available output signal is passing through the buffer 
amplifier. If pin 6 goes more negative than -IS V, 0305 
turns off and CR310 conducts, turning 0315 on il- 
luminating the UNLEVELED lamp. This is caused by 
disconnecting the output head control cable, which 
results in pin 3 of U295 going more negative than pin 2. 
This drives pin 6 to its negative limit, which reduces the 
oscillator output and increases PIN diode attenuation. 
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A second protection circuit prevents excessive signal 
voltages from developing If the signal cable to the output 
head isdisconnectedwhilethe control cable is connected. 
With the signal cable connected, there is a 1.5 kC 
resistance In the output heed to ground that holds 0170 
off. With the signal cable disconnected, the base of 0170 
moves toward -12 V. Since 01 70 is saturated, Its collector 
now rests at ground. This action moves pin 2 of U295 in the 
positive direction, increasing attenuation in the PIN diode 
attenuator or reducing oscillator output. This positive 
going voltage at pin 2 also turns 0305 off. causing CR310 
to conduct. This action turns 0315 on and Illuminates the 
UNLEVELED lamp. 

-16 V Supply 

The -18 V supply Is obtained from the -33.5 V dc 
supply which Is in turn supplied by the power module. The 
-33.5 V passes current through the series-pass pnp 
transistor located In the mainframe. This transistor is 
controlled by U580, an integrated circuit precision voltage 
regulator. Adjustment of R590 sets the -18 V output level 
through pInOof U560. PinOsets the base current for the 
series-pass transistor. If the total current through R604 
and R605 exceeds approximately 400 mA, 0600 comes 
into conduction. This action reduces the base current in 
the series-pass transistor, limiting current to the load. 



A -12.4 V basebiasvoltageforthelow and high buffers 
Is obtained by RS25 and R526, and the emitter follower 
action of 0530 connected between the -18 V supply and 
ground. 

Buffer Current Supply 

Emitter current for the high buffer comes from the 
-16 V supply. Operational amplifier USIOA, adjusted by 
RS02, sets the voltage across R518 to determine this 
current. Emitter current forthe low buffer also comesfrom 
the -16 V supply. Operational amplifier U510B, adjusted 
by R542, sets the voltage across RS58. Proper adjustment 
here reduces the harmonic content of the output signal 
and allows for the maximum leveled output signal. 

Over-Voltage Protection 

An over-voltage protection circuit is provided for both 
the -18 V supply and the -14/-23V oscillator supply 
through the use of 0650. 0655, and 0660. If the -16 V 
supply moves to an approximate -23 V. 0655 turns on, 
triggering 0660 into conduction. This action shorts the 
-18 V supply to ground. If the-l4/-23 V supply reaches 



-26 V, 0650 conducts and triggers 0660 on with the same 
results. Once 0660 Is turned on, the Instrument must be 
shut off and turned back on in order to reset this scr. 



-14/-23 V Oscillator Supply ^ 

Current from the floating 25 V ac supply in the main- 
frame is bridge rectified by CR610. Approximately -23 V 
Is added to -18 V providing about -41 V for the FM 
circuitry, as well as supplying about -39 V with respect to 
ground, to the emitter of the npn series-pass transistor 
located in the mainframe. This -41 V and -39 V increases 
by about 2 V when switching to the reference oscillators 
from the high or low variable frequency cavity oscillators. 



Resistors R624 and R625 provide -10 V at the base of 
0620. Transistors 0620 and 0630 form an emitter- 
coupled pair that operates as a voltage comparator. 
Resistors R630 and R634 establish the -14 V supply 
voltage at the collector of 0630 when 0640 Is biased off. 
Regulator VR640 is the -6.2 V reference for the base of 
0640. Voltage from the leveling amplifier is fed into the 
emitter of this same transistor to shift the oscillator supply 
more negative. Increased voltage is obtained from this 
supply when the voltage at pin 6 of U295 ranges between 
about -5 V and 0 V. When 0640 turns on, 0630 reduces 
conduction; Q620and the npn series-pass transistor in the 
mainframe increase conduction. This continues up to the 
point where the leveling amplifier is balanced, or the 
oscillator supply reaches the -23 V level and 0640 
saturates. 



When thecurrentthroughR615 exceeds approximately 
60 mA, VR615 conducts. This stops the base of the series- 
pass transistor from gol ng more positive, thus limiting the 
amount of current available for the oscillators to about 
55 mA. 



-I-SV Supply ^ 

The +5 V supply Is derived from the -M1.5 V supply 
which Is in turn supplied by the power module. The 
+11.5 V supply Is the input for U570. which is the +5 volt 
regulator. Integrated circuit U570 contains a current- 
limiting feature that starts to function at the 1.5 A level. 
The POWER pilot lamp operates from the+5 V supply and 
remains on as long as power Is applied to Instrument, even 
though the other supplies may be shut down by overload. 
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No options are available at this time. 
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REPLACEABLE 
ELECTRICAL PARTS 



PARTS ORDERING INFORMATION 



Replacernen( parts are available from or through your local Teklronlx. Inc. Field Office 
or representative 

Changes to Tektronix Instruments are sometimes made to accommodate improved 
componertis as they becorr>e available, srtd to give you the benefit of the latest circuit 
Improvements developed irt our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order. Part number, instrument 
lypo or number, serial number, and modificalior number if applicable. 

if a part you have ordered has been replaced with a new or Improved part, your local 
Tektronix, Inc Field Office or representative will contact you concerning any change in part 
number 

Change information, if any. is located at the rear of this manual. 



SPECIAL NOTES AND SYMBOLS 

XCIOO Part first added al this serial number 
OOX Part removed after this serial number 



ITEM NAME 

In the Parts List, an Item Name is separated from the description by a colon (:). 
Because Of space limitations, an Item Name may sometimes appear as incomplete. For 
further Item Name identification, the U.S. Federal Catalogntg Handbook H6-1 can be 
utilized where possible. 



ABBREVIATIONS 



ACTR 


ACTUATOR 


PLSTC 


PLASTIC 


ASSY 


ASSEMBLY 


OT2 


QUARTZ 


CAP 


CAPACITOR 


RECP 


RECEPTACLE 


CER 


CERAMIC 


RES 


RESISTOR 


CKT 


CIRCUIT 


RF 


RADIO FREQUENCY 


COMP 


COMPOSITION 


SEL 


SELECTED 


CONN 


CONNECTOR 


SEMICONO 


SEMICONDUCTOR 


ELCTLT 


ELECTROLYTIC 


SENS 


SENSITIVE 


ELEC 


ELECTRICAL 


VAR 


VARIABLE 


INCANO 


INCANDESCENT 


WW 


WIREWOUND 


LED 


LIGHT EMITTJNG DIODE 


XFMR 


TRANSFORMER 


NONWIR 


NON WIREWOUND 


XTAL 


CRYSTAL 
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Mir. Code 



OOOOA 

ooas3 

01121 

01295 

02735 

03508 

04222 

04713 

07263 

08806 

12697 

12969 

14433 

16546 

18324 

24931 

27014 

32997 

50852 

51642 

52763 

56289 

71400 

72982 

73136 

75042 

80009 

80031 

82389 

91637 

91836 

95275 

98291 



CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Manufacturer 



Address 



LEHO USA 

SANGAHO ELECTRIC CO., S. CAROLINA OIV. 
ALLEH-BRADLEY COMPANY 
TEXAS INSTRUMENTS, INC., SEMICONDUCTOR 
GROUP 

RCA CORPORATION, SOLID STATE DIVISION 
GENERAL SLECTRIC COMPANY, SEMI-CONDUCTOR 
PRODUCTS DEPARTMEOT 
AVX CERAMICS, DIVISION OP AVX CORP. 
MOTOROLA, INC., SEMICONDUCTOR PROD. DIV. 
FAIRCHILD SEMICONDUCTOR, A DIV. OF 
FAIRCHILD CAMERA AND INSTRUMENT CORP. 
GENERAL ELECTRIC CO., MINIATURE 
LAMP PRODUCTS DEPARTMENT 
CLAROSTAT MFC. CO., INC. 

UHITRODB CORPORATION 
ITT SEMICONDUCTORS 

GLOBE UNION INC. USCC/CEKTRAUB 
ELECTRONICS DIV. 

SICNETICS CORP. 

SPECIALITY CONNECTOR CO. , INC. 

NATIONAL SEMICONDUCTOR CORP. 

BOURNS, INC., TRIHPOT PRODUCTS DIV. 
HELSEY CORPORATION 
CENTRE ENGINEERING INC. 

STETTNER-TRUSH, INC. 

SPRAGUE ELECTRIC CO. 

BUSSHAN MFC., DIVISION OF KCGRAU- 
EDISON CO. 

ERIE TECHNOLOGICAL PRODUCTS, INC. 

BECKMAN INSTRUMENTS, INC., HELtPOT DIV. 
TRW ELECTRONIC COMPONENTS, IRC FIXED 
RESISTORS. PHILADELPHIA DIVISION 
TEKTRONIX. INC. 

8LECTRA-MIDLAND CORP., MEPCO OtV. 
SWITCHCRAFT, INC. 

DALE ELECTRONICS, INC. 

KINGS ELECTRONICS CO., INC. 

VITRAMON, INC. 

SEALECTRO CORP. 



2015 SECOND ST, 

P 0 BOX 128 

1201 2ND STREET SOUTH 

P 0 BOX 5012, 13500 N CENTRAL 

EXPRESSWAY 

ROUTE 202 

ELECTRONICS PARR 
P 0 BOX 867, 19TH AVE. SOITH 
5005 E MCDOWELL RD.PO BOX 20923 

464 ELLIS STREET 

NELA PARK 

LOWER WASHINCTON STREET 
580 PLEASANT STREET 
3301 ELECTRONICS WAY 
P 0 BOX 3049 

4561 COLORADO 
811 E. ABQUES 
2620 ENDRESS PLACE 
2900 SEMICONDUCTOR DR. 

1200 COLUMBIA AVE. 

202 CABLE ROAD 
2820 E COLLEGE AVENUE 
67 ALBANY STREET 
87 MARSHALL ST. 

2536 W. UNIVERSITY ST. 

644 W. 12TH ST. 

2500 HARBOR BLVD. 

401 N. BROAD ST. 

P 0 BOX 500 
22 COLUMBIA ROAD 
5555 N. ELSTON AVE. 

P. 0. BOX 609 
40 HARBLEDALE ROAD 
P 0 BOX 544 
225 HOYT 



City, State. Zip 



BERKELEY, CA 94710 
PICKENS, SC 29671 
MILWAUKEE, WI 53204 

DALLAS, TX 75222 
SOMERVILLE, NY 08876 

SYRACUSE, NY 13201 
MYRTLE BEACH, SC 29577 
PHOENIX, AZ 85036 

MOUNTAIN VIEW, CA 94042 

CLEVELAND. OH 44112 
DOVER, NH 03820 
WATERTOWN, HA 02172 

WEST PALM BEACH, FL 33402 

LOS ANGELES, CA 90039 
SUNNYVALE, CA 94066 
GREENWOOD, IN 46142 
SANTA CURA, CA 95051 
RIVERSIDE, CA 92507 
CABLE PUCE, LI, NY 11514 
STATE COLLEGE, PA 16801 
CAZENOVIA, NY 13035 
NORTH ADAMS, HA 01247 

ST. LOUIS. MO 63107 
ERIE, PA 16512 
FULLERTON, CA 92634 

PHILADELPHIA, PA 19108 
BEAVERTON, OR 97077 
MORRISTOWN, HJ 07960 
CHICAGO, IL 60630 
COLUMBUS. NE 68601 
TUCRAHOe, NY 10707 
BRIDGEPORT, CT 06601 
MAMAROKECK, NY 10544 
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Ckt No. 


Tektronix 
Part No. 


Serial/Model No. 

Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Pan NumOer 


A1 


670-3403-00 


BOIOIOO 


B010523 


CKT BOARD ASSY:MAIN 


80009 


670-3403-00 


AI 


670-3403-01 


B010524 




CKT BOARD ASSYiHAIN 


80009 


670-3403-01 


A2 


670-4038-00 


BOlOlOO 


B011079 


CKT BOARD ASSY:RF 


80009 


670-4038-00 


A2 


670-4038-01 


BO 11080 




CKT BOARD ASSY:RF 


80009 


670-4038-01 


A40 


119-0727-00 






OSCILLATOR, RF;CAV, TUNABLE, TDM, 245-550MHZ 


50852 


ENGMEL 119 










(A40, AVAIUBLE AS A UNIT ONLY) 






C25 


283-0111-00 






CAP.,FXD,CER DI;0.1UF,20J:.50V 


72982 


ai2l-N088Z5U104M 


C26 


290-0517-00 






CAP . . FXO , ELCTLT : 6 . 8UF , 20S , 3 5V 


56289 


196D685X0035KA1 


C34 


281-0523-00 






CAP.,FXD,CER D1:100PF,*/-20PF,500V 


72982 


3O1-OO0U2H01O1M 


C47 


283-0311-00 






CAP. , FXD , CER DI ; 4 . 7PF , */-0 . 25PF ,100V 


04222 


UU151A4R7C2 


C49 


283-0311-00 






CAP. , FXD , CER DI : 4 . 7PF , */-0 . 25PF ,100V 


04222 


UU151A4R7C2 


cso 


283-0310-00 






CAP. , FXD , CER DI : 2. 5PF ,+/-0 . 25PF ,100V 


04222 


08031A2R5CA8060 


C52 


283-0353-00 






CAP., FXD, CEB DI:0.1UF,10X,50V 


95275 


VJ1210Y104K-H 


CW 


283-0353-00 






CAP., FXD, CER D1:0.1UF, 10X,S0V 


95275 


VJ1210Y104K-H 


C98 


283-0353-00 






CAP., FXD, CER Dl:0.1UF,10S,50V 


95275 


VJ1210Y104K-H 


C60 


290-0534-00 






CAP . . FXD , ELCTLT : lUF , 202 , 35V 


56289 


196D105X0035HAI 


C62 


283-0353-00 






CAP. .FXD, CER DI:0.1UF, 10X.50V 


95275 


VJI210YlU4K-h 


C64 


283-0309-00 






CAP., FXD, CER DI:150PF,10S,50V 


04222 


0U355A1S1K1T60 


C66 


283-0353-00 






CAP., FXD, CER DI:0.1UF,10X,50V 


95275 


VJ1210Y104K-H 


C75 


281-0217-00 






CAP., VAR, CER DI:0. 5-3. 5PP, 400V 


52763 


311908141 


C87 


283-0353-00 






CAP., FXD, CER DI:0.1UF,10X,50V 


95275 


VJI2I0Y104K-H 


C90 


283-0353-00 






CAP., FXD, CER 01:0. 1UF,10X, 50V 


95275 


VJ12I0Y104K-M 


C97 


283-0318-00 






CAP., FXD, CER Dl:10FF,100V 


04222 


ULAI5IA100K2 


C99 


283-0371-00 






CAP., FXD, CER DI:33PF,SX,100V 


56289 


11C1005COC330J10 


ClOO 


281-0618-00 






CAP . , FXD , CER DI ; 4 . 7PF ,*/-0 . 5PF , 200V 


72982 


374001C0li0479D 


CI02 


283-0353-00 






CAP., FXD, CER DI;0.1UF,10X,50V 


95275 


VJI210Y104K-H 


C104 


283-0353-00 






CAP., FXD, CER DI:0.1UF,10X,50V 


95275 


VJ1210Y104K-H 


CIOS 


283-0353-00 






CAP., FXD, CER D1:0.1UP,10X,50V 


95275 


VJ1210Y104K-H 


Clio 


290-0534-00 






CAP. , FXD, ELCTLT; 1UF,20Z, 35V 


56289 


196D105XO035HAI 


CI12 


283-0353-00 






CAP., FXO, CER Dt:0.1UF,10X,50V 


95275 


VJ1210Y104K-H 


CII4 


283-0309-00 






CAP., FXD, CER DI:150PF,IOX,50V 


04222 


UU355A151K1T6U 


CII6 


283-0353-00 






CAP., FXD, CER 01:0. 1UF,10X, 50V 


95275 


VJ1210Y104K-H 


CI25 


281-0182-00 






CAP. ,VAR,PLSTC:l.a-10PF,500V 


80031 


2805D1R810BHU2F0 


C126 


283-0318-00 






CAP., FXD, CER DI:10PF,100V 


04222 


ULA151A100K2 


C126 


283-0265-00 






CAP., FXO, CER DI;3.35PF,»/-1.5PF 


72982 


A02BL9A4LCOC339B 


C137 


283-0353-00 






CAP., FXO, CER DI:0.1UF,10X,50V 


95275 


VJ1210Y104K-M 


C140 


283-0353-00 






CAP., FXD, CER DI:0.1UF,10X,50V 


95275 


VJ1210Y104K-H 


C1&9 


283-0309-00 






CAP., FXD. CER DI;150PP,10X,50V 


04222 


ULA355AI51K1T60 


C147 


283-0309-00 






CAP., FXD, CER DI:150PF,IOX,50V 


04222 


UU355AI5IKIT60 


C190 


283-0252-00 






CAP., FXD, CER DI;1000PF,10X,50V 


04222 


ULA105C102K2T60 


C152 


283-0353-00 






CAP., FXD, CER DI:0.1L'F,10X,50V 


95275 


VJI2l0Yl04K-h 


Cl 54 


283-0252-00 






CAP., FXD, CER Dl:1000PF,i0X,50V 


04222 


UU105C102K2T60 


CI60 


283-0309-00 






CAP., FXD, CER DI; 150PF, IOX,50V 


04222 


0U355A151MT60 


C170 


283-0309-00 






CAP., FXD, CER D1:150PF,IOX,50V 


04222 


0U355A151KITOU 


C174 


283-0353-00 






CAP., FXD, CEB DI:0.1UF,I0X,50V 


95275 


VJ1210YI04K-H 


Cl 76 


281-0819-00 


XBOI1080 




CAP., FXD, CER DI;33PF,5X,50V 


7 2982 


8035BCOO330 


CI78 


283-0338-00 






CAP., FXD, CER 01:330PF,10X,100V 


16546 


N100CJ33IK 


CI90 


283-0203-00 






CAP., FXD, CER Dl:0.47UF,20X,50V 


72982 


8I3IN075L474M 


C195 


283-0177-00 






CAP.,FXD,CER Dl:IUF, +80-201, 25V 


56289 


273C5 


C197 


283-0203-00 






CAP., FXD, CER Dl:0.47UF,202,50V 


72982 


81 3IN()75b474M 


C200 


283-0625-00 






CAP. , FXD, MICA D;220PP,ll,500V 


0085 3 


0I05F22UU 


C202 


283-0177-00 






CAP., FXD, CER DI: 1UF,+80-20Z,25V 


56289 


273L5 


C205 


283-0695-00 






CAP. .FXD, MICA 0:4440PF, 12,300V 


01)853 


U193F4441F0 


C207 


283-0672-00 






CAP. , FXD, MICA D:200PF,12,500V 


00853 


0155F2010MJ 


C2I6 


283-0177-00 






CAP., FXD, CER 0l:lUP, +80-202, 25V 


56289 


27Ju5 


C220 


283-0203-00 






CAP., FXD. CEB DI:0.47UF. 202,50V 


72983 


8i nNU75h474M 
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Mfr 
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C226 


283-0203-00 


CAP. ,rXO,CER DX:0.47UF,20J,50V 


72982 


8131N07SE474M 


C228 


283-0203-00 


CAP..FXD.CER DI;0.47UF,202,50V 


72982 


8131H07SE474H 


C276 


283-0111-00 X80I0S24 


CAP.,rXD,CER 01:0. lOr, 202, 50V 


72982 


8121-N08825U104H 


C290 


283-0111-00 


CAP. .FXO.CER 01:0. lUP, 202, 50V 


72982 


8121-N088Z5U104H 


C292 


283-0198-00 


CAP.,FXD,CER 01:0. 22CF, 202, 50V 


72982 


8121N083ZSUU224M 


C295 


283-0111-00 


CAP. ,FXO.CER 01:0. lOF, 202, 50V 


72982 


812I-H088Z5U104H 


C296 


283-0111-00 


CAP.,FXD,CER 01:0. lUF, 202, 50V 


72982 


H121-N088Z5i;104H 


C300 


283-0177-00 


CAP.,FX0,CER 01: lUP, *80-202, 25V 


36289 


273C5 


C333 


283-0111-00 


CAP.,FXD,CER 01:0. lUP, 202, 50V 


72982 


812I-N088ZSU1U4M 


C504 


290-0$I7-00 


CAP . , FXD , ELCTLT : 6 . 8UP , 202 , 35V 


56289 


196D685X003SXA1 


C510 


283-0111-00 


CAP.,FXO,CER 01:0. lUF, 202, 50V 


72982 


8121-MU88Z5U104H 




290-0517-00 


CAP. ,FXD,ELCTLT:6.8UF,202,35V 


56289 


196D685X0035KAI 


C$63 


283-0203-00 


CAP.,FXD,CER DI;0.47UF,202,50V 


72982 


8131N075E474H 


C570 


283-0111-00 


CAP.,FXD,CER 01:0. tUF, 202, 50V 


72982 


8121-N088Z5U104H 


C$82 


290-0517-00 


CAP ., FXD , ELCTLT ; 6 . 8UF , 202 , 35V 


56289 


196D685X00351U1 


C$84 


283-0139-00 


CAP.,FXD.CER D1:150PF, 202,50V 


51642 


W100-050-X5F151M 


C$86 


283-0150-00 


CAP.,FXD,CER DI:650PF, 52,200V 


72982 


835-515B651J 


C$87 


290-0517-00 


CAP . . FXD , ELCTLT: 6 .8UF , 202 , 35V 


56289 


196D685X0035XA1 


C$9$ 


283-0111-00 


CAP.,FXD,CER 01:0. lUF, 202, 50V 


72982 


8I2I-N088Z5U104H 


C600 


290-0745-00 


CAP . ,FXD ,EWTLT: 22I7F ,*50-102 , 25V 


56289 


502D225 


C610 


290-0725-00 


CAP . , FXD . ELCTLT : 1 OOOF , * 7 5- 1 02 , 50V 


56289 


30D107G050DH9 


C612 


290-0725-00 


CAP. , FXD, ELCTLT: lOOUF, *75-102, 50V 


56289 


3UD107C050DH9 


C62$ 


290-0718-00 


CAP ., FXO , ELCTLT : 22UP , 202 , 35V 


56289 


196D226X0035PE4 


C634 


290-0517-00 


CAP ., FXD , ELCTLT : 6 . 80F ,202 , 35V 


56289 


196D685X0035XA1 


C660 


283-0111-00 


CAP.,FXD,CES 01:0.108,202, 50V 


72982 


8121-N0&&ZSin04H 


CR30 


152-0141-02 


SEHICOMO 0EVtCE:SlLlCOK,3OV,15OHA 


01295 


1N4I52R 


CR$$ 


152-0141-02 


SENICOKD DEVICE:SILICOH,30V,150HA 


01295 


1N4152R 


CR80 


152-0579-00 


SEMICOND OEVICE;SIL1CON,100V,2.5A 


12969 


UH6601B 


CR8$ 


152-0141-02 


SEHtCOHD DEV1CE:SIL1CON,30V,I50KA 


01295 


IH4152R 


CR86 


152-0141-02 


SEKICOND OEV1CE:SIL1CON,30V,150HA 


01295 


1N4I52R 


CR87 


152-0141-02 


SEKtCOKD DEVICE:SILICON,30V,150KA 


01295 


IN4152R 


CR10$ 


152-0141-02 


SEHICOND DEVtCE:SILICON,3OV,150HA 


01295 


1N4I52R 


CR130 


152-0579-00 


SEHtCOHD DeVtCE:SlLICON,100V,2.$A 


12969 


UH660IB 


CR13$ 


152-0141-02 


SEHtCOHD DEVICE:SIL1COH,30V,150HA 


01295 


1N4152R 


CR136 


152-0141-02 


SEKICOND DEV1CE:S1LICON,30V,150HA 


01295 


1N4152R 


CR137 


152-0141-02 


SEHtCOHD DEVICE:SIUCON,30V,150HA 


01295 


1N4I52R 


CR1$$ 


152-0579-00 


SEHICOND DeVlCE:SILtCON,100V,2.5A 


12969 


UM66016 


CR1$8 


152-0579-00 


SEHICOND DeVtCE;SILICOH,100V,2.$A 


12969 


UH6601B 


CR160 


152-0579-00 


SEHICOND DCVICE:SILICON,100V,2.5A 


12969 


UH66018 


CR190 


152-0141-02 


SEHICOND DEV1CE:SILICOH,30V,150HA 


01295 


1N4152R 


CR230 


152-0141-02 


SEHICOND DEVICE:SILICOH,30V,150HA 


01295 


1M4152R 


CR232 


152-0141-02 


SEHICOND DEVICE:SILICON,30V,I50HA 


01295 


1K4152R 


CR310 


152-0141-02 


SEHICOND DEVICE:SILICON,30V,150HA 


01295 


1N4152R 


CR3I8 


152-0141-02 


SEMICOND DEVtCE:SILtCON,30V,150HA 


01295 


1K4152R 


CR34$ 


152-0141-02 


SEHICOND DBVtCE:SlLlCON,30V,150HA 


01295 


1N4152R 


CR348 


152-0141-02 


SEHICOND DEVtCE:SILlCOH,30V,150HA 


01295 


1N41S2R 


CR3$S 


152-0141-02 


SEHICOND DEVICE:SILICOK,30V,150HA 


01295 


1N4I52R 


CR362 


152-0141-02 


SEHICOND DEVICE:S1LICOH,30V,150HA 


01295 


1N4152R 


CR380 


152-0141-02 


SEHICOND DEV1CE:SILICOH.30V,15UKA 


01295 


IN4152R 


CR3B6 


152-0141-02 


SEHICOND DEV1CE:S1LIC0H,30V,150HA 


01295 


1N4I52R 


CR39$ 


152-0141-02 


SEKICOND DEVICE;SILICOH,3OV,150HA 


01295 


1K4152R 


CR396 


152-0141-02 


SEHICOND OEVICE:S1LICON,30V,I50HA 


01295 


IN4152R 


CK4U$ 


152-0141-02 


SEHICOND DEVICE:SIL1C0N,30V,I50HA 


01295 


1N4152R 
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Cr;S6 


152-0141-02 






SKHICOND OEVICE;SIL1CON,30V,150KA 




01295 


1N4152R 


CR600 


152-0066-00 






SEHICOND DEV1CE:SIL1CON,400V,750HA 




14433 


LC4016 


CR610 


152-0585-00 






8EH1C0ND DEVICE : SILICON , BRIDGE, 200V . 


,1A 


80009 


152-0585-00 


CR612 


152-0066-00 






SEKICOND DEVICE ; SILICON ,400V , 750MA 




14433 


LG4016 


CR640 


152-0141-02 






SEHICOND DEV1CE:SIL1CON,30V,150HA 




01295 


1N4IS2R 


CR660 


152-0066-00 






SENICOKD DEV I CE : S I EICON , 400V , 7 50HA 




14433 


LG4016 


CR662 


152-0066-00 






SEHICOND DEVICE: SILICON, 400V, 750MA 




14433 


LG40I6 


DS320 


150-0048-01 






LAMP,INCAND:5V,0.06A,SEL 




U8806 


683AS15 


SSS74 


150-0048-01 






LAMP , INCAND : 5V , 0 . 06A , SEL 




08806 


683AS15 


P59^ 


159-0025-00 






FUSE, CARTRIDGE :3AC ,0.5a, 250V, FAST -BLOU 


71400 


ACC 1/2 


F610 


159-0083-00 






FUSE, CARTRIDGE :0.15A, 250V, FAST-BLOW 




71400 


AGC 15/100 


JIO 


131-1315-00 


B010100 


8010979 


CONN , RCPT , ELEC : BNC , FEMALE 




80009 


131-1315-00 


JIO 


131-1315-01 


BO 10980 




CONN , RCPT , ELEC : BNC , FEMALE 




24931 


28JR 306-1 


Jll 


131-1003-00 






CONN, RCPT, 8LEC:CKT BD MT,3 PRONG 




80D09 


131-1003-00 


J12 


131-1003-00 






CONN, RCPT, ELKCrCKT BD MT,3 PRONG 




80009 


131-1003-00 


J20 


131-1003-00 






CONN, RCPT, ELEC:CKT SD MT,3 PRONG 




80009 


131-1003-00 


J39 


131-0391-00 






CONNECTOR, RCPT, :50 OHM , COAX , SNAP-ON 


HALS 


98291 


51-051-0049 


J61 


131-0391-00 






CONNECTOR, RCPT, :50 OHM.COAX, SNAP-ON 


HALE 


98291 


51-051-0049 


J80 


131-1315-00 


B010100 


B010979 


CONN , RCPT , ELEC : BNC , FEMALE 




80009 


131-1315-00 


J60 


131-1315-01 


BO 10980 




CONN , RCPT , ELEC : BNC , FEMALE 




24931 


2SJR 306-1 


JBl 


131-1003-00 






CONN, RCPT, ELECrCKT BD MT,3 PRONG 




80009 


131-1003-00 


J164 


131-0391-00 






CONNECTOR, RCPT, :50 OHM, COAX, SNAP-ON 


.HALE 


98291 


51-051-0049 


J161 


131-0818-00 






CONNECTOR, RCPT, :BNC, FEMALE 




91836 


KCI9-153BNC 


J260 


131-0771-00 






COHN, RCPT, ELEC: 4 CONT, QUICK DISCONNECT 


OOOOA 


80A-304NYL 


IA5 


108-0577-00 






COIL , RF ; F IXED , 30NH 




80009 


108-0577-00 


1.48 


108-0578-00 






COIL,RF:FIXED,45NH 




80009 


108-0578-00 


L52 


120-0342-00 






XFMR,TOR0ID:10 TURNS, SINGLE 




60009 


120-0342-00 


L58 


108-0509-00 






C0IL,RF:2.45UH 




60009 


108-0509-00 


L75 


120-0342-00 






XPHR,T0ROI0:10 TURNS, SINGLE 




80009 


120-0342-00 


L8S 


108-0683-00 






COIL,RF:900MH 




80009 


108-0683-00 


L9S 


108-0577-00 






COIL,RF:FIX£D.30NH 




80009 


108-0577-00 


L98 


108-0420-00 






C0IL,RP:60NH 




80009 


108-0420-00 


LI02 


108-0526-00 






C0IL,RP:50Ua 




80009 


108-0526-00 


Lloe 


108-0509-00 






COIL,RP:2.45UH 




80009 


108-0509-00 


U2S 


108-0578-00 






COIL,RF:FIXED,45NH 




80009 


108-0578-00 


LI26 


108-0578-00 






COIL,RF:FIXED,45NH 




80009 


108-0578-00 


LI 28 


108-0578-00 






COIL, RF: FIXED, 45NH 




80009 


108-0578-00 


LI30 


108-0526-00 






C01L,RF:50LK 




80009 


108-0526-00 


U35 


108-0683-00 






C01L,RF:900MH 




80009 


108-0683-00 


L150 


108-0509-00 






C0IL,RF:2.45L'H 




80009 


108-0509-00 


L178 


108-0345-00 






C0IL,RF:FIXED,l.89UH 




80009 


108-0345-00 


L220 


108-0795-00 






C0IL,RF:FIXED,2NH 




80009 


108-0795-00 


LRI90 


108-0333-00 






COIL,RF:0.9UH 




80009 


108-0333-00 


Q70 


151-0474-01 






TRANSISTOR: SILICON, NFN 




80009 


151-0474-01 


QI20 


151-0474-01 






TRANSISTOR: SILICON ,NPN 




80009 


151-0474-01 


Q170 


151-0453-00 






TRANSISTOR; SILICON, PNP 




80009 


151-0453-00 


gi9o 


151-0103-00 






TRANSISTOR: SILICON, NPN 




80009 


151-0103-00 


Q2IS 


151-0301-00 






TRANSISTOR: SILICON, PNP 




27014 


2N2907A 


Q220 


151-0235-00 






TRANSISTOR: SILICON, PNP 




80009 


151-0235-00 


Q303 


151-0190-00 






TRANSISTOR: SILICON, NPN 




07263 


S032677 


Q3I3 


151-0190-00 






TRANSISTOR: SILICON, NPN 




07263 


S032677 


Q345 


151-0190-00 






TRANSISTOR: SILICON, NPN 




07263 


SU32677 
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Q355 


191-0190-00 






TRANSISTOR: SILICON , NPN 


07263 


S032677 


Q36S 


151-0453-00 






TRANSISTOR; SILICON, PHP 


80009 


151-0453-00 


Q370 


151-0301-00 






TRANSISTOR ; SILICCW, PNP 


27014 


2N2907A 


Q3S0 


151-0190-00 






TRANSISTOR; SILICON, NPN 


07263 


S032677 


Q395 


151-0190-00 






TRANSISTOR: SILICON, NPN 


07263 


S032677 


Q403 


151-0190-00 






TRANS I STOR : S ILICON , NPN 


07263 


S032677 


Q4I0 


151-0301-00 






TRANSISTOR: SILICON, PNP 


27014 


2N2907A 


Q4I5 


151-0453-00 






TRANS ISTOR : S ILICON , PNP 


80009 


151-0453-00 


QS20 


151-0365-00 






TRANSISTOR: SILICON, KPN 


03508 


X42C182 


QS30 


151-0301-00 






TRANSISTOR: SILICON , PNP 


27014 


2H2907A 


Q360 


151-0365-00 






TRANS I STOR : S I LI CON , NPN 


03508 


X42C182 


Q600 


151-0453-00 






TRANSISTOR: SILICON, PNP 


80009 


151-0453-0U 


Q620 


151-0453-00 






TRANSISTOR : SILICON , PNP 


80009 


151-0453-00 


Q630 


151-0453-00 






TRANSISTOR: SILICON, PNP 


80009 


151-0453-00 


Q6&0 


151-0453-00 






TRANSISTOR :SlLlCCm, PNP 


80009 


151-0453-00 


Q630 


151-0453-00 






TRANSISTOR: SILICON, PNP 


80009 


151-0453-00 


Q6S3 


151-0453-00 






TRANSISTOR; SILICON, PNP 


80009 


151-0453-00 


Q660 


151-0515-01 






SCR:SILICON 


04713 


2K4441 


RIO 


315-0823-00 






RES. ,FXD,CHPSN:82K 0HH,5Z,0.25W 


01121 


CB8235 


R12 


315-0104-00 






RES. ,PXD,CMPSN: lOOK OHH,5Z,0.25W 


01121 


CB1045 


RI5 


311-1095-00 






RES. ,VAR,NONWIR: lOK OHH,202,0. 50W 


12697 


382-CM403S6 


R16 


315-0512-00 






RES.,FXD,CHPSN:5.1K 0KH,5Z, 0.25V 


01121 


CB5125 


R18 


315-0683-00 






RES. .FX0,CKPSN;68K 0HH,5Z,0.25W 


01121 


CB6835 


822 


315-0563-00 






RES.,FXD,CKPSN:56K OKH,5Z,0.2SV 


01121 


CB5635 


R23 


321-0390-00 






RES. .FX0,FILM;113K OHH, IZ.O. I25W 


91637 


HFFiei6CII302F 


R25 


301-0102-00 






RES. ,FXD,CMPSN: IK OHH,5Z,0.50W 


01121 


EB1025 


R26 


315-0131-00 






RES. ,FXD,CMPSN: 130 0KK,5Z, 0.25V 


01121 


CB1315 


R30 


315-0104-00 






RES. ,FXD,CKPSN:IOOK 0HH,5Z,D.25V 


DU2I 


CB1045 


R38 


315-0621-00 






RES. ,FXD,CNPSN:620 0KH,5Z,0.25W 


01121 


CB6215 


840 


315-0621-00 






RES.,PXO,CHPSN:620 0KH,5Z,0.25V 


01121 


CB6215 


R4S 


317-0560-00 






RES.,FXD,CHPSN:56 OHM,5Z,0. 12SW 


01121 


BB5605 


RS4 


315-0101-00 






RES.,FXD,CKPSN;100 OHM, 52,0. 25W 


01121 


CB1015 


RBO 


317-0511-00 






RES. ,FXD,CMPSN:510 OHM, 5Z,0. I 25W 


01121 


BB51I5 


R9S 


317-0330-00 






RES. ,PXD,CMPSN: 33 OHH,5Z,0. 125U 


01121 


BB3305 


RI04 


315-0101-00 






RES.,FXD,CHP5N:IOO OHM, 5Z, 0.25V 


01121 


CB1015 


R130 


317-0511-00 






RES.,FXD,CHPSN:510 OHM, 52,0. 125W 


0II2I 


BB51I5 


R170 


315-0102-00 






RES. ,FXD,CHPSN: IK OHH.5Z,0.25U 


0II2I 


CB1025 


R172 


315-0564-00 






RES. ,FXD,QfPSH:560K OHM,52,0.25H 


01121 


CB5645 


R174 


317-0512-00 






RES. ,FX0,CKPSN:5. IK OHM, 52, 0.125 


01121 


BB5125 


R190 


315-0471-00 






RES. ,FXt>,CKPSN;470 OHH, 52, 0.25V 


01121 


CB4715 


R194 


315-0241-00 






RES. ,FXD,CHPSN:240 OHH, 52,0. 25W 


01121 


CB2415 


R196 


315-0131-00 






RES. ,FXD,CKPSN;I30 OHH,52,0.2SV 


01121 


CB1315 


R210 


315-0103-00 






RES. ,FXD,CHPSN:IOK OHH, 5Z, 0.25V 


01121 


CB1035 


R2I2 


315-0101-00 






RES.,FXD,CHPSH:100 OHM,5Z,0.25W 


01121 


CBI0I5 


R2I3 


301-0160-00 






RES.,FXD,CHPSN:18 OHM,52,0.50H 


01121 


EB1805 


R2i8 


301-0220-00 






RES.,PXD,CHPSN;22 OHH,52,0.50H 


01121 


EB2205 


R220 


315-0471-00 






RES. ,FXD,CMPSN:470 OHM, 5Z, 0.25V 


01121 


CB4715 


R222 


315-0510-00 






RE5.,PXD,CMPSN:5I OHM,S2,D.25H 


01121 


CB5105 


8224 


315-0101-00 






RES. ,FXD,CNPSN: 100 OHH, 5Z, 0.25V 


01121 


CB1015 


8269 


321-0069-00 






RES.,PXD,FILK:51.1 OHH, 12,0. 125V 


91637 


Hm8l6G51R10F 


8266 


321-0289-00 






RES.,FX0,FILM;10K OHM, 12,0. I25W 


91637 


HFF1816G10001F 


R268 


321-0165-00 






RES.,FXD,FILM;511 OHH, 12,0. I25U 


91637 


HFF1816GS11R0F 


R270 


311-1260-00 






RES. ,VAR,NOKVIR;250 OHM , 102 ,0 . 50V 


32997 


3329P-L58-251 
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Ckt No. 


Tektronix 
Part No. 


Serial/Model No. 

Eff Oscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


R272 


321-0147-00 


BOIOIOO 


B010523 


RES. ,8X0,^1134:332 OaM, 12,0. 125H 


91637 


HFF1616G332ROF 


R272 


321-OliO-OO 


B010S24 




ReS.,FXO.FtLH;3S7 OHM, 12,0. 125U 


91637 


MFF1816G357ROF 


R275 


311-1531-00 






RES. ,VAR,WW:2K 0HH,5Z,1.SW 


01121 


535-9504 


R278 


321-0203-00 






R£S.,FXD,F1LH:1.27K OHM, 12,0. 125W 


91637 


MFF1816G12700F 


R280 


311-1260-00 






RES. .VAR,N0NW[R;2S0 OHK, 102,0. 50W 


32997 


3329P-158-251 


R288 


315-0275-00 


BOIOIOO 


B0I0523 


RES. ,FXD,CMPSS:2.7M Oai.52,0. 25W 


01121 


CB2755 


R285 


315-0395-00 


B010524 




aES.,PXD,CMPSN:3.9M OHH,52,0.25W 


01121 


CB3955 


R286 


315-0275-00 






RES.,FXD,CHPSN;2.7M OHH,52,0.25W 


01121 


CB2755 


R28R 


315-0204-00 






RES.,FXD,CKPSN:200K OHH,52,0.25U 


01I2I 


CB2045 


R290 


315-0103-00 






RES.,FXD,C«PSNilOK OHM,5X,0.25W 


01121 


CBI03S 


R292 


315-0103-00 






RES. ,FXD,CHPSN: lOK OHM,S2,0.25W 


01121 


CB1035 


R295 


315-0103-00 






RES. ,FXD,CHPSH;10K OW4,5X,0.25U 


01121 


CBI035 


R30<> 


315-0473-00 






RES. ,FX0,CnPSN;47K Oim,52,0.25M 


01121 


CB4735 


R305 


315-0123-00 






B£S.,FXD,CKPSH:12K OH.M,5X,0.25U 


01121 


CBI23S 


R308 


315-0123-00 






RES. ,FXO,CHPSN: 12K OHM,52,0.25U 


01121 


CB123S 


R310 


315-0332-00 






RES.,FXD,CHPSN:3.3K OH.H, 52 ,0 . 25W 


01121 


CB3325 


R315 


315-0473-00 






RES. ,FXD,CHPSH:47K OH.M,5Z,0.25W 


01121 


CB4735 


R318 


315-0102-00 






RES.,PXD,CMPSN;1K OHM,5X,0.25W 


01121 


CB1025 


R320 


315-0120-00 






RES. ,FXD,CHPSN: 12 OaM,5X,0.25H 


01121 


CS120S 


R32& 


315-0101-00 






RES. ,FXD,CMPSN: 100 Oai , 5X,0 . 25W 


01121 


CBIOIS 


R330 


315-0273-00 






RES.,FXD,CMPSN;27K OH.M,52,0.25W 


01121 


CB2735 


R332 


315-0203-00 






RES..FXD,CMPSN:20K OHM,52,0.25W 


01121 


CB2035 


R334 


315-0103-00 






RES.,FXD,CKPSN:10K OIW , 52 ,0 . 25W 


01121 


CB1035 


R338 


315-0303-00 






RES. ,FXD,CHPSN;30K OHM,5X,0.25W 


01121 


CB3035 


R340 


315-0183-00 






RES.,FXD,CHPSN:18K OaM,52,0.25W 


01121 


CB1835 


R342 


315-0273-00 






RES. ,FXD,CMPSN;27K 0HM,5X,0.25M 


01121 


CB2735 


R344 


315-0132-00 






RES.,FXD,CMPS!J;1.3K OHM,52,0.25W 


01121 


CB1325 


R348 


315-0302-00 






RES.,FXD,CHPSN:3K 0a'1,52,0.25W 


01121 


CB3025 


R352 


315-0272-00 






RES.,FX0,CMP5S;2.7K OaM,52,0.25M 


01121 


CB2725 


R354 


315-0562-00 






RES.,FXD,CHPSN;5.6K Oa>1,SZ,0.25U 


01121 


C85625 


R358 


315-0751-00 






RES.,FXD,CMPSN:750 0aH,52,0.2SW 


01121 


CB7515 


R362 


315-0751-00 






RES.,FXD,CMPSN:750 0H«,52,0.2SW 


01121 


CB751S 


R365 


315-0102-00 






RES..PXD,CMPSN:1K 0m,52,0.25W 


01121 


CB1025 


R370 


301-0330-00 






RES..FXD,CHPSN;33 oa'1,52,0. 50U 


01121 


E83305 


R375 


315-0103-00 






RES.,FXD,CHPSH:10K ORM.SX.O.ZSW 


01121 


CB1035 


R378 


315-0103-00 






RES.,FXD,CMPSM:10K OaH,5X,0.25W 


01121 


CB1035 


R382 


315-0153-00 






RES.,FXD,CMPSN:15K 0a'l,52,O.25U 


01121 


CB153S 


R384 


315-0472-00 






R£S.,FXD,CMPSN:4.7K OH»,52,0.25U 


01121 


CB4725 


R386 


315-0272-00 






RES.,FXD.CMPSN:2.7K ORM , 52 , 0. 25W 


01121 


CB2725 


R390 


315-0392-00 






RES.,FXD,C«PSX:3.9K OHM, 52,0. 25H 


01121 


CB3925 


R392 


315-0622-00 






RES. ,FXD,CMPSN:6.2X Oa'l,52,0.25U 


01121 


CB6225 


R394 


315-0242-00 






RES . , KXD.CHPSB; 2 .4K ORM , 52 , 0 ■ 25W 


01121 


CB2425 


R396 


315-0361-00 






R£S.,FXO,CMPSN:360 Oa'l,5X,0.25W 


01121 


C83615 


R400 


315-0332-00 






RES.,FXD,CHPSN;3.3K OH«,5X,0.25U 


01121 


CB3325 


R402 


315-0242-00 






RES.,FXD,CMPSN;2.4K OaM,52,0.25W 


01121 


CB2425 


R406 


315-0511-00 






RKS. ,FXO,CHPSN:510 OHS,5X,0.2SU 


01121 


CB5115 


R410 


301-0330-00 






RES. ,FXD,CMPSN:33 OaM,5X,0.50W 


01I2I 


EB3305 


R41S 


315-0471-00 






RES. ,FXD,CMPSN:470 OHH.5X.0.25W 


01121 


CS4715 


R41B 


315-0132-00 


BOIOIOO 


B010225 


R£S.,FXD,CHPSN:1.3K 0W1,52,0.25U 


01121 


CBI325 


R41R 


315-0102-00 


B010226 




RES.,FX0,CHPSH:1K Oa'4, 52 ,0 . 2 5W 


01121 


CB102S 


R420 


315-0120-00 


BOIOIOO 


B010225 


RES.,FXD,CMPSN;12 OHM,5Z,0.25W 


01121 


CB1205 


R420 


315-0102-00 


B0IO226 




RES. ,FXD,CHPSN: IK OIIH ,5X,0.25U 


01121 


CB1025 


R422 


315-0120-00 






RES. .FXD.CMPSN: 12 OHH,52,0.25W 


01121 


CB1205 
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Tektronix Senal/MoLel No Mfi 



Ckt No 


Pan No 


Eff 


Oscont 


Name & Description 


Code 


Mir Part Number 


RSOO 


321-0303-00 






RES. .FXD.FILH: I4K OHH, lt,0. 125W 


91637 


HFFI816G1400IF 


11502 


311-1564-00 






RES. .VAR,HONW1R:T8MR,500 OHK.0.3U 


73138 


91-86-0 


R504 


321-0306-00 






RES., VXD, FILM: 15K OHH, 12,0. 123W 


91637 


HFFI816G15001F 


K5U8 


321-0311-00 






RKS.,rXD,PiLM:16.9K OHH, 12.0. 125U 


91637 


HFF1816C1690IF 


R5I2 


321-0303-00 






RES.,FXD,FIUt:14K OHH, 12,0. 125W 


91637 


HFF1816CI4001F 


RS14 


313-0202-00 






RES..FX0,CHPSN:2K OH.H,32,0.25W 


01121 


CB202S 


R518 


308-0344-00 






RES. .FXD.tfW: 18.2 OHH,12.3W 


91637 


RS28-K18R20F 


R525 


313-0362-00 






R£S.,FXD,CHPSN;3.6K OHM,52,0.25U 


01I2I 


CB3625 


R526 


315-0103-00 






RES.,FXD,CHPSN:IOK 0HH,52,0.2SU 


01121 


CB1033 


R530 


315-0152-00 






RES.,FXD,CHPSN:1.5K OHH,52,0. 25U 


01121 


CB1S25 


RS4U 


321-0303-00 






RES. ,FX0,F1LH: 14K OHH. 12,0. 125W 


91637 


HPF1816G14001F 


R542 


311-1564-00 






RF.S. .VAR,KOHWIR;TKHR,300 OHM.0.5W 


73138 


91-86-0 


R344 


321-0306-00 






RES.,FX0,F1LH:15K OHH, 12,0. I25W 


91637 


HFF18I6G1500IF 


RS4e 


321-0311-00 






RES. .FXD.FILH: 16.9K OHN.12,0.125U 


91637 


HFF18I6C16901F 


RSS2 


321-0303-00 






RES.,FXD,FILK:14R OHH . 1 2.0 . 125W 


91637 


HFFI8I6C14001F 


RS34 


315-0202-00 






RES.,FXD.CHPSN;2K 0HH,52,0.25W 


01121 


C82025 


R55S 


308-0344-00 






R£S..FXD,WW:I8.2 0HM,1Z,3W 


91637 


RS2B-K1BR20F 


R57* 


315-0120-00 






RES. .FXD.CHPSK: 12 OHH, 52,0. 2SW 


01121 


CBI205 


R582 


321-0305-00 






R£S.,FXD,FILH:14.7K OHH , 12,0. 1 2 5W 


91637 


HFF1816C14701F 


R583 


321-0247-00 






RES.,FXD,FILH:3.65K OHH,12,0. 125W 


91637 


HFF1816G36500F 


R588 


321-0238-00 






RES. .FXD,FlUi:2.94K OHH, 12,0. 123W 


91637 


MFF1816G29400F 


R590 


311-1261-00 






RES..VAR,NONU1R:SOO OHH,102,0.50K 


32997 


3329P-L58-501 


R592 


321-0238-00 






RES. .FXD.FILH: 2. 94K OHH,I2.0.I25K 


91637 


Hmei6G29400F 


R39S 


315-0102-00 






RES. .PXD.CHPSS: IK OHM, 52,0. ZSH 


01121 


CB1025 


R600 


315-0102-00 






RES. .FXD,CMPSN: IK OHH,52,0.25U 


omi 


CB1023 


R604 


307-0104-00 






RES. ,FXD,CHPSH;3.3 OHH,5Z,0.25U 


01121 


CB33G5 


R603 


307-0104-00 






RES.,FXD,CHPSN:3.3 OH.<<.5Z,0.25H 


01121 


CB33G5 


SfilO 


308-0142-00 






RES.,FXD,HW:30 OHM.52,3W 


91637 


RS2B-K3ORO0J 


R61Z 


308-0142-00 






RES.,FXD.WW:30 OHH,5Z,3K 


91637 


RS2B-K30R00J 


R613 


308-0720-00 


6Q10I00 


8010223 


RES.,FXD,HW;50 0HH,I2.3K 


12697 


RS2B-B50R00F 


R613 


323-0094-00 


8010226 




RES.,FXD,FILM:93.1 OHH,tZ,0.50W 


75042 


CECT0-93R10F 


R617 


313-0102-00 






RES. .FXD.CHPSK: IK OHH,5Z,0.25W 


01121 


CB1025 


R620 


315-0102-00 






RES.,FXD,CHPSN:1K Om.3Z,0.25W 


01121 


CB1025 


R624 


321-0244-00 






RES. .FXD.FILH: 3.4K OHH, 12,0. 125W 


91637 


HFF18I6G34000F 


R633 


321-0253-00 






RES. ,FXD,FILH:4.22K OHH, 12,0. 125W 


91637 


HFF1816C42200F 


R628 


315-0102-00 


BOIOIOO 


B01Q223 


RES. .FXD.CHPSK: IK OHH,52,0.25W 


01121 


CB1D25 


R628 


315-0202-00 


8010226 




RES. .FXD,CHPSN:2K OHH,3Z,0.23W 


01121 


CB2025 


8630 


321-0289-00 






RES.,FXD.FILH:10K OHM,12,0.125W 


91637 


HFF1B16G10001F 


8634 


321-0251-00 






RES. ,FXD.FlLH;4.a2K OHH, 12,0. 125W 


91637 


HFF1B16C40200F 


8636 


321-0226-00 


BOIOIOO 


8010223 


RES.,FXD,FILH:2.2IK OHM, 12,0. 125U 


91637 


HFF1816C22100F 


R636 


321-0224-00 


8010226 




RES. ,FX0,F1LK:2.1K OHH, 12,0. 125W 


91637 


HFF1816C21000F 


8638 


315-0242-00 


BOIOIOO 


8010225 


RES.,FX0,CHPSN;2.4K OHH,52,0.25U 


0II2I 


CB2425 


R638 


315-0202-00 


8010226 




RES.,FXD,CHPSN:2K 0HH,3Z,0.23H 


01121 


CB2025 


R640 


315-0222-00 


BOIOIOO 


8010225 


RES. ,FXD,CHPSN:2.2K OHH,52,0.2SU 


01121 


CB2225 


R64CI 


315-0242-00 


8010226 




RES.,FX0,CHPSN:Z.4K OHH,5t,0.25W 


01121 


CB2425 


K63Q 


321-0275-00 






RES.,FXD.FIl.H:7.15K OHH, 12,0. 125U 


91637 


KFF1816C71500F 


K63I 


321-0318-00 






RES. ,FXD,FILH:20K 0W4 . 12 ,0 . 125H 


91637 


HFF1816C2000IF 


8633 


313-0202-00 






RES. ,FXD,CHPSN;2K om,52,0.25H 


01121 


CB2023 


R633 


313-0622-00 






RES. .FXD.CHPSK: 6. 2K OH.H,52,0.25V 


01121 


CB6225 


8636 


115-0153-00 






RES. .FXD.CHPSK; 15K OH.H,3Z,0.25W 


01121 


CB1535 


8660 


315-0102-00 






RES.,FXD,CHPSN:IK 0HM,52,0.25U 


01121 


CB1025 


S30A-'.- 


260-1535-00 






SWITCH, PVS1':2 STA,PB10,4 POLE 


80009 


260-1555-00 
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Ckt m. 


Tektronix 
Part No. 


Serial/Modei No. 

Eft Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


S190 


260-1811-00 






SWITCH, SLIDE;I>PDT,0.5A,125VAC DC 


82389 


C56206L2 


T200 


120-0936-00 






XFHR , RF : VARIABLE , 5- 1 OHHZ 


80009 


120-0936-00 


T20S 


120-0931-00 






XFMR,RF:POT C0HE.90KHZ 


80009 


120-0931-00 


U2? 


IS6-0611-00 






KICROCIRa iT.LI lOPERATlOHAL AMPLIFIER 


18324 


SE531N 


U250 


019-0282-00 






DIODE LEVELER: 


80009 


015-0282-00 


U295 


196-0067-00 






MICROCIRCUIT, LI :OPERATIONAI. AMPLIFIER 


02735 


85145 


U335 


156-0198-00 






MICROCtRa'lT,Ll:DUAL OPERATIONAL AMPLIFIER 


18324 


HC1458V 


UtlO 


196-0198-00 






MICROCIRCUIT, L1:0UAL OPERATIONAL AMPLIFIER 


18324 


HC1498V 


U370 


196-0277-00 






MICROCIKCUtT.LI:VOLTACE REGULATOR 


07263 


HICR0A7805UC 


US80 


196-0071-00 






MICROCIRCUIT, LI:VOLTACE REGULATOR 


04713 


MC1723CL 


VR29 


192-0022-00 






SEMICOMD DEVICE:ZEMCR,IW,2SV,SX 


04713 


SZ1281S 


V830 


193-0062-00 






SEHICOMD DVC,SE:Z£NER,SEl^CTED 


80009 


153-0062-00 


Vit230 


192-0337-00 






SEH ICOND DEVICE : ZENER . 0 . 4U , 6 . 3V , 3 . 2Z 


04713 


SZC210K 


V8232 


192-0337-00 






SEN ICOKD DEVICE : ZENER , 0 . 4H , 6 . 3V , 3 . 2X 


04713 


SZG210K 


VR310 


152-0179-00 






SEHICOND DEV1CC;ZEHER,0.6U,9.6V,5X 


04713 


SZG3S008 


VR530 


192-0179-00 






SEN ICOKD DEV ICE : ZENER , 0 . 4U , 9 . 6V , SZ 


D47I3 


S2G35008 


vReit 


153-0062-00 


BOIOIOO 


B010229 


SEHICOND DVC,SE:ZEKER, SELECTED 


80009 


153-0062-00 


VR613 


192-0337-00 


8010226 




SEMICOKD DEV ICE: ZENER, 0.4U, 6.3V, 3. 2Z 


04713 


SZG2I0K 


VR640 


152-0175-00 


BOIOIOO 


R010229 


SEHICOND DEVICE : ZENER , 0.4W ,9 . 6V, 9Z 


04713 


SZG39008 


VR640 


152-0337-00 


B010226 




SEHICOND DEVICE; ZLNER,0.4U, 6.3V, 3. 2Z 


04713 


SZC210K 


VR6S9 


192-0337-00 






SEHICOND DEVIC£:ZEHER,0.4W,6.3V,3.2Z 


04713 


SZC2I0K 
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STANDARD ACCESSORIES 



Fig. & 



Index 

No. 


Tektronix Serial/Model No. 
Part No. Eff Oscont 


Oty 1 2 3 4 5 


Name & Description 


Mfr 

Code 




070-1632-01 


1 KANUAL.TBCBilNSTRUCTION 


80009 



OPTIONAL ACCESSORIES 



OlS-0221-00 1 CAPACITOIt,ai>LGi0.O47UP,Bt(C 80009 

175-1869-00 1 CKBLE ASSr.RFtSO C«M COAX, 4,0 L 80009 



Mfr Part Number 

070-1632-01 



015-0221-00 

175-1869-00 
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Section 8— SG 504 



DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 

Symbols and Reference Designators 

Electrical components shown on the diagrams are In the following units unless noted otherwise: 

Capacitors = Values one or greater are in picofarads (pF). 

Values less than one are in microfarads (pF). 

Resistors “ Ohms (ii). 

Graphic symbols and class designation letters are based on ANSI StarxJard Y32.2-1975. 

Logic symbology is based on ANSI Y32. 14-1973 in terms of positive logic. Logic symbols depict the logic 
function performed and may differ from the manufacturer's data. 

The overline on a signal name indicates that the signal performs its intended function when it goes to the low state. 
Abbreviations are based on ANSI Y1. 1-1972. 

Other ANSI standards that are used in the preparation of diagrams by Tektronix, Inc. are: 

Y14.15. 1966 Drafting Practices. 

Y14.2, 1973 Line Conventions and Lettering. 

Y10.5, 1968 Letter Symbols for Quantities Used in Electrical Science and 
Electrical Engirteering. 



The 


following prefix letters are used 


as reference designators to identify components or assemblies on the diagrams. 


A 


AiMmbly. wpiiabl* or raMIraM* 


H 


HMt OeyiM (hMl tMi. 


s 


Swttcn or contactor 




Kltcwl 6o«ra. ate) 






T 


Tranatormar 


AT 


Ananualor, fixae or variabla 


HR 


HMttr 


TC 


Tnannocou^ 


e 


Motor 


MV 


Hybnd Cfrcvil 


TP 


Tea) point 


BT 


Binary 


J 


CofMi*ctc¥. pofiton 


U 


AnamMy. irtaaparabla or non-rapilrabla 


c 


Capacrior. fixed or virnbla 


K 






lintagrMad drcuH. aie.l 


CB 


Ci'cull braakar 


L 


induefot. fiK«d or 


v 


Electron tuba 


CR 


Oloda. argrwl or raciiNar 


M 


Motor 


VR 


Voltaga ragultlor {kanar Oioda. etc.) 


OL 


Delay >ir>a 


P 


Connoctor. movoble portton 


W 


Wiraitrap or eabia 


OS 


indicatine daviea damp) 


O 


TransiolOr or »l«eoo>oonli«<10d 


V 


Cryalal 


E 


Spark Gap. Famla bead 




rootir«r 


z 


Pbaaa ahiRac 


F 


Fuaa 


R 


Aostotor. flkod or vonoblo 






FU 


Filter 


RT 


Tftormittor 




_ - Plug to E C. Board 


The 


following special symbols may appear on the diagrams: 







Strap or Link 

Cam Switch 
Closure Chart 
(Dot Indicates 
switch closure) 



SEL Value Selected 
at Factory 



PIS 



Test Voltage 

Internal 
Screwdriver 
Adjustment 

Functional Block 
Outline 
Assembly Number 
Board Name 




IBox1 Identifies Panel 
. Controls, Connectors and 
iBALf* ^ Indicators 



Modified Component — See 
Parts List (Depicted In grey, 
or with grey outline) 

Plug Index 
Refer to Waveform 

Refer to Diagram Number 
Coaxial Connector 

Shielding 
Heat Sink 

Decoupled or Filtered 
Voltage 

Etched Circuit Board 
Outlined In Black 

Schematic Name 



VERTICAL AMPLIFiER<|>^ — f^d NumSer 





5,04- 



I&32-I9 
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Block. DiACae-AM 



DEH 

»I7U 



< TPuT 



























A1-MAIN CIRCUIT BOARD 



CKT 
I NO 


GRID 

LOC 


CKT 

NO 


gridIckt 

LOC Ino 


GRID 

LOC 


CKT 

NO 


GRID 

LOC 


CKT 

NO 


GRID CKT 
LOC |no 


GRID 

LOC 


CKT 

NO 


GRID 

LOC 


CKT 

NO 


GRID 

LOC 


CKT 

NO 


1 

GRID 

LOC 


CKT 

NO 


1 

GRID 

LOC 


C2S 


F4 


C570 


B5 


CRS86 


B4 


0220 


F4 


R22 


F4 


R288 


J3 


R375 


13 


4530 


B4 


R634 


E4 


VR25 


G4 


rOR 


G4 


CS82 


03 


OR600 


04 


0305 


J5 


R23 


F3 


R290 


J4 


R378 


G4 


4540 


B2 


R636 


E3 


VR30 


G3 


C34 


f4 


C584 


B3 


CR610 


B5 


0315 


K4 


R2S 


E4 


R292 


13 


R382 


G5 


4542 


A2 


R638 


03 


VR230 


G4 


rion 


E5 


CS86 


03 


OR612 


04 


Q34S 


(4 


R26 


F4 


R295 


J3 


R384 


HS 


4544 


B1 


R640 


E4 


VR232 


GS 


nas 


E4 


C587 


B3 


CR640 


03 


Q3S5 


14 


R30 


F3 


R304 


J4 


R386 


HS 


^548 


B1 


R650 


F3 


VR510 


B2 


ri07 


qfi 


C59S 


B3 


OR660 


F3 


0365 


14 


R38 


03 


R305 


J4 


R390 


H3 


4552 


B1 


R6S1 


F3 


VR550 


A2 


ror>n 


C5 


0600 


64 


CR662 


F3 


0370 


IS 


R40 


11 


R308 


JS 


R392 


H4 


4554 


A2 


R65S 


F4 


VR615 


04 






C610 


04 






0380 


G4 


R190 


E4 


R310 


J4 


R394 


G3 


4558 


Cl 


R656 


F4 


VR640 


03 


roriR 


D4 


0612 


04 


DS320 


K4 


0395 


H4 


R194 


E4 


R315 


J5 


R396 


HS 


4574 


K4 


R660 


E3 


VR655 


F4 


corn 


04 


0634 


E4 


DS574 


K4 


0405 


H4 


R196 


E4 


R318 


JS 


R400 


IS 


4582 


B3 












E5 


0660 


E3 






0410 


H4 


R210 


F5 


R320 


J4 


R402 


IS 


4586 


B3 


S30At 


J1 






roon 


E5 


rpao 


E3 


P595 


A3 


0415 


G4 


R212 


F5 


R324 


J3 


R406 


H4 


4590 


B3 


S30Bt 


J2 


W265 


J3 


rTOA 


05 


CR180 


E4 


F610 


AS 


0520 


B1 


R215 


F5 


R330 


14 


R410 


HS 


4592 


83 


S30Cf 


J3 






C228 


GS 


OR230 


G4 






0530 


B4 


R218 


F5 


R332 


H4 


R415 


H5 


4595 


B3 


S190 


05 






C265 


04 


OR232 


Q5 


J11 


G3 


0560 


B1 


R220 


G5 


R334 


14 


R418 


13 


4600 


B4 










C274‘ 


K4 


OR310 


JS 


J12 


A1 


0600 


B4 


R222 


ES 


R338 


14 


R420 


H3 


R604 


B4 










C290 


J3 


CR318 


J5 


J20 


A1 


0620 


D4 


R224 


F5 


R340 


14 


R422 


13 


R60S 


B4 


1 &VU 

▼AA^ 


04 






C292 


J3 


CR34S 


14 






0630 


E4 


R265 


J3 


R342 


14 


R500 


C2 


R610f 


AS 


1 4M9 






C298 


J4 


CR348 


15 


L220 


GS 


0640 


E3 


R266 


J4 


R344 


14 


RS02 


B2 


R612 


C3 


U2S 


G4 






rTOR 


43 




14 






&6S0 


E4 


R266 


J4 


R348 


14 


R504 


B1 


R61S 


C3 






C300 


J3 


OR362 


J4 


LR190 


ES 


0655 


E4 


R270 


KS 


R352 


13 


RS08 


B1 


R617 


C3 


U29S 


J4 






1 C335 


14 


OR380 


G4 


P27S 


K4 


0660 


E3 


R272 


J4 


R354 


13 


RS12 


B1 


R620 


D4 


U33S 


14 






1 C504 


B2 


OR386 


HS 


P285 


J3 


RIO 


G3 


R278 


KS 


R3S8 


14 


R514 


B2 


R624 


D3 


U510 


B2 






C510 


C2 


CR395 


H4 






R12 


G3 


R280 


KS 


R362 


J4 


R516 


C2 


R625 


03 










1 CRdd 


B2 


0R396 


HS 


0190 


ES 


R16 


K3 


R28S 


13 


R36S 


IS 


RS2S 


B4 


R628 


03 


Us/U 


i5d 






1 C565 


B5 


CR40S 


H4 


0215 


F5 


R18 


K4 


R286 


K3 


R370 


15 


R526 


B4 


R630 


E4 


U560 


B3 







*See Parts List for 
serial number ranges. 



tOn backside of board. 
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B 



C 



E 



G 



H 




CKT 

NO 


GRID 

LOG 


CKT 

NO 




CKT 

NO 




CKT 

NO 


GRID 

LOC 


C47 


G1 


C137 


A3 


J39 


HI 


R45 


G1 


C49 


G1 


C140 


63 


J41 


61 


R54 


G3 


C50 


G1 


C14S 


04 


J81 


E1 


[IL2H 


E4 


C52 


G2 


C147 


DS 


J164 


A4 


R95 


Cl 


CS4 


G3 TC1S0 


64 








A2 


CSfi 


H3 


C1S2 


64 


L45 


G2 




E4 


C60 


FI 


C1S4 


64 


L52 


G2 


[3ti!l 


64 


C62 


G2 


C160 


64 


L58 


G2 


R172 


63 


C64 


F2 


C170 


A4 


L75 


F4 


R174 


64 


C66 


G1 


C174 


C3 


L85 


05 






C75 


Q2 




64 


L9S 


62 




FI 


C87 


G3 


RTTfl 


C5 


L98 


Cl 




01 


C90 


G3 


CRSS 


G2 


L102 


Cl 




C4 


C97 


Cl 


CR80 


04 


L108 


02 






C99 


Cl 


CR8S 


GS 


L125 


E2 






C100 


D1 


CR86 


G5 


L126 


E2 






C102 


C2 


CR87 


G4 


L128 


E3 






C104 


63 


CR105 


C3 


L130 


E3 






C108 


83 


CR130 


04 


L135 


04 






C110 


01 


CR135 


C4 


L150 


64 






C112 


02 


CR136 


C3 


L178 


65 






C114 


02 


CR137 


C3 










C116 


01 


CR155 


64 










C12S 


02 


CR15B 


C4 










C126 


02 


CR160 


04 










C128 


03 


























VOLTAGE AND WAVEFORM CONDITIONS 



WARMING 



Dangerous potentials exist at several points throughout this instrument. When the 
instrument is operated with the covers removed, do not touch exposed connections or 
components. Some transistors have voltages present on their cases. Disconnect the 
power source before repiacing parts. 



The voltages and waveforms shown on this diagram were taken with the SG 504 Output Head 
connected and its input terminated Into 50 ohms. The internal slide switch. S190, was set to 6 MHz. The 
front-panel controls were set as follows: 



VOLTAGES 




'WAVEFORMS 




RANGE 


REF 


RANGE 


REF 


FINE 


"0" 


FINE 


"0" 


OUTPUT AMPLITUDE 


5.5 


OUTPUT AMPLITUDE 


5.5 



*gnd relerence: center horizontal graticule line 



Voltage Conditions. The voltages shown on the diagram were obtained using a digital multimeter 
with a 10 MO Input impedance (TEKTRONIX DM 501 Digital Multimeter or TEKTRONIX 7D13 Digital 
Multimeter used with readout equipped, 7000-series oscilloscope). 



Waveform Conditions. The waveforms shown are actual waveform photographs taken with a 
Tektronix Oscilloscope Camera System and Projected Graticule. Vertical deflection factor shown on the 
waveform is the actual deflection factor from the probe tip. Voltages and waveforms on the diagrams are 
not absolute and may vary between instruments because of component tolerances, internal calibration, 
or front-panel settings. Readouts are simulated in larger-than-normal type. 







VOLTAGE AND WAVEFORM CONDITIONS 



WARNING 



Dangerous potentials exist at several points throughout this instrument. When the 
instrument is operated with the covers removed, do not touch exposed connections or 
components. Some transistors have voltages present on their cases. Disconnect the 
power source before replacing parts. 



The voltages and waveforms shown on this diagram were taken with the SG 504 Output Head 
connected and its input terminated into 50 ohms. The internal slide switch, S190. was set to 6 MHz. The 
front-panel controls were set as follows; 



VOLTAGES 




‘WAVEFORMS 




RANGE 


REF 


RANGE 


REF 


FINE 


"0" 


FINE 


"0" 


OUTPUT AMPLITUDE 


5.5 


OUTPUT AMPLITUDE 


5.5 



*gnd reference: center horizontal graticule line 



Voltage Conditions. The voltages shown on the diagram were obtained using a digital multimeter 
with a 10 Mfi input impedance (TEKTRONIX DM 501 Digital Multimeter or TEKTRONIX 7D13 Digital 
Multimeter used with readout equipped. 7000-series oscilloscope). 



Waveform Conditioris. The waveforms shown are actual waveform photographs taken with a 
Tektronix Oscilloscope Camera System and Projected Graticule. Vertical deflection factor shown on the 
waveform is the actual deflection factor from the probe tip. Voltages and waveforms on the diagrams are 
not absolute and may vary between instruments because of component tolerances, internal calibration, 
or front-panel settings. Readouts are simulated in larger-than-normal type. 












VOLTAGE CONDITIONS 



lV4ftNfN6 



Dangerous potentials exist at several points throughout this instrument. When the 
instrument is operated with the covers removed, do not touch exposed connections or 
components. Some transistors have voltages present on their cases. Disconnect the 
power source before replacing parts. 



The voltages shown on this diagram were taken with the SG 504 Output Head connected and its 
input terminated into 50 ohms. The internal slide switch, S190, wassetto6 MHz. The front-panel controls 
wereset as follows: RANGE switch to REF. FINE control to "0". and OUTPUT AMPLITUDE control to 5.5. 



Voltage cortditions. The voltages shown on this diagram were obtained using a digital mutlimeter 
with a 10 Mfi input impedance (TEKTRONIX DM 501 Digital Multimeter or TEKTRONIX 7D13 Digital 
Multimeter used with readout equipped, 7000-series oscilloscope). 
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Section 9— SQ 504 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacement parts are availaole from or tttrougn your local 
Tektronix, Inc Field Office or representative. 

Changes to Tektronix instruments are sometimes made to 
accommodate improved components as they become available, 
and 10 give you the benefit of the latest circuit improvements 
developed in our engineering department It is therefore 
important, when ordering parts, to include the following 
information in your order; Part number, instrument type or 
number, serial number, and modification number if applicable. 

If a pert you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or 
representative will contact you concerning any change m part 
number. 

Charge information. It any, Is located at the rear of this 
manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Part removed after this serial number 

FIGURE AND INDEX NUMBERS 

Items in this section are referenced by figure and index 
numbers to the Illustrations 



INDENTATION SYSTEM 

This mechanical parts list is Indented to indicate Item 
relationships. Following is an example of iheindentatlon system 
used in the description column. 

1 2 3 4 S Name S Description 

Assembly and/or Component 

Attaching parts lor Assembly and/or Component 

Detail Part of Assembly and/or Component 
Attaching parts lor Detail Part 

Parts of Detail Part 

Arracfimg parts for Paris of Detail Part 



Attaching Parts always appear in the same indentation as 
the Item it mounts, while the detail parts are indented to the right. 
Indented items sre part of. and included with, the next higher 
indentation. The separation symbol • • - ' — indicates the end of 
attaching parts. 

Attaching parts must be purchased separately, unless otherwise 
specified. 

ITEM NAME 

In the Parts List, an Item Name is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be ulllUed where possible. 



ABBREVIATIONS 





INCH 


EICTRN 


ELECTRON 


m 


INCH 


SE 


SINGLE ENO 


v 


NUMBER SIZE 


ELEC 


ELECTRICAl 


INCANO 


INCANDESCENT 


SECT 


SECTION 


ACTS 


ACTUATOR 


ELC*LT 


ELECTROLYTIC 


IMSUl 


INSULATOR 


SEMICOND 


SEMICONDUCTOR 


AOrr^R 


ADAPTER 


ELEM 


ELEMENT 


INTL 


INTERNAL 


SHLO 


SHIELD 


Al ION 


ALIGNMENT 


EPL 


ELECTRICAL PARTS LIST 


LPHLDR 


LAMPHOLDER 


SHLDR 


SHOULDERED 


AL 


Al UMINUM 


EOPT 


EQUIPMENT 


MACH 


MACHINE 


SKT 


SOCKET 


ASSEM 


ASSEMBLED 


EXT 


EXTERNAL 


MECH 


MECHANICAL 


SI 


SLIDE 


ASSY 


ASSEMBLY 


FIL 


FILLISTER HEAD 


MTG 


MOUNTING 


SLFLKG 


SELF-LOCKING 


ATTEN 


ATTENUATOR 


FLEX 


FLEXIBLE 


HtP 


NIPPLE 


SLVG 


SLEEVING 


AWG 


AMERICAN WIRE GAGE 


FLH 


FLAT HEAD 


NON WAE 


NOTWWE WOUND 


SPR 


SPRING 


BO 


BOARD 


FLTR 


FILTER 


oeo 


ORDER BY DESCRIPTION 


SO 


SQUARE 


BRKT 


BRACKET 


FH 


FRAME or FRONT 


00 


OUTSIDE DIAMETER 


SST 


STAINLESS STEEL 


BRS 


BRASS 


FSTNR 


FASTENER 


OVM 


OVAL HEAD 


STL 


STEEL 


8H2 


BRONZE 


FT 


FOOT 


PH BPZ 


PHCGPHOR BRONZE 


SW 


SWITCH 


8SHQ 


BUSHING 


FXO 


FIXED 


PL 


PIAM or PLATE 


T 


TUBE 


CAB 


CABINET 


GSKT 


GASKET 


PISTC 


PLASTIC 


TERM 


TERMINAL 


CAP 


CAPACITOR 


HOL 


HANDLE 


PN 


PART NUMBER 


THO 


THREAD 


CER 


CERAMIC 


HEX 


HEXAGON 


PNH 


PAN HEAD 


THK 


THICK 


CHAS 


CHASSIS 


HEX HO 


HEXAGONAL HEAD 


PWP 


POWER 


TNSN 


TENSION 


CKT 


CiRCUl’’ 


HEXSOC 


HEXAGONAL SOCKET 


flCPT 


RECEPTACLE 


TPQ 


TAPPING 


COMP 


COMPOSITION 


HLCPS 


HELICAL COMPRESSION 


RES 


RESISTOR 


TRH 


TRUSS HEAD 


CONN 


CONNECTOR 


HLEXT 


HELICAL EXTENSION 


ROD 


RlGK> 


V 


VOLTAGE 


COV 


COVER 


HV 


HIGH VOLTAGE 


BLP 


RELIEF 


VAR 


VARIABLE 


cpie 


COUPLING 


1C 


INTEGRATED CIRCUIT 




RETAINER 


W/ 


WITH 


CRT 


CATHODE RAY TUBE 


ID 


INSIDE DIAMETER 


SCH 


SOCKET HEAD 


WSHfl 


WASHER 


DCG 


DEGREE 


CENT 


IDENTIFICATION 


SCOPE 


OSCILLOSCOPE 


XFMR 


TRANSFORMER 


own 


DRAWER 


■MPLfl 


IMPELLER 


SCR 


SCREW 


XSTR 


TRANSISTOR 
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Replaceable Mechanical Parte — SG 504 



CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Mtr. Code Manufacturer 



Address 



City. Stale. Zip 



ODOBK 


STAUFFER SUPPLY 


105 SE TAYLOR 


PORTLAND, OR 97216 


OOOCY 


NORTHWEST FASTENER SALES, INC. 


7923 SW CIRRUS DRIVE 


BEAVERTON, OREGON 97005 


OOOEL 


PORTLAND SCREW CO. 


6520 N. BASIN AVE. 


PORTLAND, OR 97217 


OOOOA 


LEMO USA 


2015 SECOND ST. 


BERKELEY. CA 96710 


05129 


KILO ENClNEERtNG COMPANY 


2015 D 


LA VERNE, CA 91750 


05820 


WAKEFIELD ENGINEERING, INC. 


AUDUBON ROAD 


WAKEFIELD, HA 01880 


07700 


TECHNICAL WIRE AND PRODUCTS, INC. 


129 DERHUDY ST. 


CRANFORD, NJ 07016 


08261 


SPECTRA-STRIP CORP. 


7100 LAMPSON AVE. 


GARDEN GROVE, CA 92662 


12327 


FREEWAY CORPORATION 


9301 ALLEN DRIVE 


CLEVELAND, OH 66125 


13103 


THERMALI.OY COMPANY, INC. 


2021 W VALLEY VIEW LAKE 




22526 


BERG ELECTRONICS, INC. 


P 0 BOX 36829 
YOUK EXPRESSWAY 


DALUS, TX 75236 

NEW CUMBERLAND, PA 17070 


22670 


G.M. NAMEPLATE, INC. 


2060 15TH AVENUE WEST 


SEATTLE, WA 98119 


55210 


GETTIG ENG. AND MFC. COMPANY 


PO BOX 85, OFF ROUTE 65 


SPRING HILLS, PA 16875 


73763 


FISCHER SPECIAL MFC. CO. 


666 MORGAN ST. 


CINCINNATI, OH 65206 


73803 


TEXAS INSTRUMENTS. INC., METALLURGICAL 
MATERIALS DIV. 


36 FOREST STREET 


ATTLEBORO, MA 02703 


76665 


HOLO-KROME CO. 


31 BROOK ST. WEST 


HARTFORD, CT 06U0 


78189 


ILLINOIS TOOL WORKS. INC. 
SHAKEFROOP DIVISION 


ST. CHARLES ROAD 


ELGIN, IL 60120 


79136 


WALDES, KOHINOOR, INC. 


67-16 AUSTEL PLACE 


LONG ISLAND CITY, NY 11101 


79807 


WROUGHT WASHER MFC. CO. 


2100 S. 0 BAY ST. 


MILWAUKEE, Wl 53207 


80009 


TEKTRONIX, INC. 


P 0 BOX 500 


BEAVERTON, OR 97077 


83385 


CENTRAL SCREW CO. 


2530 CRESCENT DR. 


BROADVIEW, IL 60153 


93907 


TEXTRON INC. CA.MCAR DIV 


600 18TK AVE 


ROCKFORD, IL 61101 


98291 


SEALECTRO CORP. 


225 HOYT 


MAMARONECK, NY 10566 
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Replaceable Mechanical Parts — SG 504 




-1 


337-1399-02 




2 


SaiD,SLECTBICAl.:StDE WITH INSOUTOS 


80009 


337-1399-02 








• 


. EACH SIDE COVER INCLUDES: 






-2 


342-0196-00 




1 


. INSULATOR, FILM: 


80009 


342-0196-00 


-3 


015-0282-00 




1 


DIODE LEVELER; 


80009 


015-0282-00 


-4 


131-0778-00 




1 


. CONNECTOR, PLUG: QUICK DISCONNECT 


OOOOA 


F 0.304 NYL 


-S 


366-0494-05 




1 


KNOB;GRAY, 0.127 IDX 0.5 OD.0.531H 


80009 


366-0494-05 




213-0153-00 




I 


. SETSCREU:5-40 X 0.125, STL BK OXD,HEX SKT 


OOOCY 


OBD 


-6 


366-1286-04 


BOlOlOO B010569 


1 


KNOB: LATCH 


80009 


366-1286-04 




366-1690-00 


B010570 


1 


KH0B:S1L CY.0.53 X0.23 X 1.059 


80009 


366-1690-00 










(ATTACHING PARTS) 






-7 


214-1840-00 


BOlOlOO B010569X 


1 


PIN, KNOB SECRG:0.094 OD X 0.120 INCH LONG 

^ * 


80009 


214-1840-00 


-8 


366-0402-03 




1 


XN06:CRAV,W/SPRING AND CRANK 


80009 


366-0402-03 




213-0153-00 




2 


. SBTSCREW:5-40 X 0.125, STL BK OXD,HEX SKT 


OOOCY 


OBD 


-9 


331-0360-00 




1 


DIAL,CONTROL:5 TURN.O THRU5.0 


05129 


771-S5 


•10 






1 


RES.,VAR,WW:(SEE R275 REPL) 






-11 


— - 




2 


CONNECTOR, RCPT:(SEE JIO AND J80 REPL) 






-12 






1 


CONNECTOR, RCPT:(SEE J260 REPL) 














(ATTACHING PARTS) 






-13 


220-0551-00 




1 


NUT, PLAIN, HEX. :9 MK X 0.437 INCH 


73743 


OBD 


-14 


210-0255-00 




1 


TERMINAL, LUG:0. 391" ID INT TOOTH 


80009 


210-0255-00 




175-1869-00 




1 


CA ASSY,SP,ELEC;SO OHM COAX, 4.0 L 


80009 


175-1869-00 


-15 






1 


. CONNECTOR,RCPT,:(SEE J165 REPL) 






-16 


131-0375-00 




1 


. CONNECTOR, PLUG, :R1GHT ANGLE 


98291 


051-328-3188-220 


-17 


366-1559-00 




3 


PUSH BUTTON:SIL GY, 0.18 SQ X 0.43 


80009 


366-1559-00 


-18 


426-1072-00 




3 


FRAME, PUSH BTN:PLASTIC 


80009 


426-1072-00 


-19 






1 


RES., VAR NOHUIR;(SEE R15 REPL) 














(ATTACHING PARTS) 






-20 


210-0583-00 




1 


NUT, PLAIN, HEX. :0. 25-32 X 0.312 INCH.BRS 


73743 


2X20317-402 


-21 


210-0940-00 


B010100 B010225 


1 


WASHER, FLAT:0. 25 ID X 0.375 INCH OD,STL 


79807 


OBD 




210-0046-00 


B010226 


1 


WASHER. LOCK-.0. 261 ID, INTL ,0 .018 THX.BRS 


78189 


1214-05-00-0541C 


-22 


333-1785-00 




1 


PANEL. FRONT: 


80009 


333-1785-00 


-23 


214-1513-01 


BOlOlOO 8010569 


1 


LCH,PLUC-1N RET: 


80009 


214-1513-01 




105-0719-00 


B010570 


1 


LATCH, RETAINING :PLUG-IK 


80009 


105-0719-00 










(ATTACHING PARTS) 






-24 


213-0113-00 




1 


SCR.TPC.THD FOR:2-32 X 0.312 INCH.PNH STL 


93907 


OBD 




105-0718-00 


KB010570 B010839 


1 


BAR, LATCH RLSE: 


80009 


105-0718-00 




105-0718-01 


B010840 


1 


BAR, LATCH RLSE: 


80009 


105-0718-01 


-25 


200-0935-00 




2 


BASE,LAMPHOLDER:0.29 OD X 0.19 CASE 


80009 


200-0935-00 


-26 






2 


LAMP,IHCAKD:(SEE DS320 AND DS574 REPL) 






-27 


352-0157-00 




2 


LAMPHOLDBRrWHlTB PUSTIC 


80009 


352-0157-00 




210-0992-00 




2 


WASHER, NONMETAL:0. 265 INCH IDX 0.437" OD 


80009 


210-0992-00 


-28 


378-0602-00 




1 


LEKS,L1GHT:GREEN 


80009 


378-0602-00 


-29 


378-0602-01 




1 


LENS,LIGHT;ANBSR 


80009 


378-0602-01 


-30 


386-2694-00 




1 


SUBPANEL, FRONT: 


80009 


386-2694-00 










(ATTACHING PARTS) 






-31 


213-0229-00 


BOlOlOO 8010929 


4 


SCR.TPC.THD FOR:6-20 X0.375"100 DEC.FLH STL 


93907 


OBD 




213-0123-00 


B010930 


4 


SCREW, TPC,TF:6-32 X 0.375.SPCL TYPE.FLH 


93907 


OBD 


-32 


337-1899-00 




1 


• • • - - 

SHIELD, ELEC:REAR SUBPANEL 


80009 


337-1899-00 


-33 


331-0189-00 




1 


LENS, TAPE DIAL:NOLD ACRYLIC 


80009 


331-0189-00 










(ATTACHING PARTS) 






-34 


211-0105-00 




2 


SCREU,HACHIKE:4-40 X 0.188,100 DEG.FLH STL 


83385 


OBD 


-35 


386-1299-00 




1 


PL. RING, DIAL TAiPH BRZ 


80009 


386-1299-00 










(ATTACHING PARTS) 






-36 


354-0233-00 




2 


RING, RETAININC:0. 100 ID X 0.203 INCH OD 


79136 


5133-14PP 


-37 


210-0803-00 




2 


HASHER, FLAT:0. 15 ID X 0.032 THK.STL CD PL 


12327 


OBD 


-38 


331-0188-04 




1 


DIAL,TAPE:PRINTED AND COILED 


80009 


331-0188-04 


-39 


401-0042-00 




1 


BEARING, CAM SW:0.255 ID X 0.50" OD, NYLON 


80009 


401-0042-00 


-40 


210-1043-00 


BOlOlOO B010619 


2 


WASHER, NONMETAL:0. 254 ID X 0.685" OD, TEFLON 


800U9 


210-1043-00 
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210-1043-01 


B010620 


2 


HASHER, FUT:0. 254 ID X 0.02 THK.FLSTC 


80009 


210-1043-01 


-41 


386-1290-00 




1 


PL,HTC,DXAL HDO:BHS CD PL 


80009 


386-1290-00 










(ATTACHIMG PARTS) 






-42 


210-0413-00 




1 


HOT, PLAIM,HEX.:0. 375-32 X 0.50 INCH, STL 


73743 


3145-402 


-43 


210-0012-00 




1 


WASHER. LOCK:INTL, 0.375 ID X 0.50" OD STL 


76189 


1220-02-00-0S41C 


-44 


211-0020-00 




3 


SCREW, HACHINE:4-40 X 1.125 INCH.FNH STL 


83385 


OBD 


-45 


361-0165-00 




3 


SPACER, SLEEVE:0. 155 OD X 0.875 INCH LONG 


80009 


361-0165-00 


*46 


407-0386-00 




1 


BRACKET, AKGLEtDIAL TAPE, BRASS CD PL 


80009 


407-0386-00 


-47 


214-0953-00 




1 


GEAR, SPUR:0. 825 LONG THRU HUB 


80009 


214-0953-00 










(ATTACHING PARTS) 






-48 


213-0048-00 


8010100 B0I0225 


4 


SETSCREH:4-40 X 0.125 INCH, HEX SOC STL 


74445 


OBD 




213-0075-00 


8010226 


4 


SETSCREH:4-40 X 0.094, STL BE OXD.UEX SRT 


OOOBK 


OBD 


-49 


384-1218-00 




1 


SHAFT, VAR RES: 


80009 


384-1218-00 


-50 


337-1944-00 




1 


SHIELD, ELEC: 


80009 


337-1944-00 










(ATTACHING PARTS) 






-51 


211-0008-00 




8 


SCRF.W,HACHlHE:4-40 X 0.25 INCH.PNH STL 

w • > * - > 


83365 


OBD 


-52 






1 


CRT BOARD ASST:RF(SEE A2 REPL) 














(ATTACHING PARTS) 






-53 


211-0116-00 


BOIDIOO B011S79 


4 


. SCR.ASSEM HSHR:4-40 X 0.312 INCH.PNH BRS 


83365 


OBD 




211-0292-00 


B011580 


4 


. SCR.ASSEH WSHR:4-40 X 0.29, BRS HI PL 


78189 


OBD 


-54 


337-2288-00 




1 


. SHIELD, BUC:CIRCU1T CARD 


80009 


337-2288-00 


-55 


337-1945-00 




2 


. SHIELD, BUC: 


80009 


337-1945-00 


-56 


258-0481-00 




1 


. WIRE HESH.KHIT:0.094 DIA.2 FEET LONG 


07700 


20-41211 


-57 






2 


. TRANSISTOR: (SEE Q70 AND QI20 REPL) 














(ATTACHING PARTS FOR EACH) 






-58 


220-0555-00 




2 


. NUT, PLAIN, HEX. :8-32 X 0.25 INCH STL 


OOOEL 


OBD 


-59 


210-0804-00 




2 


. WASHER. PLAT;0. 17 ID X 0.375 INCH OD.STL 


12327 


OBD 


-60 


210-0839-00 




2 


. WSHR.SPR TNSH:0.25 ID X 0.438 OD 

• * • * • * ^ 


78189 


3539-14-0I-0541C 


-61 


214-2280-00 




1 


. HEAT SIKK,ELEC;S.4S L.0.80 AL 


80009 


214-2280-00 










(ATTACHING PARTS) 






-62 


210-0551-00 




3 


. NUT, PLAIN, HEX. :4-40 X 0.25 INCH, STL 


83385 


OBD 


-63 


210-0802-00 




3 


. WASHER, FLAT: 0.1 5 ID X 0.312 INCH OD 
- - - * - - 


12327 


OBD 


-64 


129-0216-00 




8 


. SPACER. POST:0. 187 00.0.312 INCH LONG 


80009 


129-0216-00 


-65 






3 


. OINNECTOR,RCPT,:(SEE J39.J41 AND J164 REPL) 






-66 


131-0787-00 




15 


. CONTACT, ELEC:0. 64 INCH LONG 


22526 


47359 


-67 


136-0252-04 




1 


. SOCKET, PIN TERM:U/W 0.016-0.016 DIA PINS 


22526 


75060-007 


-68 






1 


. CONNECTOR, BODY;(SEB J81 REPL) 








334-2990-00 


XB010430 


1 


MARKER , I DE NT : CAITT ION 


22670 


OBD 


-69 






1 


OSCILUTOR,RP:(SEE A40 REPL) 














(ATTACHING PARTS) 






-70 


211-0121-00 




5 


SCR.ASSEH WSHR:4-40 X 0.438 INCH.PNH BRS 


83385 


OBD 


-71 






1 


CRT BOARD ASSy;HAIN(SEE A1 REPL) 














(ATTACHING PARTS) 






-72 


213-0146-00 




4 


SCR,TPC,THD F0R:6-20 X 0.313 INCH.PNH STL 
------- 


83385 


OBD 








• 


. CRT BOARD INCLUDES: 






-73 


210-0774-02 




5 


. EYELET, HETALUC: 0.152 OD X 0.219 L.BRS 


80009 


210-0774-02 


-74 


214-0579-00 




4 


. TERM, TEST POIHT:BBS CD PL 


80009 


214-0579-00 


-75 






1 


. SWITCH PUSH:(SEE S30A,B,C REPL) 






-76 


361-0385-00 




4 


. SPACER, FB SN:0.164 INCH LONG 


80009 


361-0385-00 


-77 


131-0566-00 




2 


. BUS CONDUCTOR iDOHY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


-78 


131-0608-00 




8 


. TERMINAL, P1N:0. 365 L X 0.025 PH BRZ GOLD 


22526 


47357 


-79 


136-0514-00 




4 


. SKT.PL-IN ELEC;HICR0CIRCU1T,8 DIP 


73803 


CS9002-8 


-80 


214-1254-00 




1 


. HEAT SINK, ELBCtO. 422 H X 1.240 INCH OD 


05820 


209-AB 


-81 


342-0324-00 




1 


. INSULATOR. OISC:TO-5 TRANSISTOR 


13103 


7717-5N-BUIB 


-82 






1 


. SWITCH, SLIDE; (SEE SI90 REPL) 






-83 


136-0263-04 




15 


. SOCKET, PIN TER“:FOR 0.025 INCH SQUARE PIN 


22526 


75377-001 
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•84 


136-0269-02 




1 


. SKT,PL-1N ELEK:MICB0CtRCCIT,14 DIP, LOW CLE 


73803 


CS9002-14 


-85 


344-0154-00 




4 


. CLIP,ELECTBICAL:Pl;SE,CKT BD MT 


80009 


344-0154-00 


-86 






3 


. COin(ECTOB,BODY:(SEe J11.J12 AND J20 REPL) 






-87 


136-0252-04 




6 


. SOCKET, PIN TESH:U/H 0.016-0.018 DXA FINS 


22526 


75060-007 


-88 


129-0277-00 




4 


. SPACE!t,POST:0. 18 L.W/4-40THD THRU, BRASS 


80009 


129-0277-00 


-89 


214-1061-00 




1 


SPRING, GSOUND:FLAT 


80009 


214-1061-00 


-90 


426-0725-05 




1 


FR SECT, PUfG-IK: TOP 


80009 


426-0725-05 




386-3657-00 XB010570 


B011009 


2 


SOPPORT.PLOC-IH: 


80009 


386-3657-00 




386-3657-01 8011010 




2 


SUPPORT, PLDG IN: 


93907 


OBD 




210-1270-00 XB010S70 




2 


WASHER, FLAT:0. 141 ID X 0.04 THK,AL 


60009 


210-1270-00 


-91 


426-0724-04 




1 


FR SECT, PLUG-IN: BOTTOM 


80009 


426-0724-04 


-92 


352-0161-03 




1 


COHN B0DY,PL,EL:3 WIRE ORANGE 


80009 


352-0161-03 


-93 


352-0163-05 




1 


CONN B0DT,PL,EL:5 HIKE GREEN 


80009 


352-0163-05 


-94 


131-0707-00 




8 


CONNECTOR, TERM. :22-26 AWG,BRS& CU BE GOLD 


22526 


47439 


-95 


175-0826-00 




FT 


WIRE,EL£CTR1CAL:3 WIRE RIBBON 


80009 


175-0826-00 


-96 


175-0828-00 




FT 


HIRE,BLECTRICAL:5 WIRE RIBBON 


08261 


SS-0526-710610C 


-97 


175-1871-00 




1 


CA ASSY,SP,ELEC:50 OHM COAX, 9. 5 L 


80009 


175-1871-00 




210-0774-00 




2 


. EYELET,HETALLIC:0.152 OD Z 0.245 INCH L.BRS 


80009 


210-0774-00 




210-0775-00 




2 


. EYELET, HETALLIC;0. 126 OD X 0.23 INCH L.BRS 


80009 


210-0775-00 


-98 


175-1872-00 




1 


CA ASSY,SP,BLEC:50 OHM COAX, 8. 5 L 


80009 


175-1872-00 




210-0774-00 




2 


. EYELET, METALLIC: 0.152 OD X 0.245 INCH L,BRS 


80009 


210-0774-00 




210-0775-00 




2 


. EYELET, HETALL1C:0. 126 OD X 0.23 INCH L,BRS 


80009 


210-0775-00 


-99 


175-1870-00 




2 


CA ASSY,SP,ELEC:50 OHM COAX, 2. 687 L 


80009 


175-1870-00 








• 


. EACH CABLE INCLUDES: 








131-0375-00 




2 


. CONNECTOR, PLUG, ;RIGKT ANGLE 


98291 


051-328-3188-220 
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